CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the \ -,l/h\\

periodic maintenance* for the Intoxilyzer 8000 Serial Number \ll
$0-o0Tv 711 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: | -6 Call 0.099 AC Cal2 0.09¢ AC

Between the dates of 1 2-(0-(0 and [|-b~1
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ T+
The instrument was returned to service on v | R

Mo Qm&l}

Clare L. Conley

Jebpm ]

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this @ , day of
x Ay ,20_ /] .

e ———_,

OFFICIAL SEAL ]
- LAURA B. HODGSON |
S 2 NOTARY PUBLIC-ARIZONA

PIMA COUNTY
LMy Comm. Exp. Aug. 28, 2013 !

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXEIBIT G-4

POSED BY

PURSUANT TO DUTY Il
R13-10-104 (2)

ARIZONA DEPARTMENT OF PUBLIC SAFETY \ ﬁ\/f

STANDARD QUALITY ASSURANCE PROCEDURES QEN\
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /\tDb\ ,10\\
QA SPECIALIST {\la.re. Oﬂ'n\&q AGENCY Tucson Police Department
T
DATE |- b~ TIME 09 D¥
INTOXILYZER SERIAL # S®-00°7(2 LOCATION oODWw Dul HE
( v ) 1. Display reads “PUSH BUTTON TO START"

( v/) 1. Clock time check.

( ) . Date check.

OPERATIONAL TESTS

( v/} 1. Blcohol-free subject test result 0. 0TV AC

( ) 2. Error recognition ‘logic system functioning.
Not a Successfully Completed Test Sesguence printed

( v') 3. Proper sample recognition system
Not a Successfully Completed Test Seguence printed
Deficient sample printed

v ) 4. Standard Calibration Check standard 0. ) DD AC

Result: 0. 09 AC

DPS Form Exh G-¢4 (Rev. 03-01)

Pursuare to section 28-1327, Arizona Revised Statuzes. this document is o certified duplicare of the information comained i
compuier storage devices of the Tucson Police Department



INTOXILYZER 8000 {\;\
2

Location: TUCSON POLICE DEPT

Serial Number : 80-000712

01/06/2011 09:39:58 QL)F\
Standard Lot#: 719919 ,4$H
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:40:57
Diagnostic Test Pass 09241 :25
Air Blank 0.000 09:41:52
0.100 Cal Check 0099 09:42:11
Air Blank 0.000 09:42:40
Subject Test 0.000 09:43:06
Air Blank ABT* 09:43:13
Air Blank 0.000 09:43:41

*Sequence Aborted

Not a Successfully Completed Test Sequence

—'ursuzz:* 10 s::no_n 25-1327, Arzone Revised Stnme:, fnis documentis 2 cergfied auplicars of to= MICTMANON CONAMEd N COomDue:
S1orags asvicesof tne Tucson Polics Depzrmmen:



INTOXILYZER 8000 ?ééxé\

Location: TUCSON POLICE DEPT

Serial Number : 80-000712 WV~
01/06/2011 09:43:49 H
Standard Lot#: 719919 /p

Last Changed By: S. CLEARY_ #44524

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD '

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:44:43
Diagnostic Test Pass 09:45:10
Air Blank 0.000 09:45:38
0.100 Cal Check 0.099 09:45:56
Air Blank RFI* 09:46:05

Air Blank IPS** 09:46:17

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

SUrsuant to szonor 28-1327, Anzonz Revised Stanrmes, mis Aocimment is & certified dunlicars of e mICTMANCoD contames m Compus:
SLOTAag: asviessof tne Tucson Police Dreozmmern:



INTOXILYZER 8000 YA é\Q/i

Location: TUCSON POLICE DEPT

Serial Number : 80-000712 Q}J\
01/06/2011 09:47:33

Standard Lot#: 719919 ) 4>H

Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:48:29
Diagnostic Test Pass 09:48:57
Air Blank 0.000 09:49:24
0.100 Cal Check 0.099 09:49:43
Air Blank 0.000 09:50:12
Subject Test 0.088%* 09253 ;20
Air Blank 0.000 09:53:52
Air Blank 0.000 09:54:20
Subject Test XXX** 09:54:38
Air Blank 0.000 49:55:11

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pumsuznc o - 1337 R S T - : fied aumi
7UISUADT te sesnon 28-1227, Anzone Revised Stzmurss, this Gocument is 2 certiiied quniicars of toe miormenon contamed m compure:
SLoTage asvicesoitne Tucson Pouc: Drepzmmers o R



INTOXILYZER 8000 5 éQq

Location: TUCSON POLICE DEPT

Serial Number: 80-000712 Q)S\
01/06/2011 09:55:46 /A&«

Standard Lot#: 719919
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:56:14
Cal Check 0.098 09:56:33
Air Blank 0.000 09:57:02

Uons b,

Operator's Signhture

Pursuzanst to seotion 28-1327 s R A S me thied . se o d : o4 :
- to szzuon 28 -1227, Anzonz Revisel Stanues, s QOCUMENL s ¢ 0eTHREC quplhiczte oF tne miommanon contamed In oompuTe:
sIorage asviess of the Tueson Poitce Depammemt |
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Pursugre 1o secron 38-1377, Arzzonn Revised Stamume:, this documen: 15 o certified dupiicare of the jormanon comatned in

compuzer storage @evices of the Tucson Police

Departmen:.



INTOXILYZER

8000 f\
Location: TUCSON POLICE DEPT (?

Serial Number: 80-000712

01/06/2011

09:38:21 Q)\,\

Standard Lot#: 719919 /\’Bb\

Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517 ©

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:38:49
Cal Check 0.099 09:39:07
Air Blank 0.000 09:39:37

Operator's Signat\:re

Fursuznt o section 28-1327, Anzonz Revised Stamres
siorage devicss-of tne Tucson Polics Deperones:

. nis documen: is  certified auplicars of toes InfoTMANON CONIANESG I COMDUTS



