CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917 (\(D\’\

\

I hereby certify that these documents are a true and correct copy of the ’X:\/O
periodic maintenance* for the Intoxilyzer 8000 Serial Number i
S0 - poo 7 2 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2 -3~ 1| Call O.10D AC Cdl2 D.099 AC

Between the dates of  /~£-// and 2-3~//
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on &/ ) ]\
The instrument was returned to service on  r/ /A

G£ g W

Clare L. Conley

5o

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to beforeme this /74, day of
;M(Mczq ,20_ 4 .

[ ke, OFFIGIAL BEAL
(5 R\ HONICA L. BRAVO. %M 4/ %f

7] HOTARY PUBLIC- ARIZRTA
5 piMA COUNTY WM’Q’ -‘{ %7’“”‘0

| \"'*w/ gy Ceinm, Eﬁg diste 17 30141 Notary Public

e

*Includes documents speci‘ﬁed in ALA.C.R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED
A.L.C. RI3-10-104(2)
LRIZONZ DEPARTMENT OF PUBL SAFETY

STANDARD QUALITY ASSUPAN PROCEDURES
INTOXILYZER MODE BOOC

STANDARD QUALITY ASSURANCE PROCEDURE

\ D !
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INTOXILYZER SERIAL # $0 - ppo7/2 LOCATION 2D Dt

&

(‘/ } 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS
(V') 1. Clock time check.
() 2. Date check.

OPERATIONAL TESTS

(v 1. Alcohol-free subject test result 0. FUv AC
(Vv 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
( /) 3. Proper sample recognition system
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
(v ) 4, Standa:d Calibration Check standard 0./0% AC
Result: 0. ©4¢ AC
Instrument is operating properly and accurately. YES v NO
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Pursuanr 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the information contained in

compuier siorage devices of the Tucson Police Department.



INTOXILYZER 8000 ?15%{]
Location: TUCSON POLICE DEPT |

Serial Number : 80-000712 \JSN
02/03/2011 08:42:43

Standard Lot#: 719919 /Aba
Last Changed By: S. CLEARY, #44524 \
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD ‘

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

2ir Blank 0.000 08:43:27
Diagnostic Test Pass 08:43:54
Air Blank 0.000 08:44:22
0.100 Cal Check 0.099 08:44:41
Air Blank 0.000 08:45:10
Subject Test 0.000 08:45:57
Air Blank ABT* 08:46:03
Air Blank 0.000 08:46:32

*Sequence Aborted

Not a Successfully Completed Test Sequence

rm—,-:uz:; %o szoton 26-1327, Arzone Revised Stamure:, tnis documentis @ cerdfied aunliczrs of ‘o= miormanon conmamed 1 oomouite:
Storags aeviess-of tne Tucsen Police Dreparmmen:



INTOXILYZER 8000 igéﬂ'?
Location: TUCSON POLICE DEPT

Serial Number : 80-000712 (PN
02/03/2011 08:47:29

Standard Lot#: 719919 . A@M
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Operatocr: C. CONLEY #3457

TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 08:48:00

Air Blank IPS** 08:48:07

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

-UTSUEDT To secuon 28- 1327, Anzona Revised Stenures, fus documen: is 2 certifisd qunhicers of toe mformanon contained m commure:

siorage devices-of the Tucson Poiics Dreparomen:



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

ysh7)

Serial Number 80-000712 AN
02/03/2011 08:48:51 /6“
Standard Lot#: 719919 . \
Last Changed By: S. CLEARY #44524
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111

Sex: M Weight: 111

1TE Marmiidbas TNarvdsradd arm Dara A2 Voo

-~ [ I . - A/\-ab’-l—-l—‘\.a.\__g_u‘_‘. B e e ] S

Test g/210L Time
Air Blank 0.000 08:49:37
Diagnostic Test Pass 08:50:04
Air Blank 0.000 08:50:32
0.100 Cal Check 0.100 08:50:50
Air Blank 0.000 08:51:20
Subject Test 0.038%* 08:54:28
Air Blank 0.000 08:55:00
Air Blank 0.000 Q8255227
Subject Test XXX** 08:55:48
Air Blank 0.000 08:56:22

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuznt 1o secnon 28-1327

1227, Anzone Revised Stanne:, tmus dosumen: is & certified cuplicars of the micrmanon contamed m commuter

Sicrages cevicssof the Tuesen Police Depzmmezn:



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number:
02/03/2011

80-000712

Standard Lot#: 719919

Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L
Air Blank 0.000

Cal Check 0.099

Air Blank 0.000

Mg Dl
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08:57:12
08:57:31
08:58:01

Operator's Signatufre
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Pursuarr 1o secnion 28-1317, Arizona Revised Starurer, this aocumenr is a certified dupiicare of the iormarion corained in
compurer storage devices of the Tucson Pokice Department.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000712

02/03/2011 08:40:40
Standard Lot#: 719919

Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517 -

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:41:07
Cal Check 0.100 08:41:26
Air Blank 0.000 08:41:56

Mo Cole,

Operator's Signbture

~ursuznt 1o szouorn 28-1327, Anzane Revised Stemme:, Tais documentis 2 cerified duphiczie of the informanion CONtamed In compute:

Storags asvicssof tne Tucson Police Denzrmmern:



