CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 8§5701-1917

I hereby certify that these documents are a true and correct copy of the /LSL}

periodic maintenance* for the Intoxilyzer 8000 Serial Number

%0 -0 DF maintained by the Tucson Police Department I
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a2 0.100AC solution are 0.090AC to 0.110AC.

Date: lI-1l-1o  Call 0./32 AC Cal2 0.(03 AC

Between the datesof |0-14-{0 and -1 ~(p

'5.2(‘)!0

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N A
The instrument was returned to service on N/ R

(o Lok

Clare L. Conley

b ~11=11

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /[ , day of
,20 /D .

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

OFFICIAL SEAL

= AM. HERNANDEZ

: 9 ROTARY PUBLIC-ARIZONA
M

Y PIMA COUNTY
ty Comm. Exp. Mar. 17, 2012

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



- —r anp nv
muTS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
R13-10-104(R)

2T70NA DEPARTMENT OF PUBLIC SAFETY \ %o‘
ARIZONR DEE |

STANDARD QUALITY ASSTURANCE PROCEDURES O}\/\
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /\5“

QA SPECIALIST Dﬂar@.epﬂ Lﬁq AGENCY Tucson Police Department
]

DATE \W-ll-1(o TTIME O 554

INTOXILVZER SERIAL ¢ ¥V -0°0 oY 1ocaTIoN O DW N Hb

() 1. Display reads “PUSH BUTTON TO START”

OPERATIONAL TESTS

(v ) 1. Alconol-free suDJec: test result 0. U AC
() 2. Error T-mcogn._‘ gic system functioning
Not a 11y Completed Test Sequence printed

i

ly Completed
le printed.
S-andard Calibration Check standard 0. | 0D AC

Result: 0. |D g AC

o
Proper sample recognition system.
Not a Success Te

eficient samp

A\

SIGNATURE M AN QJ*&A,L

Fursuan to section 28-1327, Arizona Revised Siarutes, this document is a certified auplicate of the information comained in
computer storage devices of the Tucson Police Departmen:



INTOXILYZER 8000

Location: ARIZONA N
Serial Number : 80-001108

11/11/2010 08:55:36 1§h

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. CONLEY ' #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:56:22
Diagnostic Test Pass 08:56:50
Air Blank 0.000 Q825717
0.100 cal check 0..103 DR:57:36
Air Blank 0.000 08:58:05
Subject Test 0.000 08:58:38
Air Blank ABT* 08:58:44
Air Blank 0.000 08:59:13

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuan: £
Sursuanito secrion 28-1327, Arizona Revised Stauures
compurer siorage devices of the T

{uzson Folice Deparimens

this doe oo e A N - i
S Aocument is a certified SUDLIZAre g7 tne NTOrmanion contained o



INTOXILYZER 8000 ?%615%
Location: ARIZONA
QU\

Serial Number : 80-001108

11/11/2010 08:59:35 /lﬂf

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. CONLEY : #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 1i/19/71111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:00:16
Air Blank IPS** 09:00:27

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursuan 1o section I8-1537

SOompurer siorage devices of the Tue

4y o R oo O 3
~rizona fevised Simwzes. tis documeny s g CEEE BT i

eriined dupiicare o7 1f 7 o
son Police Deparument T G aupucare of the nTwormaion contained i



INTOXILYZER 8000 q4¥f%
Location: ARIZONA

Serial Number : 80-001108 Q}h
11/11/2010 09:01:06 ,ZSZ
Standard Lot#: 642845 /
Last Changed By: C. STRAUB #50772

QAS: C. CONLEY | #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSCN PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:01:52
Diagnostic Test Pass 09:02:20
Air Blank 0.000 09:02:47
0.100 Ccal Check 0.103 09:03:06
Air Blank 0.000 09:03:35
Subject Test 0.328% 09:06:44
Air Blank 0.000 08:07:17
Air Blank 0.000 09:07:45
Subject Test XXX** 09:08:28
Air Blank 0.000 09:09:02

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

oI
SSursuarn: ro secrion 28-

13727 Arizo 2] o) . ,
2327 Arizona Revised Simuyres - L
compurer siorage Jeuies. 1S document is o cerrified dupiic

agvices of the Tuzson Police Deparimens Hpticate of the srmormation contained in



INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001108 %%p\
11/11/2010 09:09:29

------------------------------------------ QJM'\

Standard Lot#: 642845

Last Changed By: C. STRAUB #50772 /6[1
QAS: C. CONLEY #34517

TUCSON PD ‘ ¥
Test g/210L Time

Air Blank 0.000 09:09:57

Cal Check 0.103 09:10:15

Air Blank 0.000 09:10:45

OJ ae (ol

Operator's Signa@ure

ol
SSuUrsuan 28-1327 7 o C, . y
1o section 26-1327, Arirona Revised Staues. this doz

. S o Ument is a certitied duplic
e -5 ! certified dupiic
‘Duter storage aesvices of the Tucson Folice Deparimens ' '

are of the triormation comained iy



TEIS REPORT PREPARED DURS UAN
5. C i

STANDARD QUALITY ASSURANCE PROCEDURES
N~
INTOXILYZER MODEL 8000 U g’LO‘D

03]
1

Ay
TANDARD CLALIBRATION CHECEK PROCEDURE l1\\

)2 Specialist ELI(E.EEﬂ\Qaq AGCENCY Tucson Police D
!

Intoxilyzer Seria

$o- 00 0% Location _DPW PHui Ha

rument and con

N

(a3}

SENRANEN

SIGNLZTURE
DPS Form Exh &-2 Rev 05-01

Pursuant 1o section 28-1377, Arizonc Revised Statures, tiis documens is a certified duplicate of the informarion contained i
computer storage @evices of the Tucson Police Departmert.



e ; 527 4
SHrsuanito secrion 28-1327, Arizong Revised Siamres
Sompuier siorage devices of the Tuzson Fol

INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-001108

11/11/2010 08:54:13
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

QAS: C. CONLEY #34517

TUCSON PD =

Test g/210L Time

Air Blank 0.000 08:54:40
Cal Check 0.102 08:54:59
Air Blank 0.000 08:55:28

g Ui

Operator's Signature

F - 1his documeny s o certified duplic
tee Deparimeny ' )

licare of the information comained in



TUCSON POLICE DEPARTMENT
R Mot ipliedan b 249
CRIME LABORATORY O

g

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

0
By

Date: ]]*”H"O

QAS: D,Qare (\j‘r\ | e.,

Intoxilyzer Serial Number: _ %0 - 0o ([0 %

New Lot Number: 209 0DIBCA|

New Expiration Date: X-1-12

(¢v) 1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

(v) 2. Remove the old gas tank and install the new one.
() 3. Hit the “ESC” key twice and swipe the QAS card.
(v) 4.  Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:
Enter Target Value: 0.100
Enter Control Lot #: From the tank label
Enter Exp Date: From the tank label (mm/dd/vyvy)
Edit info Y/N? Y or N
Update Std Info? Y ENTER
“Please wait saving...”
(v¥) 5.  Hit the “ESC” key twice.
) 6. Go to the “M-Maintenance™ menu and select “Control Testing. ™
Select “D” for dry control test. After selection 1s made press
ENTER.
(v) 7. Air blank completed.
() 8. Calibration check completed. Test results 0. /23 AC.
(¥ 9. Air blank completed. )
() 10. Remove printed record. Attach the record to the completed checklist.

SIGNATURE (M EMQ‘“;

Pursuant to section 28-1327, Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: ARIZONA Q‘/{/\
Serial Number: 80-001108

11/11/2010 09:27:53

Standard Lot#: 20910100A1 /3\51
Last Changed By: C. CONLEY #34517 \

QOAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:28:20
Cal Check 0.103 09:28:39
Air Blank 0.000 09:29:08

Bow bod

Operator's Signaturé

By ; R e & &
Sursuant to section 28-1327 Arizong Revised Statures

- this documeny § i
- d R isa
compurer siorage devices o7 tne fucson Pol e

Tied dupiicare of the imermation ¢ ned
ice Deparrment ' ’ ‘ L



