CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917 /\-‘)k'\ F'y\l)

I hereby certify that these documents are a true and correct copy of the \r\,.\
periodic maintenance* for the Intoxilyzer 8000 Serial Number

S?-60110% maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12~{0~10 Call 0O.]®2 AC Cal2 o.[22Q AC

- Between the datesof || ~l]=(® and j2~|0- (0 o
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N /P
The instrument was returned to serviceon N /R

Mow o,

Clare L. Conley

|>~(0-[0©
ADPS QAS Permit # 33314
SUBSCRIBED AND SWORN to before me this___| , day of
e 2010 .
‘ OFFICIAL SEAL
Q [ . @&M— ": ROSA REYNA
== 7 S8 45/ NOTARY PUBLIC-ARIZONA
, %/ PIMA COUNTY
Notary Public My Comm. Exp. Jan, 31, 2011

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




& HEGAGH SHTERSTT BT ETRGEE P

THIS REPORT PREPARED PURSUANT TO DUTY I
A.2.C. R13-10-1041(a

ARIZONZ DEPARTMENT OF PUBLIC 5L

ASSURANCE
INTOXILYZER MODEL

8000

Q--,I.‘;-.—rﬂv

AGENCY

PROCEDU

ASSURANCE PROCEDURE

e
&3]
w

J2~lo~-( D

TIME

%>»—001|VE&

“PUSH BUTTON TO START”

’y/ 1. ject test result 0., T
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computer storage devices of the Tucson Police Department.

327, Arizona Revised Sianutes, this documeni is a certified auplicare of the information comained in
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INTOXILYZER 8000
Location: ARIZONA \)u\
Serial Number : 80-001108

19 /10 /2701 N NT7Ta 1N

TLy T W/ av i v Vil el Ve L

Standard Lot#: 20910100A1 - AQ“.
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:11220
Diagnostic Test Pass 07:11:47
Air Blank 0.000 07212915
0.100 Cal Check 0:103 07:12:33
Air Blank 0.000 07:13203
Subject Test 0.000 07:13:31
Air Blank ABT* 07:13:238
Air Blank 0.000 07:14:06

*Sequence Aborted

~ Not a Successfully Completed Test Sequence
Fursuznt to secnon 28-1327, Anzons Revised Starures, this documen:is 2 o

i : iz 28-1 ertified auphicars of foe mformation contained in compursr
storage asvicesof tne Tucson Poiles Deparmmen: '



Pursuzn: 1o secno

INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001108

12/10/2010 07:14:12
Standard Lot#: 20910100A1 -

Last Changed By: C. CONLEY #34517
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111

Sex: M Welignit: 177

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 07:14:42
Air Blank IPS** 07:14:50

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence
n 28-1327, Anzonz Revised Starutes, tus document is 2 certified dupiiczre of the informanon contzined m compuer

Storage cevicesof the Tucson Polics Depzrmen:
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INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001108

12/10/2010 07:15:34
Standard Lot#: 209710100A1

Last Changed By: C. CONLEY #34517
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:16:18
Diagnostic Test Pass 07:16:46
Air Blank 0.000 07214313
0.100 Cal Check 0.102 Q713 : 32
Air Blank 0.000 07218:01
Subject Test 0.154%* 07:21:10
Air Blank 0.000 07:21:41
Air Blank 0.000 07322:09
Subject Test XXX** 07:22:44
Air Blank 0.000 07:23:18

*Deficient Sample
**Invalid Sample

Begin new deprivation period

)

Not a Successfully Completed Test Sequence
Fu:-suznt_ 1o section 28-1327, Anzona Revised Stames
Stotags cevices of the Tucson Foiies Departmen:

X st
Do~

» 1S document is 2 certified quplicats of the miormancen contained i compute:



INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-001108

12/10/2010 07:23:35 /‘
/‘
__________________________________________ S

Standard Lot#: 2091017100A1

Last Changed By: C. CONLEY #34517 /{D\J\ O

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:24:02
Cal Check 0.102 07:24:21
Air Blank 0.000 07:24:50

Wanslorle,

Operator's Sig'lﬁature

_ursuan‘ 0 secuon .28',}327' Anzona Revised Stamures, this document is z certified auplicate of the informanon contamned i comourer
storages aevicesof tne Tucson Police Deparmmen: ' -
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INTOXILYZER 8000

Location:

ARIZONA

Serial Number: 80-001108

12/10/2010

07:09:12 \\

Standard Lot#: 20910100A1
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Air Blank
Cal Check
Air Blank

g/210L Time

0.000 07:09:40
0.102 07:09:58
0.000 07:10:28

Uone Lot

Operator's Signatur&

Pursuant 1o secnon 28-1327

1N

327, Anzona Revised Sramires, this document 15 2 cerrified auphbicate of the nformanon contained mn commputer

storage devicss-of the Tucson Police Depatment



