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CERTIFICATION by CUSTODIAN of RECORDS

C
X T Police Department Crime Laboras s
v/ ucson Police eparimen Fime Laborg Of‘y

N 270 S. Stone Avenue Tucson, AZ 85707-19]7 nf 2ifoy

I hereby certify that these documents are a true and correct copy of the
‘periodic maintenance* for the Intoxilyzer 8000 Serial Number

g0 ~o0llb 3 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: /'-12-08 Call_0.099 AC Cal2_ 0.09¢ AC

Between the dates of 3 ~ /7 _p § and__ 11-/3~0%
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N /R
The instrument was returned toserviceon N /A

Mane Condle,

f

Clare L. Conley

22 o

ADPS QAS Permit # 33314

SUBSCRIBED AND 7WORN to before me this ; I day of
_‘// Dduan fuh , 2008

sApfs/ mmz'_/v{gf

Notary Public

<Fm, OFFIGIAL BEAL
Kyt AM. HERNANDEZ
NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

*Includes documents specified in A.A.C. R13-10-104.A 5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT T0O DUTY IMPOSED BY
A.A.C. Rl3-10—104(A)

ARTIZONA DEPARTMENT OF PUBLIC SAFETY \ &%

STANDARD QUALITY ASSURANCE PROCEDURES U}\
INTOXILYZER MODEL 8000

sC
STANDARD QUALITY ASSURANCE PROCEDURE ”,2;[0{’

QA SPECIALIST Uafe &W\ (@14 AGENCY fTucsopn Police Department

. | -
parg J1~(3- og TIME 0701,

4 .
INTOXILYZER SERIaf, # %o~0bu(,3 LOCATION 0/1% Lol

{wr) 1. Display reads “pusy BUTTON TO sTaRrT”

DIAGNOSTIC TESTS

{7 ) 1. cloek time check.
(v") 2. Date check.

CPERATIONAL TESTS

(v) 1. Alcohol-Ffree subject test result 0. Ovv AC.
{ V) 2. Error recognition logic system functioning.

v ‘Not a Successfully Completed Test Sequence printed
( )

3. Proper sample recognition system,

Not a Successfully Completed Tegt Sequence printed
Deficient sample printed.

{ ) 4. standarg Calibration Check standard ¢, )P AC
Result: 0. ©9¢ AC

Instrument is operating Droperly and accurately. YES 3 NQ

COMMENTS ) on,

SIGNATURE MOVL( (',MO,‘,,

)

DPS Form Exh G-4 (Rev. 05-01

Pursuant to section 28-1327, Arizona Revised Stanges, this docu

ment is a certified duplicare of the information comained in
computer storqge devices of the Tueson Polige Departmen.



INTOXILYZER 8000
Location: ARIZONA Q}J\
Serial Number : 80-001163

11/13/2008 07:09:29 A\ &

Standard Lot#: 735401G
Last Changed By: C. CONLEY #3457

QAS: C. CONLEY #34517
TUCSON PD '

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Peried? Yes

Test g/210L Time

Air Blank 0.000 07:10:23
Diagnostic Test Pass 07:10:51
Air Blank 0.000 07:11:18
0.100 Cal Check 0.099 07:11:37
Air Blank 0.000 07:12:06
Subject Test 0.522%* 07:15:15
Air Blank 0.000 07:15:48
Air Blank 0.000 07:16:15
Subject Test RGE#** Q7:16:35

Air Blank 0.000C 07:17:10

. *Deficient Sample
**Range Exceeded

Not a Successfully Completed Test Sequence

Fursuar: 1o section 3 7 Ari ;

Suan: on 25-1327 - .
comm _ » Arizona Revised Stauuses. this documeny i ¢ certified duplicare of the i 1 ined i

Tiputer storage devices of the Tueson Police Departmen; ’ ‘ HHormation comained in



: fﬁtﬁg
INTOXILYZER 8000 ?;

Location: ARIZONA
Serial Number : 80-001163 O~
11/13/2008 07:17:23 S

Standard Lot#: 735401¢
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY _ #34517
TUCSCN PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/711/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:18:10
Diagnostic Test Pass 07:18:38
Air Blank 0.000 07:19:05
0.100 Cal Check 0.097 07:19:24
Air Blank 0.000 07:19:53
Subject Test XXX* 07:20:50
Air Blank IPg** 07:21:00

*Invalid Sample
Begin new deprivation period
**Improper Sample

Not a Successfully Completed Test Sequence

Suam 0 sechio L1 5 ¥ (o 1 umenr is o certlie Upiic g n Hs
,Dm- 4 fion 78 fs") 7 "1?’["01‘20 Zviserd SIQ”HEF this dDC T ] d a’ licare the rmofrmanon coniai Ed
R } . :n ' f
GOJ?IpH[EJ Stor ag& deVl'.CeJ Of”'.’f" JR;.SDHJ DIICC' DE.DHJ' tment



INTOXILYZER 8000 u’ %%

Location: ARIZONA QDJ\
Serial Number : 80-001163
11/13/2008 07:21:54 x4

Standard Lot#: 735401¢
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY . #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOCB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 07:22:35
Air Blank IPS** 07:22:51

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

R Y i e 7 T
[¢) -8 ]3 1Z) R 5
Sursuoam o ection 2 Ar orna evised Sfaﬂﬂe.s tnis docwrzem isa eriize, dﬂz}“t.‘ﬂle (4 lh{? Iﬂ?tﬂﬂ‘!al[ﬂn ona
certin d ¢ lned n



| AN
INTCXILYZER 8000

Location: ARIZONA

Serial Number : 80-001163 Q)J\
11/13/2008 07:31:57

Standard Lot#: 735401G

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY ) #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:32:53
Diagnostic Test Pass 07:33:20
Air Blank 0.000 07:33:47
0.100 Ccal Check 0.098 07:34:06
Air Blank 0.000 07:34:35
Subject Test 0.000 07:34:54
Air Blank ABT* 07:35:00
Air Blank ¢.009 07:35:29

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuam 10 section 2 7 Ari ]
5 r n28-1327 Aritrong Revised 5 ;
27 andes, 1his documeny is a certy lupli Jord
. £ . ‘ - ,
compnaer siorage deviees of the Tucson Police Deparimen; *riied duplicare o the tmormaion orainedn



FPursuam 1o section 28-7327

compurer siorage devicey @ 1he Tucson Folice Departmeny

INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-001163

11/13/2008 07:36:09
Standard Lot#: 735401¢

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD -
Test g/210L Time

Air Blank 0.000 07:36:36

Cal Check 0.058 07:36:55

Air Blank 0.000 07:37:24

Uace bake,

Operator's Signatu%e

Arizona Revi ' ; } [
Revised Statutes. this documen; is certified duplicate of the irformation comaineg in



EXHIBIT @-2

THIS REPORT PREFARED FIRS UANT TO DUTY IMPOSED BY
A.A.C. Rl3-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SarmTy éb%
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 W~
, S¢
STANDARD CALIBRATION CHECK PROCEDURE : 1/ 23fog

QA Specialiet Md’\f‘i Q‘“\{tf-\ AGENCY Tucson Police Department
_ ]
DATE ) |~(3-0% TIME 0700

AY
Intoxilyzer serial # Co-o0 il (3 Location Qmw Lol

(v 1. Ensure that gas tank is attached to instrument anmg contains g
Standard alcchol concentration solution 0./oD AC.
CR
Pour a standard alcohol Coencentration solution aC,

intc a clean dry simulator and asszemble the similator, Ensure
that a tight gea] has bzen made. Turn on the similator ang
allow temperature to reach 34°¢ + 0.2°C

{ v ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"

(v ) 3. Go te the “Control Testing Menu~. Select “D” for dry

control test or uR” for wet control tegt, After
selection is made Press ENTER.

(v ) 4 Air blank completed.

(v ) 5. Calibration check completed. Test results 0.093 AC.
(v ) 6. &mir blank completed.

() 7. Remove printegd record.
: checklist.

SIGNATURE u fag OA“‘QA,_‘

DPS Form Exh G-2 (Rev. 05-01)

Attach the record to the completeg

Pursuans 1o secrion 28-1327, Arizong Revised Stanues. this

document is certified duplicate of the information comained in
compurer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: ARIZONA Cg
Serial Number: 80-001163 % v

11/13/2008 07:06:00

Standard Lot#: 735401G

Last Changed By: C. CONLEY #34517 SC
QAS: C. CONLEY #34517

TUCSON PD -
Test g/210L Time

Air Blank 0.000 07:06:27

Cal Check 0.099 07:06:46

Air Blank 0.000 07:07:16

Yo Lol

Operator's Sign’ature

Fursuan 1o section 2 27, Ari ]
3 ction 26-1327, Arizong Eevised § |
27, latures, ihis documeny js o fied dupi 3ud ]

. - er . 3
compurer siorage devices of the Tucson Police Departmen; Feried duplicare o the imormain sorinedn



