CERTIFICATION by CUSTODIAN of RECORDS
Tucsor Police Departmeni Crime Laboratory
270 S Stone Avenue Tucson, AZ 8570]-1917

I hereby certify that these documents are 2 true and correct copy of the /\}\
periodic maintenance® for the Intoxilyzer 8000 Serial Number \Q

20 - 00IL3 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: f’f’/f"{‘/{}? Cal1_0.099 AC Cal2 D.0% AC

4
.VD

Betwesn the dates of 5'/ 10/ c9 and QA' 7/ 0%
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned to serviceon  —

Sanh Ot
Sarah L. Cione
ol

ADPS QAS Permit # 33355

SUBSCRIBED AND SWQRN 10 beforeme this__ o2/ . day of
/ L2009 .

WHL/_ MJ«?}W({Q

Notary Public

e
L

OFFICIAL SEAL

—5 A.M. HERNANDEZ
] I ROTARY BPUSLIC-ARIZONA |
P76/ PIMA COUNTY |

|

*Includes documents specified in A A.C. R13-10-104.A3 5" wv Comm. Exp. Mar. 7. 2012 |

Pursuant o section 28-1327. Arizonz Revized Statures, this document is & certified duplicaze of the
information cormained in computer storage deviess of the Tucson Poice Department



EXEISIT &-4¢ / 0%75(_-

THIS REPORT PHREPARED PUIRSUANT TO DTIY IMPOSED BY

-

E2.A.C. RI3-10-104(R)
ARIZONR DEPARTMENT OF PUBLIC SAFETY

STANDARRD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /@L\ h’\
STANBARD QUALITY HSUMH:E'?EGCEE&ERE \Qq”
Ok SPECIALIST jﬁfﬂh c:'erl,f AGENCY Tucson Poclice Departmsnt
DATE ﬂ}ﬁ"?’{gq rive _1): 1L

INTOXILYZER SERIAL ¢ S0 -0pilb™> LOCATION _DUT M

SVEREE Display reads “PUSH BUTTOK TO START"

DIAGNOSTIC TESTS

v ) _
[ l/ 1. Clock time check.
{ )} 2. Date check.

CPERATIONAT. TESTS

( V'3 1. alcohol-free subject test result 0. Q00 AC.
(4s! 2. Error recognition logic system functioning.
Not a Successinlly Completed Test Seguence printed
r\/: 3. Proper sample recognition system,
Kot 2 Succeasfully Completed Test Seguence printed
/ Deficient sample printed.
(+/ ) 4. Standard Calibration Check standard 0. [0 AC
Result: C. _0O.09f AC

Instrument i1s operating properly ané accurately. YES / NO

COMMENTS

DES Form Exh G-4 |Rev: 05-01)

Furyugnt 1o tociion 28-1327, Avizona Revised Stacurey, thix document iy o certified dupicate of the irdormarion confaned
computer sorage devices of the Tucson Police Deparmsent



INTOXILYZER 8000
Location: ARIZONA

Serial Number : B0-001163
09/17/2009

11:18:28 /{SL\

Standard Lot#: B260011

Last Changed By: C. STRAUB #50772
QAS: 5. CIONE #50616
TUCSON PD

Operator: 8. CIONE #50616
TUCSON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:19:43
Diagnestic Test  Pass 11:20:10
Air Blank 0.000 11:20:38
0.100 Cal Check 0.099 11:20:56
Air Blank 0.000 11:21:26
Subject Test 0.000 11:22:59
Air Blank 0.000 11:23:26
Five Minute Wait ABT*

Air Blank 0.000 11344218

*Seguence Aborted

Not a Successfully Completed Test Sequence

Fursumtte s=sion 26-31327 Asizons Povised Sunstet thit Secimen is

OTEgs Sovicss of the Tuszon Poltes Dlenzoper
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2 zerifisa Aesboats of e mitTmatior SOETTTes g osegma—



INTOXILYZER EO00
Locatien: ARIZONA _
Serial Number : 80-001163
09/11/2009

hid

EL A

11:24:189 /ﬁ}«

Standard Lot#: 8260011

Last Changed By: C. STRAUB #50772
QAS: =. CIONE 50616
TUCSON PD

Operator: 8. CIONE #50676
TUCSCN PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 11:24:43
Air Blank IPS** 11:24:51

*RFI Detect
*+Impropar Sample

Not a Successfully Completed Test Sequence

SUTBUANT @ ezzuen 1B-1327. Anzone Foovised Stamier i Gosimem i

SW0TagT Sovizss of the Tesson Polize Dreozmm—

& grified pombi=ats oF fnr mrommanor comemmer -
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INTOXILYZER 8000

Location: ARIZONA

Serial Number : 80-001163 /{j\
09/17/2009 ¥13:25: 21

Standard Lot#: B26001I

Last Changed By: C. STRAUB #50772

QAS: S. CIORE . #50616

TUCSON PBD

Operator: 5. CIONE #5066

TUCSON PD

Subject: SQAP,TEST
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:26:07
Diagnostic Test Pass 11:26:35
Air Blank 0.000 11:27:02
0.100 Cal cCheck 0.099 11:27:21
Air Blank 0.000 11:27:51
Subject Test 0.059* 11:30:59
Air Blank 0.000 ¥1:31: 1
Air Blank 0.000 ¥1:37:59
Subject Test XEX * W 11:32:18
Air Blank 0.000 11 232251

*Daeficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

=
SuRsuAnT W pzoyon 281227, Anrone Bovieed Sisspese thjs 4 =
) = =l e LIS SOCUTRAT S & serdfied ruphimars of fhe =
STOTRES Covicss of the Tusson Police Diepormnes: RUpLEE OF It Miormangs: coommee 5 commne:
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INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-001163

0e 17 /2009 11:33:07

Standard Lotd: 8260011 f(D\\
Last Changed By: C. STRAUS #50772

QAS: S. CIQNE #50876

TOCSCN PD

Test g/210L Time

Rir Blank 2.000 11:233:35
Cal Check 0.098 11:33:53
Air Blank ¢-000 1133423

“pnody Cong

“Dperator's Signature

Pursaaat s seovor 281307 A5 £ 3
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Sioregs Soviees of 1nc Tussoo Pokse Drem =eyifiiad guniees o fhe inferesntn sontaees o oo



EXEIBIT G-2 é (ﬁ 7.5(.‘.

THIS REFORT- PREPARED PURSUANT TC DUTY IMPOSED 3Y
h.B.C. RIZ-10-1041{2)

ARIZONA DEPARTMENT CF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PHRCCEDURES
INTOXTZYZER MODEL BOOO

STANDARD CALIBRATION CHECK EXROCEDURE /(D\\U‘Lﬁ
\

QA Specialist ﬁnm}] CJIQ!"LF AGENCY Tucson Zolice Department

DATE 4_/}'?’/(}"] s L N1

Intoxilyzer Serial & PH-00/1L73 tocazion QUL HA

:J ! 1. Ensure that gas tank is attached to instrument and contains 2
standard alcochel concentration solution 0._jQ0 AT,
OR
Four a standard alcohol concentration sclution AZ,

into a clean dry simulator and assemble the simulator. Ensure
that a tight s=al has been made. Turn on the simclator and
aliow temperature to reach 34°C + [.2°C

M
"

Intoxilyzer B000 display reads “PUSE BUDTTOR To START"

Ga to the “Control Testing Menu”. SBelesct “D" for dry
controel test or “W"' for wet cdontrol test. After
selegtion is made press ENTER.

NS

o
-

Air blank completed.
Calibration check complsted. Test resul:s 0.099 AC.

ir blank completed.

SN

NS

Remove printed record. Attach the recerd to the completed
cheegklist.

SIGNATURE é’ﬂm}; (vand
rl

DPE Form Exh -2 (Rev. 05-013

Pursuant to section 28-1327. Artzong Revised Starutes, this document ix a certiiied duplicate of the irformation contained in
computer ssovape devices of the Tucson Police Department.



INTOXILYZER 8000

Location: RRIZONA

Serial Kumber: 80-0071163

09/17/2009 11:16: 28

Stancard Lot#: 8260011 /@q

Last Changed By: C. STRAUB #50772

TUCSOR FD

Test g/ 2105 Time

Alr Blank n-000 11216256
Cal Check 0.099 13:17:15
Alr Blank o000 11:17:44

Liong

/~ Operator's Signaturs

Fusers o s=—uon 25150, AnzonE Foovieed St s Doimem iy fiem B -
S = 1a & 18X - = ¥ '
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