CERTIFICATION by CUSTODIAN of RECORDS
Tueson Police Departmen Crime Laborarory
276 8. Stone Avenue Tucson, AZ 85701-1917

| hereby certify that these documents are a true and correct copy of the 4)‘\ .Dol
periodic maintenance® for the Intoxilvzer 8000 Serial Number ,\\.‘L
- maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A gquality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date; “Zgglé}a Call_0-100 AC Cal2_p.099 AC

Between the dates of __ {0/ g,fbﬁ and_Jj, /I?/ﬂ?
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on —
The instrument was returned to serviceon —

oy

Sarah L. Cione

Hﬁ gﬁa‘?

ADPS QAS Permit # 33353

SUBSCRIBED AND SWORN to before me this  //p# . dayof
2049 .

OFFICIAL SEAL

£ ""..,"k\ AM. HERNANDEZ |
-\.-J-._ ].. KOTA Ay ru BLIC-A0
& -'af PIMA COUNTY

":I"';!‘ L-:-' jl_ '.- Y,

Notary Public

i‘
:.

.rr'

*Includes documents specified in A A C. R13-10-104.A35

Mirsuant to section 28-1327, Arizons Revised Stamutes, this document is a certified duplicate of the
mformazion contained in computer storaee devicss of the Tucson Police Deparmment



EXHIBIT G-4 [ a‘fr?&"(_

THIS:  REPORT PREBARED PURSUENT TO DUTY IMPOSED 'BY
ARIZCHER DEPARTMENT OF PUBLIC SAFETY

INTOXTILYZER MODEL BOCO

F

STANDARC QUALITY ZS3URANCE EBROCEDURES /{)\
':-“'\
STANDAZD QUELITY ASSUERRNCE TROCEIURE

W

<& SPECIRLIST 5(3 Pﬁ}l Cl\ﬁﬂt AGENCY Tucscn Police Department
DATE H[Ig/oq rive Y
INTOXILYZER SERIAL 4 -l rocarzon DUT HQ

i \/I } 1. bisplay reads "PUSH BUTTON TO START"

DIAGNOSTIC TESTS

= ]

( ‘:}.: 1. Clock time check.
{ } 2. Date check.
OPEZATIDONAL TESTS

i i-//i 1. Alconol-free subject test result 0. D{}[Z AT
i i 2

. Error recognition logic system functioning.

\/ Hot = Successfully Complated Test Sequence pripted
( ) 3. Proper sample rscognition systam.

%ot a Successfully Completed Test Secuence printed
/ Defizient sample printed.
|

7 4, Standard Calibration Check standard 0. [QQ AL
Resuit: 0. Dﬁ AC

Instrumert is opersting properly and accurately. ‘;’ES./ NO

SIGNATURE éﬂﬁh [ont
[

bPs Torm =xh GC-4 {(Rev. D

-
L

L
L]

Pursuant to section 38-1377. Artzona Reeised Stanues. this document iy o certified duplicase of the iiformarion confained in
comper fiorapr devices of the Tusson Police Deparimems
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INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001163

11/12/2009 13:44:12 Aﬁh
Standard Lot#: 8260011

Last Changed By: C. STRAUB #50772

QAS: S. CIONE #s50616

TUCSOR PD

Operator: S. CIONE #50676

TUCSON PD

Subject: SQAP,SQARD
DOEB: 11111111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.00C0 13:45:74
Diagnostic Test Pass 13:45:41
Air Blank 0.000 13:46:09
0.100 Cal Check 0.100 13:46:27
Air Blank 0.000 13:46:57
Subject Test 0.000 13:47:21
Air Blank aART= 13:47:28
Air Blank 0.000 13:47:57

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursusrr o secrion 25-1377
i Laveids T, ATrong Revised Srayres sk g ; £ =
Somputer Siorage device of the Turton Police I e CumenE & & cemifiiad Supimare O e e msioe comained



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001163

11/12/2009 13:48:13
Standard Lot#: 8260011

Last Changed By: C. STRAUB #50772
PAS: 5. CIONHE #50616
TUCSON PD

Operator: S. CIONE #508616

TUCSON PD

Subject: SQAP, SQAP
DoB: 1111 /1111
Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI1* 13:48:52
Air Blank IPS** 13:49:00
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Seguence

By a1 & ¥ LA b
SURRLER 10 festton 25-132T Arpong Revisas Sloriter

com P o & the T |
Ommess Hecags devicss of the suzyon Foirce Deoorimers

307,

A

mr ' {e & - " 'y . 1y
SelumenT i o seriifies dupiicare S Inz TermIton coraomed



INTOXTILYZER 8000
Location: ARIZONA
Serial Number : BC-00118&3

11/12/2009 13:50:15 gi*\

Standard Lot#: 8260011

Last Changed By: C. STRAUB #50772
QAS: S. CIONE #50616
TUCSON PD
Operator: 5. CIONE #50616
TUCSON BD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 13:51:18
Diagnostic Test Pass 13:51:46
Air Blank 0.000 ta:52213
0.100 Cal Check 0.100 13:52:32
Air Blank 0.000 13:53:01
Subject Test 0.097= 13:56:10
Air Blank 0.000 13:56:42
Air Blank 0.000 13:57:09
Subject Test b5 6 Gl 13:58:24
Air Blank 0.000 13:59:00

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuarr p L )
£ Q2einan 221327 Arcona Revised Siaturer this ST ¥ @ ppetiian dumieern o shn us
=omgnte siorage device: o7 thr Tuzson Falice Semomens < esiiien guplizare o the prmation coniatned
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INTONILYZER 8000
Location: ARIIONA
Sarial Number: BO-0071163

11/12/2009 13:59:23
standard Lot#: B260011 /%}\
Last Changad By: C. STRAUB #50772
QAS: §. CIONE #50816 }
- CsoN ED
Test gf210L Time
Air Blank 0.000 13:59:50
Cal Cheok 0.099 14:00:09
Rir Blank 0.000 14:00:39

éﬁ,ﬂé Liont
Gperator's 3ignature

Bursuant to secrior 381327, Ar. i ?
£ ! B Semidd Srpne Revized Stmures this docymenr is o : . .
comsuieT Sior T Stviser o the Tustom Folicr Deporimes is & coriifiad cxmiate of the opormation corromed i



EXEIEIT G-2 i "70 7

THI1S REPORT PREPARED BURSUANT TO DUTY IMPCQSED BY <
R.2.C. R13-10-104 (R}

ARIZONZA DESARTMENRT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE SROCEDURES /")Ll 4|
INTOXILYZER MODEL 8000 {?r 0

\\

STARDARD CRALIBRATION CHECK PROCEDURE

QA Specialist M AGENCY Tucson Pclice Department

DATE H.{:] {;g? riMe  |H A

Intoxzlyze- Serzal # -0l Location I!UI HR?

{ )

—

»  Ensure that gas tank is attached to instrument and contains 4
standard alcohol concencration solution 0.10C AT,
OR
Bour = standard alcohel concentration solution &C,
inte a2 clean dry simuiscor snd assamble the simulator. Ensurs
thart a tight s==1 has basn mads. Turn on the simulator and
allow temperature: to reach 34°C + 0.2°C

Intoxilyzer B000 display reads “PUSE BUTTON TD START"

NN

» Go 9 the “Conirol Testing Menu". Select “D™ for dry
control fest e¢r “K" for wet centrol test. After
selection 15 made press ENTER.

s
"

] ARir blank completed.

(¥

. Calibrstion check completad. Test r

-

i
n
e
[
t
in

. 100 AL,

Air blank completed.

-1 i

v

o

v o
II/} - Remcve printed recoxd. Attach the record to the completed
checkiist,

SIGNATURE éaaaly_ﬁm

PS5 Form Exh G-Z (Rew. 05-01)

Fursuant to section 281317, Arizona Revised Statures. this document is a cerdfied dupiicate of the informanon comicingd in
computer siprage devices of the Tucson Folice Deparomen



INTOXILYZIER 8000
Location: ARIZOHA
Zprial Number: 80-0071&3

11/1242009 13:42:38 /@L\

seandard Loté: 8280071
tast Changed By: C. STRAUB §50772

TUCSoN BD

Test gf2ioL Time

Air Blank 0,000 13:43:05
Cal Check 0.100 13:43:24
Air Blank Q. 000 13:43:54

:_: pperator's Sigrature

Frrsuow: to gection 281317, Ar s
1 X Flra sty dy zons Revised Stonmer this & e
compruier sioraye devicss of the Tusson Policr Deporimes: Cocumenr i 2 cetified cupiscate of e tFormanon contatned m



