CERTIFICATION by CUSTODIAN of RECORDS
W Tucson Police Department Crir:ie Lc:bﬂramrg*
270 8. Stone Avenue Tueson, AZ 83701-1917

I hereby certify that these documents are a true and correct copy of the /\(,'-\ 1©

periodic maintenance® for the Intoxilvzer 8000 Serial Number ,'bn
00-00/143 maintained by the Tueson Police Department ‘—H

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a2 0.100AC solution are 0.090AC to 0.110AC.

Date:_0%//0g//0 Cal1_0-099 _AC Cal2__0.098 AC

Between the datesof __ O 3_//{; /10 and__ 04/ 0810
the instrument was operating properly and accurately. '

The instrument was taken out of service for repair on ﬂ//ﬂ‘

The instrument was returned to service on MIA

Ol 5
¥ N
Cheryl K. Straub

7 "r:'/ s / /0

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to beforeme this__ /7% _ day of
_ QFDM »20_/p) .

AL irngnds)

— OFFICLAL SEAL |

- . oo I HESNANDRED |

Notary Public rermiy , A.M. HERNANDEZ .

B B 5 ROTARY PUELIC-ARIZONA |

ified i ; . | 9227 PIMA COUNTY |

*Includes documents specified in A.A.C, R13-10-104.A.5 | N ;.,.-,- ::m..:.-. Exp. Mat :_? 2014 |

Pursuant o section 28-1327, Arizona Revised Stammes, this document is a centified duphicate of the
information contained in computer storage devices of the Tucson Police Depariment.
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USH BUTITON TO STAEERT

OPERATICNAL TESTS

. Ricchol-free subject test result €. dop AT,
. EXror recogrition logic sysitem Zuanctigning.
/ Net a Successfully Completed Test Seguence printad
i ! Propar =sample recognition svstem,
Mot 3 Suceessiully Completed Tes:t Seguance psinted
/ Deficient sample printed.
{ ) 4. Standarc Calibracisn Check standarc 0. /0 0 AC

Result: 0, Qiﬁ AT

AN\

Lad
.

instnument Is aperating properly and accurately. YES l»/!i-:

COMMENTS

siamaturs _ | 't%‘ %—
T

Pursuon! to section 25. 1327, Arizona Revised Stauivs. this document o o ceriiford digpioaie o the exfarmation conttined i
compmiter gorayre devices of the Tucson Palice Deportmen:
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INTCXILYZER 8000

Location: ARIZONA

Serial Number : B50-0011e3 43\
04/08/2010 i0:28:22

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TUCS0ON EBD

Cperator: C. STRAUB #50772
TUCSON PD

Subject: SCAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test __g/21C0L Time

Air Blank 0.000 10:29:17
Diagnostic Test Pass 10:29:45
Air Blank 0.000 10:30:12
0.100 Cal Check 0.098 10:30:31
Air Blank 0.000 i0:31:0
Subject Test 0.000 10:31:34
Air Blank ABT* 10:31:41
Air Blank 0.000 10:3Z2:10

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant w section 281327, Arizona Revised Statuses, this document is o certified duplicats of the infirmation contained fn computes
storage devices of the Tucson Palice Deparmmen:



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163
04/08/2010

10232216 @

Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB ' #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank RFI* 10:32:52
Alr Blank IFS*™ 1T0:33:00
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Anrona Revised Statutes, this document 15 o certified duplicate of the information contained in commuer

sinrage devices of the Tueson Polics Depammant



INTOXILYZER 8000
Location: ARIZONA
Sarial Number : B0-001163

04/08/2010 10:33:05
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRRUB #50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DoB: 11/11/1111
Sax: F Weight:

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 10:33:54
Diagnostic Test Pass 10:34:22
Air Blank 0.000 10:34:49
0.100 Cal Check 0.099 10:35:08
Air Blank 0.000 10:35:38
Subject Test 0.269* 10:38:46
Air Blank 0.000 10:39:189
Air Blank 0.000 10:39:46
Subject Test XXX w** 10:40:5%
Air Blank 0.000 10:41:29

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

,@k
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Pursusnt 1o section 28-1327, Arjizona Revised Swtutes, this documen: is a certified duplicats of the information contained m ¢ompiter
sorage devices of the Tucsos Police Department.
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INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-0071163

04/08/2070 10:43:08

Standard Lot#: 642845 /ﬁﬂ
Last Changed By: C. STRAUB #3077:2

QAS: C. STRARUB #50772

TUCSON PD -

Test gf210L Time

Air Blank 0-o000 10:243:35

Cal Check 0.098 T0:43:54

Air Slank ¢. 000 10:44:24

fator s Signature

Pursuant to sectian 28-1327, Arizona Revisad Staputes, this decumsnt i  certified duplicate of the information corained in comptiter
storage devices of the Tucson Folics Deparoment.



ED BPURSUANT TO DUTY IMPOEEZD BY

&.A.C. R13-10-104(1a)
ARRIZONA DEPARTMENT OF PUBLIC SAFETY

STARDARD QUALITY ASSURENCE PROCEDURES ffHﬂ

IRTOXILYZER MGOSL 8000 1}ﬁp
(7

STANDARD CALIBRATION CHECK PROCEDURE U?

(97
A

. Specialiss g'l_(ﬁé"f Mdﬂﬁ AGENCY Zucsch Police Department

DATE

04/08)ro rmz _ Jp A

Intoxilyzer Serisl _8_0 '“Qﬂﬂf‘f Location 02{&15' /:ﬁ.é

il

ACORNIE RN

SICHNATURE
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DPE Form

Ensure that gas tank is attached o instrunmesnt angd <contalns &
standard alcohol concentration solution 0. /420 g

R
Daus standsrd Ficohe: concentzatlon soiution &% BC,

intoc & clean dry simuletor a&nc assemble the simulator. Znsore
that 2 tignht ssal has bHeen made. Turn on The simulstor and
allow temperature To ryeach 34%C + 0.2°C

cantroal test a

Exh G-2 (Rew. 05-=01)

3T

Pursuant 1o seetion 31327, Arizone Revised Statutes, fivis document 0 & cersified daplicase of the injormaton conksined
computer sersge devices of the Tueson Police Departmen



INTOXILYZER 8000
Location: ARIZONA
Serial Humber: RO-001183

o4/08/20170 10:36:22 @h

Standard Lot#: 642845
Last Changed By: C. STRAUB #5077%2

e —— -

Qas: C. STRAUB #30772

TUCSON ED

Test g/f210L Tine

Air Blagk 0.000 10:26:50
Cal Check 0,099 10=27:08
Air Blank 0.006 10:27:38

Operajor’ gnature

Pursuting to sestion 28+1327, Artzona Hevised Statutes, this decument 15 a certified duplicate of the information contained i computer
storage devices of the Tucson Police Depariment
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

Date: 05’/5’3/29

Qas: (

Intoxilyzer Serial Number: _ 90-00//6 3
New Lot Number: E428 45

New Expiraton Date: ﬁ?,/) A 3,/ 20/
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SIGNATURE L{%% g‘ﬁ_

Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
Remove the old gas tank and install the new one.
Hit the *ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance™ menu and select “S-Standard Change.”
Select “D™ for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/vyyy)

Edit info YN? Y or N

Update Std Info? Y ENTER

“Please wait saving..."”
Hit the “ESC" key twice.
Go to the “M-Maintenance™ menu and select “Control Testing. '
Select “D™ for dry control test. After selection is made press
ENTER.

Ailr blank completed.
Calibration check completed. Test results 0. &'fﬂ AC.
Air blank completed.

,

Remove printed record. Attach the record to the completed checklist.

Pursuant to section 28-1327. Arlzona Revised Statutes, this document is a certified duplicate of the information contained in
computer torage devices of the Tueson Police Depanment
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INTOXTLYZER EJOD
Locaticon: ARIZONHA
Serial wumber: B0-0011813

D4s08/2070 10:24:36 EI

Standard Lot#: 542845
Last Changed By: C. STRAUR #50772

e T L e el A S o . - - ———

QRS: C. STRAUE #50772

TUCEON PD

Test g/ 210L Time

Air Blank 0.000 10:25:03
Cal Check 0.0%9 10:25:22
Air Blank 0.000 10:25:52

Opargtor'SSignaturs

Oéz

PFurseant 1o seetion 28-1327, Anzona Rewvised Stotutes, this document 1s a cerified doplicate of the mformanon contaned n computer
slorage devices of the Tocson Police Deparmment.



