CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 §. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are 2 true and correct copy of the /Dl‘\ 5
periodic maintenance* for the Intoxilyzer 8000 Serial Number \ ‘LO\
80 -00/l &3 maintained by the Tucson Police Department \D‘é

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Diie: /o,/;z/’//p Call p.029 AC Cal2 0.09Z AC

Between the dates of ?/,;z 3 /o and /0 /,;2/ [/
L 7 — p - 7 7
the instrument was operating properly and accurately.
The instrument was taken out of service for repair on Y s
The mstrument was returned to service on v/
LA

Oly S5
// —
Cheryl K. Straub
/ 6;/ 2 f/ i

ADPS QAS Permit # 33408

SUBSCRIBED AND RN to before me this .~/ , day of

. _Clokeh .20/0

Anfl spn nole]

Notary Public

OFFICIAL SEAL

\ A.M. HERNANDEZ
NOTARY PUBLIC-ARIZONA

¥ PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

*Inciudes documents specified in A.A.C. R13-10-104.A.5

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in compuisr storage devices of the Tucson Police Department.




STANDARD QUALITY ASSURANCE P
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE ‘)
oV

09 %o
INTOXILYZER SERIAL £ Pp-00//653 1ocaTIoN (CRums Auly

) 1. Display reads “PUSH BUTTON TO START

test result 0. &er  AC.
ion logic system functianing.

Not a Succ ully Completed Test Seguence printed
Proper sample recognition System.

Not a Successiully Completed Test Ssgusnce printed
Deficient sample printed. -

Standard Calibration Check standard 0. /&€ O AC
Result: 0. 2 7 AC
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Instrument is operating properly and accurately. YEEL///,’NO
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Pursuant to section. 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the information comained in
computer storage devices of the Tucson Police Department



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001163

10/21/2010 09:41:41
Standard Lot#: 719919

Last Changed By: S. CIONE - #50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight:

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:42:35
Diagnostic Test Pass 09:43:03
Air Blank 0.000 09:43:30
0.100 Cal Check 0.098 09:43:49
Air Blank 0.000 09:44:19
Subject Test 0.000 09:44:35
Air Blank ABT* 09:44:41
Air Blank 0.000 09:45209

*Sequence Aborted

Not a Successfully Completed Test Sequence

(i

237

rursua.n; 10 secnon _28-13.":?_. Arnzona Revised Stamues, thus Qocument is 2 certified duphicate of the miormanon contained in compirer
Storage aevices of the Tucson Poiice Department



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163
10/21/2010

397
ZCS~

Standard Lot#: 719919

09:45:13 /\%(

Last Changed By: S. CIONE - #50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 09:45:45
Air Blank IPS** 09:45:52

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

P nt e 1327 = * Siatutes this G : #Hed duni Z e 7 ned
Fursuant to secnion 28-1227, Arizona Revised Sizmtes, this document is & certinied dupiicate of the mionmation contained in compuier

Storage devices of the Tucson Police Deparmment.



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001163

10/21/2010 09:46:01
Standard Lot#: 719919

Last Changed By: S. CIONE - #50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:46:51
Diagnostic Test Pass 09:47:18
Air Blank 0.000 09:47:45
0.100 Cal Check 0.098 09:48:04
Air Blank 0.000 09:48:34
Subject Test 0.227% 09:51:42
Air Blank 0.000 09:h2%15
Air Blank 0.000 09:52:43
Subject Test XXX** 09:53:08
Air Blank 0.000 09:53:42

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period

o

Not a Successfully Completed Test Sequence

:'ursuzn; 10 secnon _28—132’:’. Anzona Revised Statuies, this document is 2 certfied dupiicate of the miommarion contained m computer
storage devices of the Tucson Police Departmen:
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INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-001163

10/21/2010 09:53:57

Standard Lot#: 719919

Last Changed By: S. CIONE #50616 \
QAS: C. STRAUB #50772 .

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:54:25

Cal Check 0.097 09:54:43

Air Blank 0.000 09:55:14

L e

Vi
@{pera%r 's Signature

I T ecnion 28-1227 Re t Sratures. this @ ified dauoi £ 4 i j
Pursuznt 1o secuon 28-1227, Anzona Revised Swtutes, this document 1s & certified quplicare of the mioTmanon contamed 1m computer
storage devices-of the Tucson Police Deparmment
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S

INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001163
10/21/2010 09:40:20 /‘/DH

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: C. STRAUB #50772 .

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:40:47
Cal Check 0.098 09:41:06
Air Blank 0.000 09:41:36

bﬁgraﬁér';'Signature

o] ] - - ¢ R . - . 4
ursuant 1o section .28“132 /. Arizona Revised Statutes, fius document is a certified duplicate of the mformarion contained in cormputer
storage devices of the Tucson Police Department. '



