CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

270 S. Stone Avenue Tucson, AZ 85701-1917 /JL\
I hereby certify that these documents are a true and correct copy of the 0_’],0)
periodic maintenance* for the Intoxilyzer 8000 Serial Number \\’5
B0-pol/t3 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizone Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC sojution are 0.090AC to 0.110AC.

Tieite: /f’//'f//,:) Call 0.099 AC Cal2 p.094 AC

Between the dates of /0 /,,2///57 and // //3’, //zf
the Instrument was operating nromriv and accurately. /

The instrument was taken out of service for repair on /"//4
The mstrument was returned to service on ~/H

O/d@

Cn eryl K. Straub

//// ,‘2.2,//0
ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this m;? , day of

OFFICIAL SEAL
O\ A.M. HERNANDEZ
= 5) NOTARY PUBLIC-ARIZONA

5 PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

Nonar}f Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizonz Revised Statutes, this document is 2 certified duplicate of the
Information contained in computer storage devices of the Tucson Police Deparment.
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STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /{D\'\ \D

D QUALITY ASSURANCE PROCEDURE fjo

m

TANDA

by

QA SPECIALIST ahidlu;p ;—h’?ﬂuﬁ AGENCY Tucson Pelice Department

DATE [ // Q//D TIME (203

INTOXILYZER SERIAL # &0(00/!@3 LOCATION ()Jjafmz L#b

(v 1. Display reads “DUSH BUTTON TO START"

% 1. nol-=: biecs sult 0. ©00 ¢,

1 functioning.

;"'j c i Test Sequence printad
/3 g tem.
st Sequence printed
- Deficient samolc “*lntea.

) 4. Standard Calibration Check standard 0. 16O ac
Result: 0. 7% AC

Instrument is operating properly and accurately. YES [/NO

COMMENTS .

DPS Form Exh G-4 (Rev. 053-01

Pursuant 1o secrion 28-1327, Arizona Revised Siatuzes, this document is a certified duplicare of the information contained in
compuier storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-001163

11/18/2010 12:05: 32
Standard Lot#: 719919

Last Changed By: S. CIONE = #50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weilght:

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:06:24
Diagnostic Test Pass 12:06:51
Air Blank 0.000 12:207 218
0.100 Cal Check 0.098 12207537
Air Blank 0.000 1208207
Subject Test 0.000 12:08:44
Air Blank ABT* 12:08:51
Air Blank 0.000 12209519

*Sequence Aborted

Not a Successfully Completed Test Sequence

A

Fursuant w secnon 28-1327. Anzona Revised Stzturss, this documen: is 2 certiled duplicae of the miormanon contained i compute:
Storage cevices of the Tucson Policz Deparment
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163

11/18/2010 12:09:23 /@\
Standard Lot#: 719919

Last Changed By: S. CIONE ~ #50616

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 12:10:06
Air Blank IPS** 12:10:14

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

fursuant 1o section 28-1227, Anizona Revised Statures, fnis Gocument 1s 2 cemified dupiscate of the mfomnanon contained 1n computer
storage devices.of the Tucson Police Deparmmen:
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163 M
11/18/2010 12:10:42

Standard Lot#: 719919

Last Changed By: S. CIONE ° #50616

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:T1532
Diagnostic Test Pass 12:11:59
Air Blank 0.000 12:1 2227
0.100 Cal Check 0.099 12:12:45
Air Blank 0.000 12:13:18
Subject Test 0.1.29% 12:16:24
Air Blank 0.000 12:16:586
Air Blank 0.000 12:17:23
Subject Test XXX** 12:17:59
Air Blank 0.000 12218233

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Tursuzant 1o secton 28-1327. Anzona Revissd Statutss, fus documen: is 2 cerdfied duplicate of the miormanon contamed in computer
storage cevices of the Tucson Poucs Departmen:



Pursuan: 1o secnon 28

5’355/

INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001163 /
11/18/2010 12:18:49 @H

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 12:19:16
Cal Check 0.098 12:19:35
Air Blank 0.000 12:20:05

f/i( @

tor s Signature

-1327. Anzonz Revised Staruies, this document is & certified dupiicats of the Informanon contained in computer

storage devices-of the Tucson Folice Departmen:
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSELD
2,L.C. R13-10-104(2

DEPLART

[ENT ©

~TTe s T

QUALLTY

-
TRDPOYTLYTD

= e G A
INTOXILYZER MODEL B800C

A T = o i e

STANDZRD CALIBRATION CHECE PROCE

' AGENCY Tucsor

~————— - o
=il Sl

DATE ////9 //J? TIME a3
Intoxilvzer Serial % '270 —6’0//é3 Location G-ﬁrm& 4/46
/ 1, Ensure that gas tTank is attached to insTtrument
standard alcohol comcenmtration selution /00

/ 4, 1ir blank completed,
/ < Fom i 2= = = Tt e MEed Baedhl e
Lallbrsetion Check completTed. Te28T IesSUlTS

L/ I Lir nlznk compleasmsd
r ] 0] —_—— e o e — = -— - - ===~ _—— B -Talahale -~
v Remove printed record. Attach ths rDscord TO

SICNATURE i
SIGNATURE £

; e
e = U
DPS Form BExh &-2 (Rev. 05-0

Fursuarnr 10 secrion 28-1327, Arizona Revised Starutes,
compurer storage devices of the Tucson Folice Department,

this decumen: 15 a certified duplicate of the mformanon comained in
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INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001163
11/18/2010 122038:58

Standard Lot#: 719919
Last Changed By: 5. CIONE #50616

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 12204:26
Cal Check 0.099 12:04:44
Air Blank 0.000 12:05:14

(i

A\ .
Opeﬂator‘ s Signature

suarsuant e secnion 28-1327, Anzona Revised Statutes, tis document 1s 2 cerdiied qupliczts of the mMIoTMANOD conizined in compursr
storage asviess-of the Tucson Poiice Deparmmen:



