CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

_ . @L\ 10\\
I hereby certify that these documents are a true and correct copy of the 'l/dl -
periodic maintenance* for the Intoxilyzer 8000 Serial Number \
Go-00i/4 3 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a guality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_0///3//| Call _0.079 AC Cal2_0.078  AC

Between the dates of /92//5//ﬂ and 9/ // 5///
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on ~ /A
The instrument was returned to service on s

Cheryl K. Straub
2 / 27 / //

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this Jf;;c/ | . day of
O )R G u— 20/

4l L /i Wigndzs
e OFFICIAL SEAL

“\ A.M. HERNANDEZ
= NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

Notary Public

*Inciudes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327. Arizona Revised Statutes, this document is a certified dupiicate of the
information contained in computer storage devices of the Tucson Police Department.



EXEIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED
Z.A.C. R13-10-104 (&)

LRIZONER DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QR SPECIALIST Cltaﬁa/,z SHRAUB  ncEwcy Tucson oli

4

DATE _ p/ // 3/// TIME 0L Y

TNTOXIIYZER sErial ¢ B0-00//43  vocarzon TEAM 3

DIAGNOSTIC TESTS

( / 1. Clock time check.
( / 2. Date check.

OPERATIONAL TESTS

{ }) 1. Alcohol-free subject test result 0 oo O \C
{ ¢) 2. Error recognition logic system functioning
Not a Successfully Completed Test Sequence printed
(v") 3 Proper sample recognition system
Not a Successfully Completed Test Seguence printed
De ficient sample printed.
/. 4 tandard Calibration Check standard 0. /20 AC

Resu‘ t: 0. 28 AC

DP8 Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Starutes, this document is a certified duplicare of the information comtained in

compuier storage devices of the Tueson Police Depariment
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163

01/13/2011 06:48:36
Standard Lot#: 719919 -

Last Changed By: S. CIONE #50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:49:28
Diagnostic Test Pass 06:49:56
Air Blank 0.000 06:50:23
0.100 Cal Check 0.099 06:50:42
Air Blank 0.000 06:51:11
Subject Test 0.000 06:51:38
Air Blank ABT* 06:51:44
Air Blank 0.000 06:52:13

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuen: to s=oon 28-1327

o

=2 . Anzopz ReviseZ Stenne:, mus documen: 1s 2 cerified qunhczrs of tne mformanon contamed m commuter

Srorage cevicesoftne Tueson Policz Depzrmesn
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163 /(D\\
01/13/2611 06:52:25

Standard Lot#: 719919 .

Last Changed By: S. CIONE #50616

QAS: C. STRAUB #50772

TUCSON PD '

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 06:52:58
Air Blank IPS** 06:53:08

*RFI Detect
**Improper Sample

_ Not a Successfully Completed Test Sequence
SMISUEDT o szouon 28-1327, Anzona Revised Stemires mis documen: is 2 cerdfied cumbicars of the mMIOTMENOD contamad M oommire:
Srorage gsvicesof tne Tucson Police Deparmment '
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001163 /ﬁ*«
01713/2011 06:53:17

Standard Lot#: 719919 :

Last Changed By: S. CIONE #50616

OAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB 450772

TUCSON PD

Subject: SQAP,SQAP
DOoB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:54:12
Diagnostic Test Pass 06:54:39
Air Blank 0.000 D655 07
0.100 Cal Check 0.099 06:55:26
Air Blank 0.000 §6:55:55
Subject Test 0.182%* 06:59:04
Air Blank 0.000 06:59:36
Air Blank 0.000 07:00:04
Subject Test XXX** 07:00:43
Air Blank 0.000 07:01:16

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence
: : ?.-t"_'_;.:. /. Anzone Revisef Statures mis QOCUmSntis 2 cetified qunlicere of the miormenon contamed o commure:
Storage ceviessof tne Tucson Poiics Deparmmen:

Pursuznt to seztion



INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-001163

01/13/2011 07:01:36 /\%b\

Standard Lot#: 719919
Last Changed By: S. CIONEQ#50616

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:02:03
Cal Check 0.098 07:02:22
Air Blank 0.000 07:02:52

/L

I/
Operat 's Signature

Tryremm g e =, AL 1775 o 3 Cimerey - e .
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EXHIRTT™ -7 éz 7@}_

STANDARD QUALITY ASSURANCE PROCEDURES \,\
INTOXILYZER MODEL 8000 /b

TANDARD CALIBRATION CHECK PROCEDURE \

C[[i/?,?/ S‘t&eﬁng—LCENCY Tucson Police Department
0///3/// TINME D¢ . 4¢
Intoxilyzer Serial ¢ B0-00//43 Location “TEAM 3
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) L Ensure that gas tank is attached to ;r.s::t:ne::‘: and contzins 2
standard alcchel conmcentration

- L00 AC.

Ensure
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Pursuarr 1o secnon 28-1327, Arizona Revised Statmmer, this documen: is o certified duplicare of the irformation comatned i
compurer storage @evices of the Tucson Police Deparmmen:.
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INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-001163 \1\
01/13/2011 06:46:17

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:46:44
Cal Check 0.099 06:47:03
Air Blank 0.000 06:47:33

Opergtor ! sL"S’ignature

=y - - iz < | - - A Copm S [ 5 e - "
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