CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laborarory /\ﬁb\ 7)0%

I'hereby certify that these documents are a true and correct copy of the \\\
periodic maintenance* for the Intoxilyzer 8000 Serial Number

SV poiow maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AA.C.R13-10-] 04.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.,

Date: |-]0-0% cal C.09% AC Cal2 0.09¢% AC

Between the dates of |2 - 1407 and |-16-p¢
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N /P
The instrument was returned to service on N/ R

Q'\XQU\ Q /\‘-Y\inj

Clare L. Conley
[-10-0%

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /O . day of

= My Comm Exp. Sept. 4, 2008

f , )
CFFICIAL SEAL V2 VTN S 2004 .
KATHY A. KINNEY Jd 1
) HOTARY PUBLIC-ARIZONA bid A z M e

PIMA COUNTY-

otary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



LA -
EXHIBIT G-4 ;~1K) 7

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED Ry C*‘/\
AA.C. Rl3-lO-104(A)

ARTZCONA DEPARTMENT oF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /V—}/\ OD%

INTOXILYZER MODEL 809 \’L
AV
STANDARD QUALITY ASSURANCE PROCEDURE \
QA SPECIALIST Ofaré,{ﬁ*ﬁ(ag AGENCY Tucson Police Department

DATE -0 - ag TIME 8% a9

INTOXILYZER SERTIAL # S0- 0o A&  LOCATION QDY

(v 1. Display reads “pusy BUTTON TGO START”

DIAGNOSTIC TESTS

( ¥) 1. cClock time check .
("} 2. Date check.

CPERATIONAL TESTS

(V7)1 Alcohol-free subject test resuylt g, OND AC,
{v ) 2. Error recegnition legic system functioning.

Not a Successfully Completed Test Sequence printed
( ) 3, Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed. _
( ¥") 4. Standard Calibration Check standarg ¢ ) oo AC

Result: o. 09« AC

Instrument is operating Properly and accurately. YES / NO

COMMENTS N svig

bh Ci
SIGNATURE (', e U v\r\_ffxul
j

DPS Form Exh G-4 (Rev. 05-01)

FPursuant to section 38-1327. 4 rizona Revised Statutes. this document is o certified duplicate of the information contained in
compuler storage devices of the Tucson Police Departmens



INTOXILYZER 8000 QM\
Location: TUCSON FOLICE DEPT

Serial Number : 80-001108 /ﬁL\
01/10/2008 08:03:31 \
Standard Lot# 7198011 : :

Last Changed By C CONLEY #34517

QAS: C. CONLEY 34517
TUCSON PD

'Operator C. CONLEY #34517
TUCSON D

Subject TEST, SQOAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? ves

Test '_k_ g/ZQQEmm T%EE__am_kﬁ_
Alr Blank 0.000 - 08:04:24
Diagnostic Test Pass _ 08:04:51
Air Blank 0.000 | 08:05:19
0.100 cal Check  0.100 08:05:37
Air Blank 0.000 . 08:06:07
Subject Test 0.000 08:06:25
Air Blank ABT* 08:06:33
Alr Blank 0.000 08:07:01

*Sequence Aborted

'Pursuam ¢ szotion 78-'3 7. A.I' i 5,_\” - .

Sorzze Cevics o NOKo @ 19 Futly ‘eompietied oFest: R SGUSNGS,

=d vﬁ nm..-.-—
=T



INTOXILYZER 8000 : bu
Location: TUCSON POLICE pEpT ' h

Serial Number ; 80- -001108 Aa\
01/10/2008 08:07:06

Standard Lot# 7198OII
Last Changed By: C CONLEY #54517

Ol £ 3 01

QAS: C. CONLEY #34517
TUCSON PD

R TN L ik s 5 0105 i i i i oot T

Operator C. CONLEY #34317
TUCSON PD

o v v a2 — A 0 M G et 43 T I 0 S 55 5 IR S b e s e

Subject TEST SQAP
DOB: 11/11/1111
Sex M Welght 111

15 Mlnute Deprlvatlon Period? Yes

Test ' g/210L Time o
Alr Blank RFI* 08:07:38
Air Blank IpPS+*+* 08:07:46

*RI'T Detect
**Improper Sample

Pursuam, 10 sezuion 281370 Alizomz Fevi

SIOrazs de. vigag G‘H@'ﬁx-s & r il j\ I“'!j_slt'ii’s ue:o-fﬁp‘i@tﬂédl ﬂ@e&ﬁr Iﬁm%&'ﬂg@mp-ﬁ I compne-

il



INTOXILYZER £000 *
Location: TUCSON POLICE DEPT (JLA
Serial Number 80-001108

01/10/2008 08:08:05

Standard Lot# 7198011

La%t Changed By C CONLEY #34:17
QAS: C. CONLEY #?4517

TUCSON PD
Operator: C. CONLEY £34517
TUCSON PD

Subject TEST SOAP

DOB ll/ll/llll
Sex: M Weight: ;11

15 Mlnute Deprlvatlon Perlod7 Yes

X B0 1 4 A o e e b 1 5o 0 5 e B 1 e b

Test L g/210L . Time o
Air Blank 0.000 - 08:08:56
Diagnostic Test Pass 08:09:23
Air Blank 0.000 | 08:09:51
0.100 Cal Check 0.100 0B:10:009
Air Blank 0.000 . 08:10:39
Subject Test 0.098~ 08:13:47
Alr Blank 0.000 08:14:20
Air Blank 3.000 08:14:47
Subject Test KXX** 08:15:17
Air Blank 0.000 08:15:52

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Pursuant 1 s&otign 2R-0 _7 J‘L.

SICrez:s Arvigee o Neok nafﬁ;ém.ﬁi ' H m@i@@éd iflests ﬁ%ﬂﬁﬂ%mﬂ 1D come

WAL LT
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INTOXILYZER 8009

Serial Humber: so-gni 105

Locetion: TUCSON POLICE DEpPT

7198011

Last Changed By: ¢, CONLEY 34317

TUCEON P

Blank 0.000

Cal Check u.09g
Lir Blank 0,000

v 1 . ; .f:
U@M \1/_‘_'17\%"-_-& _

Operator's Signatuy

H SIS isa o

ite Depargnent

e
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EXHIBIT G-2

THIS REPCRT PREPLRED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104 (&)

ARIZONA DEPARTMENT OF PUBLIC SLFETY Q, \/!‘!7 (L \
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 \.\
STANDARD CALIBRATION CHECK PROCEDURE
QA Specialist Oimrki ﬁﬁWﬂ)éw} AGENCY Tucson Police Department
DATE - 1o -p @ | TIME (0% 02

Intoxilyzer serial # SO - OCIL A% Location Dy M

{ ) 1. Ensurs that gas tank is attached to instrument and contains a
Standard alecohol concentration sclution 0. {80 AC,
OR
Pour a standard alcohol concentration solution aC,

into a clean dry simlator and assemble the simulator. Ensure
that a tight seal hag been made. Turn on the simulator ang
allow temperature to reach 34°C + o0.2°C

() 2. Intoxilyzer 8000 display reads “pugy BUTTON TO START"

{ o) 3. Go to the “Control Testing Menu”. Select “D” for dry

contrel test or oiv for wet control tegt, Lfter
selection is made Press ENTER.

(e ) 4. Alr blank completeqd.

{ & ) 5. calibration check completed. Test resuits O.Oﬁi AC.
o) 6. Air blank completed.

S 7. Remove printed record. Attach the record to the completed

checklist.

SIGNATURE 0 '[@x 158 QW\QL«,,
/

DPS Form Exh G-2 (Rev. 05-01)

Fursuant 1o section 28-1327, Arizona Revised Statuies. this documens is g certified du

plicaie of the informarion comiained in
vompuler storage devices of the Tueson Police Deparimen:



TNTOXILYZER 8000 ’7 ;L
Location: TUCSOR POLICE Dpgpr ‘

Serial Number: 80-001108

0141072008 08:02:77,

Sltandard Lot#: 7198017 \\
fast Changed By: C. CONLEY #34517

Test g/210%, T'ime

Mir Blank B.000 06:02: 30

Cal Check 0.099 0B:102:57 :
Alr Blank 0. 000 . OH:G3:27

— _(E&AW_O/E‘_\QLH :

Cperator s Signﬂiure

Pursuant 10 ==riion 2R-13Z i Atiroms R-""”“S"E] Stamrres hic S errme o, eTHfie
— Al mheast e edbwriil '3 a }. Al It o~ .’ T [ n T
’ - -~ L5 a COTified Oublizare O the mfcrmazm Lontained I oo e
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