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CERTIFICATION by CUSTODIAN of RECORDS

W Tucson Police Departmen: Crime Laboratory
270 8 Stone Avenue Tucson, AZ 83701-1917

I hereby certify that these documents are a tue and correct copv of the /(6[\ 4 -U‘l
periodic maintenance” for the Intoxiiyzer 8000 Serial Number \0°

80-001108 maintamed by the Tucson Police Department
Crime Laboratory pursuant to the reguirements of the Arizona Department
of Public Safety for 2 quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits. as defined in ALA.C. R13-10-104,A.2,
for 2 0.100AC solution are 0.090AC t0 0.1 10AC.

Date; ﬁ,[z,[@ Call 0.102 AC Cal2 0.0/ AC

2

Between the dates of _ A4 and __ N/A
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _~—
The mstrument was returnad 1o service on lg[;;.faq
[}

s [

Sarah L. Cione
10/s/04

ADPS QAS Permit # 33335

SUBSCRIBED AND SWORN to before me this 5™ day of
(ohbis 2009

: A= ]
C/‘%’?ﬁ f?(;‘/f;-' |

OFFICIAL SEAL

Notary Public @m%\- AM. HERNANDEZ

*Includes documents specified in A.A.C. Ri3-10-104,A.5 RS o sams i

= i | B NOTARY PUSLIC-ARIZONA
‘K%‘i??’ PIMA COUNTY

Mar. 17, 2012

Pursume to section 28-1327. Arizona Revised Stamees, this document is a cenified duplicate of the
mformation contained in computer storage devicss of the Tucson Police Deparanent




EXHIBIT G-4 I 0]! ’2
THIS REPORT DREFARED DURSUANT TO DUTY IMPOSED 3Y <
A.C. Ri3-10-1041{%)

ARTZONA DEPARTMENT OF PUBLIC SATETY

STANDARD QUALITY ASSURANCE 2ROGEDURES &Jl{
INTOXILYZER MODEL 8000
STANDARD QUALITY EESURHHCE.PRDCEDURE li"
o szecianzsr Samh Ciont AGENCY Tucson Police Department

DATE /:,/aq TIME _|5:)]
INTOXILYZER SERIAL ¥ £0-00U0% rocarron (rime Lab

{ \A 1. Display reads “PUSH BUTTCN TO START”

DIAGNOSTIC TESTS

lock time check.
te check.

't

vy o1,
:I/} 2

i

OPERATIONRAL TESTS

¥y 1. alconol-free subject test result 0. 00Q AC.
(v ) . Error recogniitlon legic system functioning.
Hot a Sueccessfully Complezed Test Sequenice printed
tl/ | Proper sample recognition system.
Mot a Successfully Completed Test Seguence printed
/ Deficient sample printed.
( ) 4. Standard Calibrarion Check standard 0. [QO AC

Besulz: C._Jjol AC

LA ]

[ 1]

Instrument is operating properly and accurately. YES o/ RC

COMMENTS

SIGNATURE éﬂ) Ciont
s {

DBES Form Bxh G-4 (Rev. 0&8-01}

Pursuant to section 28-1 317, Arizong Revised Starures, ous document o5 a certified duplicate of the information conratmd it
compuier storape devices of the Tucson Police Departmen:



INTOXILYZER 8000
Location: ARIZONA

Serial Number - B80-001108 }A%H
10/02/72002 THh=12:46 \
Standard Lot#: 735410G

Last Changed By: S. CIONE #50616

QAS: 8. CIONE #5066

TUCSCN PD _

Operator: 5. CIONE #50616

TUCSON PD

Subject: SQAF,TEST
DCB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivaticn Periocd? Yes

Test g/210L Time

Air Blank 0.000 15:13:36
Diagnostic Test Pass 15:14:03
Air Blank 0.000 15:14:30
0.100 Cal Check 0.101 15:14:49
Air Blank 0.000 15:158:189
Subject Test 0.000 15:15:33
Alr Blank 0.000 15:16:01
Five Minute Wait ABT*

Air Blank 0.000 15:16:46

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contaimed in computer
storage devices of the Tucson Police Department.



INTOXILYZER B000
Location: ARIZONA
BG-001108

Serial Number

10/02/2009 15:16:56
Standard Lot#: 735410G

Last Changed By: S. CIONE #50616
QAS: E. CICNE #50616
TUCSON PD

Operator: S. #50616

TUCZON PD

Subject: SQAP,TEST
DOE: 11/11/1111

Sex: F

Weight: 111

15 Minute Deprivation Periocd? Yes

Tast Tims
Air Blank 15:17:23
Air Blank 15:17: 31

*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

3ol 12,
AH

Pureuant 1o section 28-1327, Arizona Revised Statutes, this document 1s a cenified duplicate of the information contained in computer

storuge devices of the Tucson Police Deparoment.



INTOXILYZER 8000
Location: ARIZONA
Serial Number - EB0-001108

10/02/2009 15217237
Standard Lot#: 7354106

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: 5. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:18:25
Diagnostic Test Pass 15:18:53
Air Blank 0.000 15:19:20
0.700 Cal Check 0.102 15:19:39
Air Blank 0.000 15:20:08
Subject Test 0.077% 15:23:17
Air Blank 0.000 15:23:48
Bir Blank 0.000 15:24:16
Subject Test XX ** 15:24:32
Air Blank 0.000 15:25:04

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Hof 12
1

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document 15 o certified duplicate of the information contained in computer

stornge devices of the Tucson Police Department.

SC



INTOXILYZER BOOO

Location: ARIZONA ,ﬂ
Serial Wumber: B80-001%08

10/02/2009 15:25:31

gtandard Loté: 7354106
125t Changed By: S. CIONE #50816

QaS: 3. CIONE #30E16

TUCEDON FD

Tast g/210L Tims

Ait Biank 0.000 5:39

Rir Elank 0.000

Cibas

uperétar ‘s Signature

Tt ﬁm:_li-‘-.z:‘- Asroms Hovied Spemsey mit & i3 2 secia Ei > Tt .
Stimee= Srvioes of the Tussom Poizee T SO i 0 N Mol SOy N1} SN

—
e



EXHIBIT G-2 é C’f fgsc

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C, R13-10-104(A)

ARIZONA DEPARTMENT QF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE BPROCEDURES /%
INTOXILYZER MODEL 8000 \

& 04

STANDARD CALIBRATION CHECE PROCEDURE 1ﬁ

Q& Specialist Mﬂf_ AGENCY Tucson Police Department

DATE M/aq rive |51

Intoxilyzer Serial & #0-0p(|08 Location _Cﬂm!_m

{ \/J 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration seclutien 0. |00 AC.
OR
Pour & standard alcohol concentration solution ac,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

/ aliow temperature to reach 34°C + 0.2°C
{ ] 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START™
4 \/} 3. Go to the “Control Testing Menu"”. Select “D" for dry

control test or WY for wet contrel test. After
selection is made press ENTER.

(/) 4. Air blank completed.
{ L/:l E. Calibration check completed. Test resuits 0. [Qg AC.
6. BAir blank completed.

)
{/1 7. BRemove printed record. Attach the record to the completed
checklist.

stenarune_Sanph) Crong

DPS Form Exh G-2 (Rev. D5-01)

Bursuand (o section J9-1327, Arizona Revised Statites, this document s a certified duplicate of the Information contuined in
compuiter storage devices of the Tueson Police Department.



INTOXILYZER 84000
Location: ARIZONA

Serial Number: B0-001108

10/02/2009 15: 11526 /15[1

Standard Lot#: T354710C
Last Changed By: 5. CIONE #50516

QAS: B. CIONE #50816

TUCS0N FD

Teak gf210L Time

Alr Blank 0,000 1571164
Cal Check 0.102 1583
Alr Blank e [ e -

— Samh Lot
Oparater's Signature

Purstiant 1o section 28- 1327, Arizona Revised Statutes. this document is a certified duplicate of the infonmation contained in campulér
storage devices of the Tucson Police Department.



¥ p s,
TUCSON POLICE DEPARTMENT

CRIME LABORATORY

oas:  Sarah (o

Intoxilyzer Serial Number: _60 = 001{0 8

Date Returned to Service: ‘{ﬂﬁr/ Oq

Pursussit to section 28-1327, Arizona Revised Suuies, this document is a cenified duplicate of the information contained in
compuater storaze deviees of the Tocson Police Depaniment



7 ot 125

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR

CALIBRATION GAS TANK CHANGE
) /ﬁqﬂ(}t\

Date: _| O‘/ 3-‘/ 09 8
Qas: _Samh Cipne

Intoxilvzer Serial Number: _f0- 001108

New Lot Number: 713540l G

New Expiration Date: waﬂ?

{/l
(V)

(v
(v)

)
)

d= L by =

Lk

9.

10.

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
Remove the old gas tank and install the new one.
Hit the “ESC™ key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0,100
Enter Control Lot # From the tank label
Enter Exp Date: From the tank label (mm/dd/yyvy)
Editinfo Y/N? Yor N
Update Std Info? Y ENTER
“Please wart saving..."
Hit the “"ESC™ key twice.
Go to the “M-Maintenance™ menu and select “Control Testing. ™
Select “D™ for dry control test. After selection is made press
ENTER.
Air blank completed.
Calibration check completed. Test results 0. /2 AC.
Air blank completed.

Remove printed record. Attach the record 1o the completed checklist.

SIGNATURE  <<amh Cions
= )

Pursuant to section 28-1327, Arizona Revised Statutes, this document isa certified duplicate of the information contined in
computer storage devices of the Tueson Police Department

(4

v e



[NTOXILYZER 8000
Location: ARIZONA

Serial Humber: B80-0071108
10/02/2009 15:0%:47 4,L\

Standard Lot#: 73547103

Last Changed By: 5. CIONE #50678
GAE: 5. CILONE #30816&

TUZE0ON PR

Tesi g/ 21 0L Time

hir Elank . oad 1921014
Zal Check 0.502 1521033
Air Blank a.a00 15:17 02

‘
; Operator’'s Signature

Pursuant to seetion 28-1327, Anzona Revised Statutes, this document 1sa certified duplicate of the information contained in compuler
storage devices of the Tueson Police Depaniment,
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CERTIFICATE OF CALIBRATION
INTOXILYZER® $000

This is to certify that the calibration of INTOXILYZER serial number
E0-00U 0K . manufactured by CMI, subsidiary of MPD, Inc. of
Owensboro, Kentucky, was tested and found to be in compliance with the
National Safety Administration Standard for Devices to Measure Breath

-

b

Alecohol ( ER., No. 179 48705-48710 Sept. 17, 1993) and with International
Recommendation OIML R126 Edition 1998 (E). Calibration solutions are
traceable to NIST (NBS) standard material 1828.

Date 9 /23] 09 Signed A@JM

Technician

A7, N .-"x AN A

316 EAST 9TH STREET

M’ INC. OWENSBORO, KY. 42303

Pursuant to Section 28.132 i
1327, Arizo

Reutkse:f Statutes, this document is :ra

certrﬂ_ed duplicate of the information



A 12 af /2 s¢
o e—— CMI INC. SERVICE WORK ORDER

] sl 7 316 E. 9th St., Owensboro, KY 42303 7
PBT — 270-685-6200 — Fax 270-685-8288 Sl
TOXITEST Y. 1-800-835-0690 19
I i J F e —— =
-'I’r.‘":i 5w _;'-fﬂ.f- B '] :I'_p-‘ —
B lame: S e . A
l A .-'I“AL- *1;)“._1\, H
L A L fui | J7n VAT
i . & ar '
L P LA
CTY 5_'“1!’7‘ I - ¥ b I .-" Tk
T FAd T T 7 1, - T [oov STATE : F g
Q [cuSTouERNG. o i Vs 70
MOOEL # Eﬂx r-: DATE RCVD. Pl.'kf - REQ L DODE wm
OO Y O35 <Ltz '
PROD, COOE EXTRAPAATS RGVD. |
Bilph - Aig M
DESCAIFTION OF FROBLEM
. : WARRANTY
WO d et ot 4, ol ¥t At is B S LJQUOTE | - semvice oeet. (] NEW
i N1 T, Pegim ¥ ALT0% N A A ARt :
'PRELIMINARY TEST _ETDISMANTLE. INSPECT, DIAGNOSTIC TEST PARTS USED
poweRsuPPly (O TesTnseecT [ REPLACE ) premy [ DESCRIPTION pren
] MAIN PWB's - REMOVE & CLEAN, REINSTALL, TEST - 5 o D e
PWEs [ DIAGNOSE REPAIR [JREPLACE i Y f e LAt g
O PwE's - SURFACE CLEAN IN PLACE | I = 1 H r;}-lﬁl
[ FILTER WHEEL - REMOVE, CLEAN, REINSTALL. CHECK CELLUNTERIGR . L= n iV s
Knmm&;.m’rm OTesTamsPecT  [CJREPLACE V 242,95 | 77 % 5'-"15.1
CELL - REMOVE, CLEAN, REINSTALL, REPLACE LEN ASKETS REQ'D AT MM, 1orb
IR LIGHT SOURCE  [] REMOVE, REALIGN EPLACE P dled s} 354 ’i‘
PRINTERASSY.  [] DISASSEMBLE [J GLEAN & LUBRICATE ' | |n35672 |4putet fje

[] REMOVE & REPLACE BELT [ REALIGNMENT Yilolp R ]
[ REPLACE [J TESTPHImEHFuNﬂmNs | =KoY | Tafie € 7 LfIJ-:t I
RIES - AEPLACE _Clero—TAamr (Vg 18 i '
REPLACEPARTS 7 REASSEMBLE [J'CALIBRATION Dnuu.resr
O misc.
PBT [ PRELIMINARY TESTING - PRESSURE, BATTERY, ZERO SET
O DISASSEMBLE [0 REPLACE PAATS [ REASSEMEBLE
O TEST [ CAUBRATE [J FINALTEST
TOXITEST [0 INCOMING LEAK TEST [J VISUALMECH. INSPECTION
OO0 TEST THERMOMETER & THERMOSTAT [J DISASSEMBLE
[0 REPLACE PARTS [J] REASSEMBLE [J] OUTGOING & LEAK TEST

O FINALTEST
[ misc.
COMMENTS:
E ""(1 A | T e l'u_' e |'t_i“'l i VoAl { J[" ‘fl
- | |7 =

- e ' F L -— 5 I [ [ - L.' i C
ohlfed Viae (ohle . 0 "T-:. .Ir t,{ *I'*’{ Her ¥l 3o ;qi%#}u_.-PursuaﬂmSectm 28.1327, Anizona sl

S Rem o p T b , _ Revised Statutes, this document is a

roteg 1%, ¥, 1877, £ BTaen © f " ""i certified duplicate of the information b
e S 5§ ¥ T ‘{ ¥ l.rs.-_ufrll' L ot | contained in computer storage devices

A it ool T v e #H Gewrhe of the Tucson Police Department
T Te- V1 d o et jn{d- ‘ﬁ@‘:y,-ﬂh;h f 1 },,.-,,) SHIPPING DATE/CHARGES I
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1TEEH DATE . CAL TECH. DATE SPEQLAL SHIPPING (NSTRUCTIONS
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