1§ CERTIFICATION by CUSTODIAN of RECORDS
Tuecson Police Department Crime Laboratory
270 § Stone Avenue Tucson, AZ 8370]-1917

A !
I hereby certify that these documents are a true and correct copy of the _’LL"
periodic maintenance® for the Intoxilyzer 8000 Serial Number W

R0 -001108 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.1 10AC.

Date: (0/22/p3 _ Cal1_0.10f AC Cal2 0.100 AC

Between the datesof _|p {Ig /09 and [2/_2; /_ﬂ

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon —
The instrument was returned to service on —

=woh Liort

Sarah L. Cione

mz:zg/ojL

ADPS QAS Permit # 33355

SUBSCRIBED AND §?¢6§N to before me this__ /™, day of
__Ofboy 2009 .
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A M LEOMNAMDET

Notary Public
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*Includes documents specified in A.A.C. RI13-10-104.A.5 | e ki TRae AN

Pursuant 10 section 28-1327. Arizona Rzvised Stamuies, this document 1s a certshied duplicate of the
information contained in computer storage devices of the Tucson Police Depanment.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED
A.A.C. RI3-10-104(a)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

CA SPECIALIST ' Egmbf !'Qa{ AGENCY Tucscon Pclice Department

BY ’ 3i

DATE IHZQRZ'QQ TiME Jb!T

INTOXILYZER SERIAL # §0-00)]08 rocarion _Crime [a_,f,

t-J’? 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

(v 1 1. Clock time check.
(/) 2. Date check.

OPERATIONARL TESTS

{ '/! 1. Rlcohol-free subject test result 0. 00 AC.
{ ) 2. Error recognition logic system functioning.
Not a Successfully Completed Test Seguence printed
(¥ ) 3., Proper sample recognition system.
Hot a Successfully Completed Test Seguence printed
Deficient sample printed.
{//: 4. Standard Calibration Check standard 0. H!a AC

Result: 0. 00 AC

Instrument is operating properly and accurately. YES / HO

COMMENTS

DPS Form Exh G-4 (Rev. 05-013

Pursuant fo section 28-1327, Arizona Revised Statutes, this document s @ certified duplicate of the information contatned in

computer starage devices of the Twcyon Police Department



INTOXILYZER BOOOD
Location: ARIZONA
Serial Number : 80-001108

10/22/2009 16:15:32

Standard Lot#: 735410G /b‘\
Last Changed By: S. CIONE #50616 \
QaS: 5. CIONE ' #50616

TUCSON FPD

Operator: S. CIONE #20616

TUCSON PD

Subject: SQAP,TEST
DoB: 11/11 /1111
Sex: F Weigkt: 111

1% Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:16:22
Diagnostic Test Pass 16:16:50
Air Blank 0.000 p & gl B -
0.100 Cal Check 0.100 16:17:36
Air Blank 0.000 16:18:05
Subject Test 0.000 16:18:28
Rir Blank 0.000 16:1B:55
Five Minute Wait ABT~

Air Blank 0.000C 16:19:53

*Sequence Aborted

Not a Successfully Completed Test Segquence
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INTOXILYZER B000
Location: ARIZONA
Berial MNumber : 80-0071108

10/22/2009 16:20:12 /{5\1

Standard Lot#: 7354106

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50816
TUCSON PD
Operator: S. CIONE #50616
TUCS0N PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: ¥ Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 16:20:46
Alr Blank IpS®% 16:20:-55

*RFI Detect
#=Improper Sample

Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Location: ARIEZONA

Lf‘f’?’ ’75(:
Serial Number : B80-001108

10/22/2009 16:21:00 g{b%

Standard Lot#: T35410G

Last Changed By: S. CIONE #306176
QAS: S. CIONE ' §50616
TUCSON PD
Operator: §. CIONE #5066
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11 /1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:21:46
Diagnostic Test Pass 16:22:14
Air Blank 0.000 16:22:41
0.100 Cal Check 0.100 16:23:00
Air Blank 0.C00 16:23:30
Subject Test 0.170* 16:26:-38
Air Blank 0.000 16:27:10
Air Blank 0.000 16:27:37
Subject Test XXH** 16:28:05
Air Blank 0.000 16:28:=37

*beficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence
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INTOXILYZER B0OO0O

Location: ARIZONA

Sarial Nuosber: 80-001108

10/22/2009 16:28:53
Standard Lot#: 7354106

{ast Changed By: S. CIONME #5061%

QAS: S. CICHE #50616

TUCSON BD .

Test g/210L Time

ALir Blank 0.000 16:25:21
Cal Check @.100 16:28:39
AitT Blank G.000 16:30:0%

;- Operator's Signature
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TEIS REPORT PR ISUART TC BOTY IMPOSZD BY 5(:

10-104& (&)

ARIZONA DEFPARTMENT 0f PUBLIC SAFETY

STANDARD QUALITY ASSURANCE ZROCEDUGRES /bu\ ‘Qﬂ
INTOXILYZER MODEL 6000 \ A
STANDARD CALIBRATION CHECE PROCEDURS \“
QA Specialist jﬁmh C:‘:mt AGENCY Tucson Police Department

DATE m,{;gjg‘i TIME L1T

Inzcxilyzer S=rial £ E§0-~001i10%8 Location M[qﬁ

:ﬁxi ~. Ensure that gas tank 1s actached To instrument &nd contalns 2
standard alcohel concentratlion solution C. fﬁQ AT,
OR,

Pour a standard zleohol concentration solution RC,
int¢s a2 clean dry simulator and gssemble the simulator. Ensure
that & tight sesl has besn made. Turn on the simuliator and
ailow temperature to reach 34°C # 0.2°C
{ /': 2. Intoxilyzer BDOC display reads “PUSE BUTTON TO START™
(W) 3. Go to the “Contrpol Testing Menu"™. Seleac:t *DI" for dry

centrol Test or YW for wet contreol test. After
seleaction is made press ENTER.

Vo 4. BRir blank completed.
v . Ealibration chack completed. Tast results (. [ﬁf AL .
[ V) €. BAir blank completced.

7. Remove pdrinted record. Attachk the record to the completed
checklist.

DPS Form Exh &-2 (Rev. 05-01)

Pursuar to section 25-1327. Arizona Revived Staneses, thiy document i5 a oertified duplicate of the informarion contatmad in
computer storage devices of the Tucson Poltce Department



INTOXILYZER 8000

Location: ARTIONMA

Serial Wo=ber: 80-0071708

107227309 18:13:3%

Standard Lotf: 7354706 (@"\
Last Changed By: 5. CIONE #506186

QAS: 5. CIONE 250618
TUCSOR PD N

Tast g/210L Tima

hir Blank [.000 16:14:03
Cal Check 0.101 15:14:22
Alr Blank 0.000 16:14:51

— o) Line

Cperator's Signature
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