CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tueson. AZ 85701-1917

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

Bo -00iltg maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.
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A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 04/c8[/fo Call__0./62 AC Cal2__ 0./02 _ AC

Between the datesof 23 /ﬁ/ /0 and t?‘:"/ s 8 /f 0
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on #/ﬁ
The instrument was returned to service on MIA

04k

Cheryl K. Straub

04 J12/)0
/[ 12

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this /2" day of
' .20 /0 -
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- OFFICIAL SEAL |
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Notary Public BT worany sustic arzons |
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*Includes documents specified in A.A.C. R13-10-104 A5 | NTBE e comm, Exp. Mar 17 2012 )
— - el

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a centified duplicate of the
information containad in computer storage devices of the Tueson Police Department



THIS REPORT PREPARED PURSUANT TO DUTY IM2OSED 2Y
ERIZONA DEPARTMENT OF POBLIC SATETY

STENDARD QURLITY ASSURANCE PROCEDTRES
INTOMILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

b

A SPECIALIST S£ S \GERCY Tucson Police

cxve 04 /08 Jig TIME  pf ‘aD

INTOXILYZER SERIAL + R6 -00//08 LOcATION T ZAm Y

Vﬂff 1. Display redds "PUSE BUTTCN TO START

1. Ciock time check.
2. Date check.

OPSRATIONAL TESTS
I. Rlcchol-Sree sublect test rasult 0. DOO 2.
2. Exror recognition legic syscem functiorning.

ER— R e

Wot a2 Successfully Completed Test Sefuencs printsac
v"fii. Proper sample recognition sysTtam.
Mot a Suceessiully Completed Test Ssguence printed
De=ficiant sample printed.
I/'./ §. Standsrd Caiibretion Check standard 0._/00 AT

Result: 0. Jold AC
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Instrument is operating properly and accurately. YE

COMMENTS

-

Form tZxh G-4 (Rev. 435-01)

Privssieint 1o seetion 250 337, Arizone Revised Staties, this docimen; 5 a certified dupiicors of the informerion comjained fn

compuder siorage devices of e Thcson Police Departmiemn
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INTOXIL.YZER BOOO
Location: ARIZONA
Serial Number : 80-001108

04/08/2010 06:01:31 (ﬁ‘\
Standard Lot#: 642845

Last Changed By: C. STRAUB 850772

QAS: C. STRAUB §50772
TUOCS0ON PD

Operator: C. STRAUB §50772 .
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:02:26
Diagnostic Test Pass 06:02:54
Air Blank 0.000 06:03:21
0.100 cal Check 0.103 06:03:40
Air Blank 0.000 06:04:10
Subject Test 0.000 06:04:29
Air Blank ABT* 06:04:37
Air Blank 0.000 06:05:05

*Seguence Aborted

Not a Successfully Completed Test Sequence

Pursunnt 10 section 28-1327, Arizona Revised Sintuies. this document is a cemtified duplicate of the information contained in computer
starage devices of the Tucson Folice Depanimant.
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INTOXILYZER BOOQO
Location: ARIZONA
Serial Number : 80-001108

04/08/2010 06:05:09 /{‘\\
Standard Lot§: 642845

Last Changed By: C. STRAUB #§50772

OAS: C. STRAUB £50772

TUCSON PD

Operateor: C. STRAUB k350772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time =
Air Blank RFI=* 06:05:43
Air Blank IPS#* 06:05:53

*EFI Detect
*+*Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Arisond Revised Statures. this document is a certified duphicae of the mnformation centained m compuier
storape devicss of the Tucsoo Police Deparment



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-001108 h
04/08/2010 06:06:49 fﬁ
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

QOAS: C. STRAUB 250772
TUCSON PD

Operator: C. STRAUB £§50772
TUCSOH PD

Subject: SQAP,SQAP
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:07:46
Diagnostic Test  Pass 06:08:13
Air Blank 0.000 06:08:41
0.100 cal Check 0.102 06:09:00
Air Blank 0.000 06:09:29
Subject Test 0.171* 06:12:38
Air Blank 0.000 06:13:10
Air Blank 0.000 06:13:37
Subject Test XXX** 06:14:13
Air Blank 0.000 06:14:47

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuimt 10 section 281327 Arizona Revised Statoies. this document Is a cenified duplicate of the information containcd in compeesr
storage devices ol the Tucson Police Depanient.
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INTOXILYZER 8000

location: ARIZONA

Serial Number: 80-001108

04/08/2010 06:15:06

Standard Lot#: 642845 ; h

Last Changed By: C. STRAUB 50772

e e e T e S T e e e R e e

QAS: C. STRAUB #50772

TUCS PD

Test g/210L Time

Alr Blank 0.000 06:15:31
Cal Check 0.102 06:15:52
Air Blank 0.000 06:16:21

Oy S

geral!ﬁ? ‘s Signature

Pursuam to seetion 28-1327, Arjzona Revised Statwes. this documenn s 2 cemified duphicans of the mfommiios contained in compuis
storage devices of the Tecson Police Depaniment.



é;j}

1
]
i
L=
i
“
A
Q
Lo
o
(T
4
e
)
<y
in
tn
L)
m
=

ARIZONA DESARTMENT OF PUBLIC SERFETY

STANDARD QUALITY ASSURANCE PROCEDURES {ﬁﬂi
INTOXILYZER MODEZ 8200 \

SZANDARD CALIBRATION CHECE PROCEDDRE q-\

GA Specialist Ol,gigaf 51'&&_({6 AGENCY Tucsorn Police DepartmEenc

SARTE

04/ )10 e o4 reo

Intoxilyzer Sexrial § _ﬁ{)"ﬂ?!fﬂg Location “TZAAm 6’
Li

v

XX

o,

-4

Ensure that gas tenk is artached To Znstrument and containg a
standsrd slcohol concencrazion soelution C. JéO aC.

OR
Pour & standard =leohol concentratisr solution ﬂ_{éf BT,
into a vlean dry simuletor a&nd assemple the simulstor. Ensuss
that 2 tight s=al hes been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°

Intoxilyzer BOOCD display reads “PUSH BUTTON TO START”

Go te the “Contrel Testing Menu™. Select “DT for dry
Test r *Wr £foz- wetr control Test. Afier

Calibration theck completed: Test resultits 0. zdﬂ. AC.

Semcve printed record. Atcach the record to the ceamplated
checklisc,

Form Exh &-2 (Rev. 85-01)

Pursuaer o section 28-1327, Arizong Revived Siatwes, this document is o certified duplicate of the informatton contained in
computer storage aevices of the Tucson Palics Deparimen:



INTOXILYZER BOOOD

Location: ARIZOWNA

Serial Xumber: 80-001108

04/08/2010 06:00:07 /@H
Standard Loth: 642845

Lazt Changed By: C. STRAUB #50772

e ———— - ————

QAS: C. STRAUB #50772

TUCSON FD

Test g/210L Time

Air Blank 0.000 06:00:34

Cal Check 0.102 0&€:00:=53

Air Blank 0.000 06201223
Oper: nr.' gnature

Pursuant io sestion 28-1327. Arizone Reviscd Statuies. this document is = centified duplicaiz of the imformation comained in computer
aorags devices of the Tecson Police Depanmsm.
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