CERTIFICATION by CUS TODIAN of RECORDS

Tucson Police Department Crime Laboratory \

[hereby certify that these documents are a true and correct copy of the | ‘“
periodic maintenance* for the Intoxilyzer 8000 Serial Number

50 - 0vit b maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AAC. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: |- v-cg Callo0 9 ¢ AC Cal2_&.097) AC

Between the dates of 12-13- o7 and 1-10- 0%
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N /1
The instrument was returned to service on__ N/A

U.ﬂ/\& Q‘“‘QL 1

l
Clare L. Conley

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN 10 before me this___ /0 2 day of

fmuﬁ_\ z?ggi.

Al Lo,
otary Public ¢

*Includes documents specified in A.A.C. R13-] 0-104.A.5

:  OFFICIAL SEAL ]

S\ KATHY A KINNEY

NOTARY PUBLIC-ARIZONA |
PIMA COUNTY

My Comm Exp. Sept. 4, 2008

Pursuant to section 28-1327, Arizona Revised Stawutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Poiice Department,



EXHIBIT G-4 ) /\)7 Ci
) D A

THIS REDORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A) )

ARIZONA DEPARTMENT OF PUBLIC SAFETY /\6

:LDD%D

STANDARD QUALITY ASSURANCE PROCEDURES \
INTOXILYZER MODEL 8000 \\l

STANDARD QUALITY ASSURENCE PRCCEDURE

QA SPECIALIST QJLquZ CﬁWx( AGENCY Tucson Police Department
A AR TR AR f17__”___ ————— oo "F Yepartment

DATE [~ lo~-D ¥ TIME D& g
—_—fs

INTOXILYZER SERIAL # o - Qolibs™ LocaTTon DD S
SO~ 00llbs e

(") 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TEsTg

(v") 1. Clock time check.
( e~} 2. Date check.,

OPERATICNAL TES TS

( »7) 1. Alcohol-free subject test result . oD AC.
{7 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
Cv'y 3. Proper sample recognition system. -

Not a Successful 1y Completed Test Sequence printed

Deficient sample Drinted.

(¥} 4. Standarg Calibration Check standarg ¢. I%D AC
Resulc: ¢. 097 A :

Instrument ig Cperating properly and accurately. YES .~ o

COMMENTS N png_ .

SIGNATURE Q/Q oAt C«J@.

DPS Form Exh G-4 (Rev. 05-01)

Pursuant ro section 28-132 7, Arizona Revised Statures. this documeny is g certified duplicore of the information contained in
computer storage devices of the Tueson Police Department



24 7 G

INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-001165 | ,qbﬁ
01/10/2008 09:00:44

Standard Lot#: 72540321 |

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #345717
TUCSON PD

Operator: C. CCNLEY #34517
TUCSON PD )

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Peripd> Yes

Test g/210L Time

Air Blank 0.000 09:01:34
Diagnostic Test Pass 09:02:01
Air Blank 0.000 ' 09:02:28
0.700 Cal Check 0.100 09:02:47
Air Blarnk 0.000 . 09:03:17
Subject Test 0.000 09:03:34
Air Blank ART* 09:03:490
Air Blank 0.000 09:04:08

*Sequence Aborted

Pursuan: 10 seotion 26132

Siorzze deviees o\l tLSé}g&%miﬂv ”&‘G’Pﬁpllectr@& dBe gty zﬁmgﬁqg ‘

TS el SOLIDITEY



» EXANEN
INTOXILVZER 8000
Location: TUCSON PCLICE DEET

Serial Number : 80-0017145 /15[1
01/10/2008 09:04:13

Standard Lot#: 7254021 :

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Operator: ¢, CONLEY #34517

TUCSON BD

Subject: TESY, SQAD
DCB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Periog? Yes

Test g/210L Time
Air Blank REFI* 09:05:12
Air Blank IPS*x* 09:05:23

*RFI Detect
**Improper Sample

Blre: .
—UTSUANT 10 seprigy, 28-1327,

FoTage devicss 0N tucﬁn%ﬁnéﬁtég%ﬁ fle*i‘?a %‘fﬁﬁ‘l et (Pegdt; tﬁ%ﬁﬁﬁm&mmd i
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INTOXTILYZER 8000

Location: TUCSCN POLICE DEPT
Serial Number - 80-001165

01/10/2008 09:05:28
Standard Lot#: 7254027

Last Changed By: ¢. CONLEY #34517
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 71/11/1111

Sex: M Weight:

15 Minute Deprivation Periog?y Yes

Test : g/
Air Blank 0.
Diagnostic Test Pa
Air Blank 0
0.100 cal Check 0
Alr Blank 0
Subject Test 0
Alr Blank 0
Air Blank G.
Subject Test XX
Alr Blank : 0.

*Deficient Sample
**Invalid Sample

210L
000
ss

.000
.099
.000
.194%*
.000

000
X Kk
000

Time

- 09:
0G:
09:
09:
0¢:
09:
05:
09:
09:
0G:

Begin new deprivation period

. ‘
—UTSUANT 10 geprign 218-1327 Ar
Soraze devicss oNi@ tu:-@n‘b%n

T2 Baviced ©

11
11
12

13

06:
06:
a7:
07:
08:
=15
148
HES
12:

23
50
18
37
7

32

:06

o
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number- 80-001765

01/10/2008 09:13:23

Last Changed By: . CONLEY #34517

- Standard Lot#: 72540271 : /\5(4 é "\a)\Qi

QAS: C. CONLEY #345717

TUCSON PD

Test g/210L Time

Alr Blank 0.000 09:13:51

Cal Check 0.097 09:14:19 !
Air Blank 0.000 09:14:40

Operator's Signatur

b= T
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EXHIBIT G-2

THIS REPORT PREPARED PURSTJANT TO DUTY IMPOSED Ry
A.A.C. R13-10-104 (&)

ARIZONA DEPARTMENT OF PUBLIC SAFETY \D)\D
<

g
STANDARD QUALITY AESURANCE PROCEDURES o~
INTOXILVZER MCDEL B0OO K)

STANDARD CALIBRATION CHECK PROCEDURE /\7{'\

QA Spacialist uar‘-e_ (Lb“r\[% AGENCY Tucson Police Department
7
DATE =10 -0% TIME 0%:<%

Intoxilyzer Serial ¥ SD-0D s Location obh g

(v} 1. Ensure that gas tank is attached to instrument ang containg g
standard alecheol concentration solution 0. Iso AC.
CR
Pour a standarg alcchol concentration solution AT,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal hag been mads. Turn en the simulater ang
allow temperature to reach 34°C 4+ g, 29

(v ) 2. Intoxilyzer 8000 display reads “pyusy BUTTON TO STaART®

{ v~ 3. Go toc the “Control Testing Menu”. Select “D” for dry

control test or “W"  for wet control Cest. Aaftar
selection is made Press ENTER.

(v ) 4. 2ir blank completed,

(v ) 5. Calibration check completed. Test resultsg 0. 0% AC.
() 6. Air blank completed.

(v ) 7. Remove printed Tecord. Attach the Tecord to the completed

checkliast,

SIGNATURE MM (wa.ﬂ.!.‘,'

DPS Form Exh G-2 (Rev. 05-01)

Pursuant 1o section 25-1327, Arizona Revised Statutes. this documens i acertified duplicate of the laformation contained iy
computer siorage devices of the Tucson Police Deparmmen.



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-0071585 ,/4\4§\;\

01/10/2008 G8:58:45
------------------------------------------ N
Standard Lot#: 72540271

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #3457 /ﬁ/‘.\
TUCSON ED

Test g/210L Time

Air Blank G.00¢C 08:59:12

Cal Check 0.098 08:59:31 ‘
Alr Blank .000 09:00:00

Operator'y Sigdature

Pursuans 1 pes g
iy ém Is-nm{n 28-1327, ATZomE Favigapg Starures this dosrmens f—
=UT2re o - E e T - —- e el WO CUINEDY i o :rtr s [frmra o2, r
e VICEE OF the T UZsor Polipe Lspanment e 1BC Qupiizaz: g7 Me midrmation CONIAINET i1 mrveme
=w .l OO -

bty



