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Q' CERTIFICATION by CUSTODIAN of RECORDS

\/@ Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson AZ 83701-1917

I hereby certify that these documents are a true and correct copy of the /L'}\ &

periodic maintenance® for the Intoxilyzer 8000 Seriai Number '\(‘:5
Bo- o6f[ (5 maintained by the Tucson Police Department '\/

Crime Laboratory pursuant to the requirements of the Arizona Depart:mant

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: /J{/J?}/ﬁf’ Call 0-098 AC Cal2__p.087 AC

Between the dates of /ZA’?/&? and /R}/f}/&f
the instrument was nperaziﬁg I;ﬁ-operl}' and accurately. /

The mstrument was taken out of service for repair on ~ /A
The insirument was returned to service on Pn

0 K

Cheryl K. Straub
/2] 12/

ADPS QAS Permut # 33408

SUBSCRIBED AND SWEORN to beforeme this__ / /1, day of
2009 .

< ,/Lanm;mdﬂf

Notary Public

CPFFICIAL BEAL
AM HERNANDEZ
. I KCTARY PUBLIC-ARTLONA
. ; " . LTI ;'? F |i".l'|.r'.. CL i.lil Y
*Includes documents specified in A A.C. RI3-10-104.A.5 LD~

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in compuer storage devices of the Tucson Police Department



THIS REPORT SRESARID SURSUANT TO DUTY INPOSED BY

ARIZONA DEPARTMEXT OF BUBLIC SATETY

STANDARD QUALITY ASEURANCE ZRCCEDURES \J\ q\
INTOXIZYZER MODEL 8000 h

STANDARD QUALITY ASSURANCE PROCEDURE {\,

Cf S2SCIALI I;hmﬁé gg&gﬁ AGENCY Tocson Police Department

DATE fiﬁ?jp&_ e 083}

IKTOXILYZER SERIAL ¥ _@ ~O0f 1§55 LOCATION “}"'Eﬁm B 5%

¥7 1. pisplay reads “PUSE BUTTON TC START"

DIAGNOSTIC TESTS
[ ¥] 4. Clock vime check:
{ ! 2. Dats check.

OPERARTIOHAL TESTS

. Alcchol-free subiject test result 0. god AC.
Error recognitien logic sysrem funerioning,
Not a Successfunlly Complered Tesr Sequance prinred
Proper sample recognition system.
‘Eur_ a Successfully Completsd Test Seguence printad

/’ Ceficient sample printed.
{ ) 4. Standard Calibration Check standard 0. f40 ARC
Result: 0. Qiz AC

ARA

Instrumant is operating properly and accurately. YES / )

COMMERTS

SIGNRTURE (\A %«
! L

Purswaw 1o secaon 261327, Arizors Revised Staruses. thiv docussens i3 o certified duplizare of the byformorion comtammed in
conspiier storape devices of the Tucson Police Depdriment
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 20-001155

12/17/2009 08:33:48 fﬁ\\
Standard Lot#: 826001

Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB fe0772

TUCSON PD

Subject: SQAP,SQAP
DCB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blank 0.000 08:34:41
Diagnostic Test Pass 08:35:08
Air Blank 0.000 08:35:36
0.700 Cal Check 0.098 08:35:54
Air Blank 0.000 08:36:24
Subject Test 0.000 08:36:48
Air Blank ADT* 0B:36:54
Air Blank 0.000 08:37:23

*Seguence Aborted

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Anzona Reviged Swmtutes, this document ts a cartified dupiicate of the triformation contuned ir computer
stovzge devices of the Tuczan Police Deparment
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : B0-001165

12/17/2009 08:37:29
Standard Lot#: B260011I &‘k\
Last Changed By: C. CONLEY #34517
‘ QAS: C. STRAUB #50772
TUCSCN FD
ODperatar: C. STRAUR #50772
TUCSON FD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? ¥Yss

Teast g/210L Time
Air Blank RFI* 06:38:04
Air Blank IpS*= 08:3B8:12

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Furu_unnt 1o section 28-1327, Arlzona Revised Statutes, this document 35 a cerrified dupiicate of the informanon contaited in comnuter
stosage devices of the Tucson Pollce Depaniment, '
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(47

INTOXILYZER BOQD
Location: TUCSON POLICE DEPT
Serial Number : 80-0011865

12/17/2009 08:38:22

Standard Lot#: 8260011 &&’\
Last Changed By: C. COKLEY $34517

QAS: C. STRAUS 250772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON BD

Subject: SQAP,SQAP
DOB: 11 /11 /1111
Sex: F Weight: 117

15 Minute Deprivation Period? Yes

Test g/ 210L Time

Air Blank 0.000 08:39:15
Diagnostic Test Pass 08:35:42
Air Elank 0.000 08:40:10
0.100 Cal Check 0.0393 08:40:28
Air Blank 0.000 08:40:59
Subject Test 0.280* 0B:4£:-07
Air Blank 0.000 0B:£4:40
Air Blank 0.000 0B:45:07
Subject Test AXX*x* 08:45:28
Air Blank 0.000 08:46:03

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuant 10 seetion 28-1327, Arizona Hevised Statutes, this document is & cenified duplicats of the information comtamed in compiier
storage devices of the Tucson Polics Dopastment



INTOXILYZER 8000
Location: TUCSONW FOLICE BEPT
Serial Number: 80-001165
1271712009 gB:46:20
tandard Lot#: B26007T /{&\
Last Changad By: C. CONLEY #34517

______ e e

QAS: C. STRAUD #50772

TOCSON FD -

Test g/f21oL Time

hir Blank 0.0G0 NB:26:47
Czl Chack 0.097 0B8:47:08
Air Slank 0.000 08:47:36

Opefator’s Signature

Pursuant 1o sestion 28-1327, Arlzona Revised Stluees, this document 15 & corsified duptizate of the informiation contained m computer
stornge devices of the Tucson Folice Desartment.
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THIS

REPCRT PREPARED PURSUANT TO DUTY

AA:C. Ri3=-10-1D4 (&)

IMPOSED

ARTIZORA DEDARTMENT OF PUSLIC SA-ETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STAMDARD CRLIBRETION CHECE PROCEDURE

BY

/\i\@“\

Eolice Departmsnc

QR E;E:‘.T&li-: t!i]i%é Sf@ﬂgﬁ ACENCY Tucsen
DATE M{{r 08! 3|

Intoxilyzer Serial # 8&"&?&@5’ Locaticn ?ﬁ'ﬁm‘I:

v

1. Ensuxrs that gas tank 1s attached to instrument ang contalns a
standard alcchoel concentration soletion ©._Jogd AT,
a8
Pour a standard salcohol concantration solution AC,
into & clean dry simulator and assembles the simulator. Ensure
That & tight sea! has been made. Turn on the simulator and
allow temperaturs to reach 34°C + 0.2°C
{ ”fr# 2. Intoxilyzer BOOO0 display reads “PUSE BUTTON TO START"

/". 3. Go To the *Control TestTing Mepu". Selsct “D” for dry
contrel tTest or “WT for wei consrel test. BAfter
selection is made press ERTER.

( ¥} 4. Air blank completed.

i v’f 5. Celibratiocn check completad.

[ } €. &Air blank completed.
| P{ff 7. PRamove printed receoxd. Artach the record to
checklist.
SIGHATOAZ 9 5%;:: #
|
DPS Form Exh G-2 (Rev. 05-0I

E.i?fﬂ AE.

na compleated

Pursuant fo section 281327 Arizona Revised Stanmes, this docameny is o certified duplicate of the information contatped m

computer siorage devices of the Tueson Police Department
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INTOXILYZER B0DO
Location: TUCEON POLICE DEPT

Serial Numbsr: 80-001165
12/17/2009 06:31:25

Standard Lot#: 8260011
Last Changed By: C. CONLEY #34317

QAB: C. STRAUB #50772

TUCSON BD =
Test gfZ210L Tima

Alr Slank 0.000 08:31:5

Cal Check 0.0588 08:32:11

Bir Blank a.000 ol Rl B X5

%1’7”

QpJ;’:_ﬂ'i"";‘. Signsture

Pursuant to section 28-1327, Anzona Revised Stalutes, this documen: is a cerlified dupiizate of the mfosmation contianed in computer
storage devices of the Tueson Police Depirtment.



