CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laborarory

270 8. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are 2 true and corr

art
e

periodic maintenance* for the Intoxilyzer 8000 Serial Number

GO -o0lltS maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department \0

of Public Safety for a quality assurance program.

copy of the

Wo?

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,

for a 0.100AC solution are 0.090AC to 0.110AC.

Date: [p,/.‘b’//a Call p.p97 AC Cal2

Between the dates of i 4 / A3 / /0 and

0.679# AC

f0/21/ 10

the instrument was operating properly and accurately.

The mstrument was taken out of service for repair on
The mstrument was returned to service on

“IA

P2 =

(b S

L=

Cheryl K. Straub

/e t’// .;2// /0
ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this

=l

( Jofohwn .20/0 .

Qﬂ/r/z//\i/ tAninced

Notary Public
*Inciudes documents specified in A.A.C. R13-10-104.A.5

~———

, day of

OFFICIAL SEAL
A.M. HERNANDEZ

NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

Pursuant to section 28-1327. Arizonz Revised Statutes, this document is 2 certified duplicate of the
information contained in compimer storage devices of the Tucson Police Department




THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
L.R.C. R13-10-104(2)
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Pursuanz 1o section 28-13
compuzer siorage devices of the Tucson Police Department

27, Arizona Revised Statures, this document is a certified dupiicare of the information comained in



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-001165

2] *

30 | Abk

10/21 /2010 07:49:
Standard Lot#: 719919
Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD
Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111
15 Minute Deprivation Period? Yes
Test g/ 2101, Time
Air Blank 0.000 07:50:27
Diagnostic Test Pass 07:50:54
Air Blank 0.000 07:51s22
0.100 Cal Check 0.097 07:51:40
Air Blank 0.000 07:52210
Subject Test 0.000 07 :52234
Air Blank ABT* 07:52:41
Air Blank 0.000 07:53:08
*Sequence Aborted

Not a Successfully Completed Test Sequence

Sursuant 1o sectuon 28-1327, Anzonz Revised Stanme:
Storage asvicesolthe Tucson Police Deparmmen:

Ie5, TS QOCUmeR: 1s 2 certified duphcate of the micrmanon contamed 1 computer



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-001165 /@H
10/21/2010 07:53:z13

Standard Lot#: 719919

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 07:53:43
Air Blank IPS** 07353251

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

I ursuan; 0 ss:nop:. .28-'.327. Arnizonz Revised Stzmues, this document is 2 certfied duplicare of the mformanon contamed in compuisr
SLoT2ge cevicesof the Tucson Police Deparment '



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-001165

10/21/2010 07:53:55 /\1111
Standard Lot#: 719919

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:54:41
Diagnostic Test Pass 07 : 55209
Air Blank 0.000 07:55:36
0.100 Cal Check 0.097 07 : 55255
Air Blank 0.000 07 156225
Subject Test 0.124%* 07:59:34
Air Blank 0.000 08:00:06
Air Blank 0.000 08:00:33
Subject Test XXX** 08:00:59
Air Blank 0.000 08:01232

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuant to secrion 28-1327, Arizona Revised Stamtes

; : 28-1 : . this documen: is 2 certified duphicate of ths informanon contamed in computer
siotags devicesof the Tucson Police Deparmen:



INTOXILYZER 8000
Location: TUCSCN POLICE DEPT
Serial Number: 80-001165

10/21/2010 08:02:31 ibl
Standard Lot#: 719919
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:02:58
Cal Check 0.097 08:03:17
Air Blank 0.000 08:03:48

Ly S

Ogg;a‘}\‘.‘?{‘ s Signature

\

Pursuan: 8-1327. Alizona Ra 1 S i a ; SRS A
uTsuant 1o se:nci; ‘25—_1_'»(. /. Anzona Revised Starures, mis document is 2 certfied quplicate of tne miommancn contamed in computer
storags aevices of the Tucson Police Deparmmerns



EXHIBIT G-2 43’3

STANDARD QUALITY ASSURANCE PRO

CEDURES ,- D
INTOXILYZER MODEL 8000 fU')[

STANDARD CRLIBRATION CHECK PROCEDURE

Q2 Specialis

£ d}’lq_ﬂ»{[ S‘fﬂ/ﬂ-u{L AGENCY Tucson Po

Tucson lice Departmant
J

1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0. /0Q AC.
OR
Pour a standard alcohol concentrztion solution A- AC

mulator and assembls the simulator’. Ensurs

de. Turn on the simulator

SIGHATURE (7/__1/;/511 zm"

NPE Sasmm Twh Fo? (Do Az
UFo FOrm pBEh o=z \e8V. Uo—=U.

Pursuanr 10 section 28-1327, Arizona Revised Stauzes, this document is a certified auplicare of the
computer storage @evices of the Tucson Police Department.

information comained in



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-001165
10/21/2010 07:47:52 /\%’\

Standard Lot#: 719919
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:48:20
Cal Check 0.097 07:48:38
Air Blank 0.000 07:49:09
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Operatefr's Signature
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