¢ELE CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
‘ 270 S. Stone Avenue Tucson, AZ 85701-1917

o Rk S , . W A0
1 hereby certify that these documents are a true and correct copy of the /@ “!\D

periodic maintenance* for the Intoxilyzer 8000 Serial Number \\.
5’57 004 ¢S maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC soiution are 0.090AC 1o 0.110AC.

Diste: zgégy% Call 0.098 AC Cal2 0.077 AC

Between the dates of /2 /;/ S and /'///5 2,
1 ' & 3 7 7
the instrument was or era{mg properly and accurately.
The instrument was taken out of service for repair on /]

. Y i - 7
The instrument was returnad to service on )

7

(U SE
V al

Cheryl K. Straub

1127 [0

ADPS QAS Permit = 33408

SUBSCRIBED AND SWORN to before me this 929 , day of
[avemb 2040

Apf L Dpnind &

Notary Public

OFFICIAL SEAL
2 A.M. HERNANDEZ
5| HOTARY PUBLIC-ARIZONA

PiMA COUNTY
My Comm. Exp. Mar. 17, 2012

wh

*Inciudes documents specified in A A.C. R13-10-104.A.

Pursuant to section 28-1327. Arizona Revised Statutes, this document is z certified duplicate of the
informarion contained in computer storage devices of the Tucson Police Department
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INTOXILYZER SERIA r Bo-o0/lbS LOCATION JEAM ./

( ) 1. Display reads “PUSH BUTTON TO START”

( //) 1. Clock time check.
{ / 2. Date check

{ ) 1. Alcohol-
( 2. Errxor r
/ Not a S

) 3. Proper s
Not & S

12N

Deficient sample printed
) . Standard Calibration Check standard 0. { AT

Result: 0. jj: AC

Instrument is operating properly and accurately. YES / NO
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Pursuan: to section 28-1327, Arizona Revised Siarutes, this document is a certified duplicare of the information comained in
compuier siorage aevices of the Tuesorn Folice Departmen:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-001165 /ﬁy\
11/18/2010 08:05:43 L'
Standard Lot#: 719919 -

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:06:30
Diagnostic Test Pass 08:06:57
Air Blank 0.000 08:07:25
0.100 Cal Check 0.098 08:07:43
Air Blank 0.000 08:08:14
Subject Test 0.000 08:08:39
Air Blank ABT* 08:08:46
Air Blank 0.000 08:09:14

*Sequence Aborted

Not a Successfully Completed Test Sequence

Ty i s g nm= s o ) : . e
TUTSUENT 10 secuon 72'6- 1327, Anzonz Revised Statutes, this document is 2 certified dunhicats of the informaton contareed i complter
Storages asvicesof tne Tucsor Polics Deparunen: ' -
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT \\
Serial Number : 80-001165
11/18/2010 08:09:21
Standard Lot#: 719919 .
Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivaticon Period? Yes

Test g/210L Time
Air Blank RFI* 08:10:04
Air Blank IPS** 08:10:14

*RFI Detect
**TImproper Sample

Not a Successfully Completed Test Sequence
“Ursuznt to secnon 28-1327, Anzona Revised Starurss, tnis documen: is 2 certified duplicars of the Informanion coniained in compurer
Storags cevicesof the Tucsen Polics Deparmmen: ' ‘



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-001165 /Qﬁ\
11/18/2010 08:10222

Standard Lot#: 719919

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 BB 17
Diagnostic Test Pass 08:11:39
Air Blank 0.000 08:12:06
0.100 Cal Check 0.099 08:12:25
Air Blank 0.000 08:12:55
Subject Test 0.078%* 08:16:04
Air Blank 0.000 08:16:36
Air Blank 0.000 08:17:04
Subject Test XXX ** 08:17:34
Air Blank 0.000 08:18:07

*Deficient Sample
**Invalid Sample
Begin new deprivation period

S t-a Succe sfully Completed Test Sequence
2 Hrsm;.‘ 10 Seclon 9..;.-' f@‘.n.z -msscsS:a:u‘;:s. misfocumesnt 1.-."pa cermited auphicare of tos micm?anon COTtaRed In oommureT
Siorages aevices-of tn: Tucson Police Denzrumen: ‘ ‘ -



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-001165

11/18/2010 08:18:23

Standard Lot#: 719919
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:18:50
Cal Check 0.097 08:19:09
Air Blank 0.000 08:19:40

s

51:'>erat¢(); : S\Zignature

- . _ - ~ e S S . .
TUTSUEDT 10 S2CUOL 28-_1.:; /. Anzona Revissd Stamurss, fnis Aocumsnt is 2 ceribed qupncare of the miormanon contamed m oomputer
Siorage devicesof tne Tucson Police Dreparmmen:
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-001165 /{j\)\
11/18/2010 08:04:17

Standard Lot#: 719919
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:04:44
Cal Check 0.098 08:05:03
Air Blank 0.000 08:05:33

(S

Op/ratc%s Signature

Fursuznt 1o sseuon lZS;‘LSZ?. Arzonz Revised Stamues, tis document is & cerdfied duphicare of the mformation contamed in computer
siorage devices of the Tucson Polics Deparmemn:
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