CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /@\\ b

I hereby certify that these documents are a true and correct copy of the \\\\f
periodic maintenance* for the Intoxilyzer 8000 Serial Number

30 -001/199 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: |- /(- 0% Cal 1 ©.997 AC Cal2 6.909% AC

Between the dates of [2-1€-07 and__I~14L-D¥
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on* M/ A
The instrument was returned to service on_p, A

U Lol

Clare L. Conley

[~ [G-og

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before methis__ | (5 day o
Nanova~ 42008
RSl SEAL ~

& KATHY A KINNEY | | AT A
NOTARY PUBLIC-ARIZORA—— - B jl\‘K {Aan 2

S PIMA COUNTY , j
=2 My Comm Exp Sept. 4. 2008 Notary Public .

*Includes documents specified in A.A.C. R13-10-104.A. 5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT @¢-4

§' J&ﬂ G
THIS REPQORT PREPARED DURSUANT TO DUTY IMPOSED BY
A.A C. Rl3-—lO*lO4(A)

ARIZONA DEPARTMENT oOF PUBLIC SAFETY /6\1\

STANDARD QUALITY ASSURANCE FROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

\
QA SPECIALIST N ave (;vv\(é AGENCY Tucson Police Department
__ﬁli_______ﬁ___q_::%_h__ === —=bartment

paTe  1-(t -0% | TIME &9 Y

INTOXTILVZER SERIAL # ~ oDl g LOCATION b(}kl ND

(v 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

(v ) 1. Cloek time check,

(V ) 2. Date check.

OPERATIONAL TESTS

(Y 1 Alcchol -free subject test resyit 0. oo AC
(o ) 20 Brrer Tecognition logic System functlonlng

Not a Successfully Completed Tegt Sequence printed
(v ) 3 Proper sample Tacognition systen.

Not g Successfully Completed Test Sequence printed
Peficient sample Drinted,
(v') 4. standarg Calibration Check Standard 0. /ay AC

Result: o, Of[ f AC

Instrument ig Operating properly and accurately. YES o 1o

COMMENTS N gve |

SIGNATURE G,Qa-'u; ("mg@ 3

DPS Form Exh G-4 (Rev. 05-01)

Pursuant 1o section 28-1327. Arizona Reviged Starutes. this document i a certified duplicare of the information contained in
Computer storage devices of the Tueson Police Depariment



INTOXILYZER 8000
Location: TUCSON DPOLICE DEPT
Serial Number - 80-001199

24T

o

01/16/2008 o 09:57:13
Standard Lot#: 71980171 |
Last Changed By: T. GALLEGOS #28847
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, sQaP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank_ 0.000 09:52:01
Diagnostic Test Pass 09:52:29
Alr Blank 0.000 09:52:56
0.100 cal Check 0.098 09:53:15
Air Blank 0.000 . 09:53:44
Subject Test o 0.000 09:54:02
Alr Blank ABT* 09:54:09
Air Blank 0.000 09:54:38

*Sequence Aborted

Pursnans 1o EEStion 28.137

S10T2g2. deviges g VS ?E;énm;%p E&?: mplletﬁd dlmﬁﬁtf

SREURNce,

=0 in tompper



244
INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-001199 :
01/16/2008 _ ' 09:56:05 /ﬁﬂq

Standard Lot#: 71980171

Last Changed By: T. GALLEGOS #28847
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TUCSCN PD

Subject: TEST, 5QAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Pericd? ves

Test - a/210L Time
Air RBRlank RFI* 09:57:086
Air Blank IDPg*%* 09:57:17

*RFI Detect
**Improper Sample

Pursuant 1g seey el

SloTEZ: Sevigmy clﬁé{#lf: 7nﬁ§§:§§$ﬂ%@$a?t @mnpzle:’&exel m'.‘,?lﬁﬁ:tf é%ﬂﬁﬁ& e

g‘cmaincd ID comper
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Seriazl Number - 80-001199

01/16/2008 09:58:12
Standard Lot#: 7198017 :
Last Changed By: T. GALLECOS #28847
QAS: C. CONLEY #34517
TUCSCN PD

Uperator: C. CONLEY #34517
TUCSON PD ‘

SubJect: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/ZTOL Time _
Air Blank 0.000 09:59:07
Diagnostic Test Fail+ 09:59:11
Alr BRlank 0.000 09:5%8:39

* Analytical Stability Test

Y43 G

821327 Awm ; 18] S : .
%#Réﬂmgm%?:%ﬁ E'J-? :@@mptl &ﬁ'ﬂd ﬂgﬁitf t§. Mﬁ?ﬁmmd in COmpner
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-001199 «
C1/16/2008 09:59:44
Standard Lot#: 7198011

Last Changed By: T. GALLEGOS #28847
QAS: C. CONLEY #34517
TUCSON PD

Cperator: C. CONLEY #34517
TUCSON PD

Subject: TEST, sQap
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:00:42
Diagnostic Test Pass 10:07:09
Air Blank 0.000 - 10:01:37
0.100 Cal Check 0.097 10:017:55
Air Blank 0.000 : 10:02:25
Subject Test 0.131+ 10:05:33
Air Blank 0.000 10:06:04
Air Blank 0.000 10:06:32
Subject Test XX *x* 10:06:58
Alr Blank 0.000 10:07:31

*Deficient Sample
**Invalid Sample
Begin new deprivation periocd

Pursuant g, szetig

S0Tage. devines af&f‘?&g f:iéfﬁ@ﬁ%;ﬁf&&m Conmpil ated d{gg&tf&gmggﬁmc .

in rompmer



Pursuart 1p E=Ction 28-1332
SI0TRZ devices of the Tuz

b4a G

INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-001199

01/16/2008 10:08:09

Standard Lot#: 7198011 /fjtl

Last Changed By: T. GALLEGOS #28847

QAS: C. CONLEY #34517

TUCSCON PD

Test g/210L Time

Air Blank 0.000 10:08:37
Cal Check 0.096 10:08:55
Air RBlank 0.000 10:09:25

Gkﬂ%.&hLﬁ

Operator's Signatu%e

7, Arizona Reviged Stawtes thig fozumey
son Police Deparmpeny.

RIS & eomiified duplizars of fhe mformation comuineg In compner



EXHIBIT ¢-2

THIS REPORT PREPARED PURSTUANT TO DUTY IMPOSED RBY
AR.C. R13-10-104(n)

ARIZONAZ DEPARTMENT CF PUBLIC SAFETY ‘%q C/L&

STANDARD QUALITY ASSTURANCE PROCEDURES
INTOXILYZER MODEL 8000 /é

\-\‘"’LOD?)

QA Specialist (’ ( Iy ¢ Oﬂ‘n |&4 AGENCY Tucson Police Department
. l .
DATE |-ib-0g TIME 09 ¢<

Intoxilyzer serial # <b— 00y jf] Location  Pyu HaQ

STANDARD CALIBRATION CHECK PROCEDURE

(v ) 1. Ensure that gas tank is attached to instrument ang contains a
standard alcchol concentration sclution 0. [0 AL,
OR
Pour a standard alechol concentration solution AC,

intoc a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator ang
allow temperature to reach 34°C 4+ 0.z2°C

(v ) 2. Intoxilyzer 8000 display reads “pygy BUTTON TO STZRT”

{v ) 3. Go to the “Control Testing Menu”. Select “D” for dry.

control test or R for wet controcl test. After
selection is made bress ENTER.

(v 4. Air rplank completed.

(v ) 5. Calibration check complereqd. Test results 0,097 AC.

Lv) 6. Air blank completed.

( '/) 7. Remove printeg record. ttach the record to the completed
checklist,

SIGNATURE a@ Az awaxul
¥

DPS Form Exh G-2 (Rev. 05-01)

Pursuan; to section 28- {327, Arizona Revised Statutes. this documen:

is a certified duplicate of the information comained in
Computer storage devices of the Tucson Folice Department,



INTOXILYZER 8000
Location: TUCSON POLICE DEEBT

Serial Number: 80-001199
01/16/2008 09:45:00 /ﬁﬂ\

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank ’ 0.000 09:45:27

Cal Check 0.097 08:45:48 ,
Air Blank RFI* ' 09:46:06

Air Blank 0.0G0 09:46:34

*R¥FI Detect

Operator's Signature
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INTOXILYZER 8000 ‘(Ci C{\

Location: TUCSON POLICE DEPT
Serial Number: 80-001199

01/16/2008 09:4%:03

Standard Lot#: 7198017 b
Last Changed By: T. GALLEGOS #38847

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:49:30

Cal Check 0.097 09:49:49

Air Blank Q.00C0 09:50:18

Lo Lok

Operator's Signaturla
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