CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /[7\\
\_

W

I hereby certify that these documents are a true and correct copy of the WX

g2 -ov !l 99 maintaired by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a-quality assurance program. :

dates. The acceptable accuracy limits, a5 defimed in A.A.C. R13-] 0-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: ¥-(v~08 (a7 0.09% AC Cal2_0-297 AC

Between the dates of 3-13-0¢g and_M-t0-0%
the instrument wasg Operating properly and accurately,

The instrument was taken out of service for repairon N /A
The instrument was retumed toserviceon N/ A

o (ol

Clare L. Conley

X

~{-0§

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this || , day of
Agr\ ,200% .
KATO;:;CKLQFQNEY K erim, A K s,

) Ba

5] NOTARY PUBLIC-ARIZONA v \
7 PIMA COUNTY Notary Public
My Comm. Exp. Sept. 4, 2008

*Includes documents spe;:iﬁed in AAC RI3-10-104.A 5

Pursuant to section 28. 1327, Arizona Revised Statutes, this document is 2 certified duplicate of the
information contained iy computer storage devices of the Tucson Police Department.



THIS REPORT PREPARED PURSUANT Tp DUTY IMPOSED BY
A.A.C. Ri3 ~10-104(a)

ARIZONA DEPARTMENT 0O pygpoc SAFETY l fgcf

STANDARD QUALITY ag SURANCE FROCEDURES
INTOXILYZER MODEL BoG0

STANDARD QUALITY ASSURANCE PROCEDURE /ﬁ"l

| u(.\\‘
QA SPECTALIST ‘lare ol'nl AGENCY Tuecsop Police Department
__Qi_________jE;_____~_“ T === _J%partment

DATE Y.-(b-0% TIME _ [b8%™
_
INTOXILYZER SERIAL 4 ga-—ou(‘ij LOCATION oD (Tzu\:l!
Dur HY

{v) 1. Display reads “pysy BUTTON TO sTarT”

DIAGNOS'I‘IC TESTS
v 1. Clock time check ,
2. Date check .

OPERATIONAL TESTS

(v ) 1. Alcohol-free subject tegt Tesult 0. Jov AL,
(o) 2. Error Tecognition logic System functioning.
(V') 3. Proper Sample recogniticp Systemn,

{v") 4. Standarq Calibration Check Standard 0. | §d AC

COMMENTS

SIGNATURE

DPS rorm Exh G-4 (Rev, 05-01)

Pursuant 1o seclion 28-1327, drizona Revised Sraryres. this documen; js 4 certified duplicare &f the information Cokiained in
Computer storage deviees o/ the Tucson Police Deparimen;
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INTOXILYZER 8000

Location: TUCSON POLICE prpy (*,\
Serial Number : 80-001199

04/10/2008 10:53:14

Standard Lot#: 7325031 4}%
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY . #34517

TUCSON PD _

Operator: c,. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Periog? Yes

Test g/210L Time

Air Blank 0.000 10:54:01
Diagnostic Test Pass 10:54:28
Air Blank ‘ 0.000 10:54:56
0.100 Cal check 0.098 10:55:15
Air Blank 0.00¢ 10:55:44
Subject Test 0.000 10:56:36
Air Blank ABT* 10:56:43
Air Blank 0.000 10:57:11

*Sequence Aborted

Not a Successfully Completed Test Sequence

b= .
- UISUANT 10 mepnop DR-1320 Amronz | ! &y hiE g : 4
e SE el = TVTVISED STANtoE e Boimen 52 ooiified duplicare pf e Iormar INEC N oo
. PR " S & STTUI e DL TIne mIos 10n ¢ ned
SIOT2z: favimms € thz Tusson Pojioe Trpamoner ; SRR n e a



INTOXILYZER 8000 g{gc\

Location: TUCSON POLICE DEPT

Serial Number - 80-001199

04/10/2008 10:57:16 (SN
Standard Lot#: 7325031 h
Last Changed By: C. CONLEY #34517 '1§

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD :

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? ves

Tegt g/210L Time
Air Blank RFI* 10:57:49
Air Blank IPS*«* 10:58:05

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

- -
- HTSLANT 15 pemign 28-1327 ATZCnz Revised Stamner e dom: i tified dupi f 3 o
SSENOn 28-1307. g “VISER stanmey, e fommem s, SETLLEE Auphizars gt e HUSTMATLON tontainsd |
a D 281 t 52 2STiied duphic 12 MIgT ned in oy
SOTAgE devipmg gf in: Teesen Pojice Cromuren, i



INTOXILYZER 8000 L‘ ‘gc(

Location: TUCSON POLICE DEPT C*A
Serial Number . 80-001199

04/10/2008 10:58:09

Standard Lot#: 7325037 /ﬁ¥1
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY . #34517

TUCSCON PD

Operator: ¢. CONLEY #34517

TUCSON PD

Subject: TEST, sQaP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:59:04
Diagnostic Test Pass 10:59:32
Air Blank ' 0.000 10:59:59
0.700 Cal Check 0.099 11:00:18
Air Blank 0.000 11:00:47
Subject Test 0.332% 11:03:56
Air Blank 06.000 . 11:04:27
Air Blank 0.000 11:04:55
Subject Test XXX H A 11:05:17

Air Blank 0.000 11:05:50

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

B
- UTSUENT 10 peenpy, 281327, Agizons tsed nie ; ..
=EHeDh L1307, Tz Krvised Stanees. shic SCEIIT IS 2 coiifieg dumienee it an s .

.- - e .. T mes SUGANIT i3 2 om =0 D\bnzame pf e mic TNATI0n Copte: =
SIOT2Z2 Bovices of the Trason Folize Dopaenog * RN 1D eompine;



INTOXILYZER 8000

La——
Location: TUCSON POLICE DEPT {3 %ﬂ
Serial Number: 80-001199

04/1¢/2008 11:06:12 (:)J\

Standard Lot#: 7325037 Al{
Last Changed By: c. conney #34517 \
QAS: C. CONLEY #34517

TUCSCN PD

Test g/210L Time

Air Blank ’ 0.000 T1:06:40

Cal Check G.097 11:06:58

Air Blank 0.000 17:07:27

Operator's Sibnature

h=! .
- UTSUENT 10 semigy 281527, ATizons Tevised S nig s i 5
22 Al & revised Qe iTes thic fonummen 15 2 semifyag Qiniears o7 . R
. o s - TR A SERlRC cupieze of the miormanon comagnes o
SISTRE. devioss of the Turson Poitse Teparmen: O BORIINZC 15 tompire;



Laninl g - 2

THIS REPORT PREPARED PIRSUANT TO DUTY Imposzp 3Y c\
A.A.C. R13-10-104(a) \04“

ARIZONA DEPARTMENT oF PUBLIC SAFETY

O

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL gopg | /éll
STANDARD CALIBRATION CEECK PROCEDURE
QA Specialigtr Ua.r‘g_ QD‘I\‘QM AGENCY Tucsen Police Department
|
DATE -id-~-0¢g TIME /oS :
—_—
Intoxilyzer Serial # ¢ -%01 49 Location 6w ( Team l!
Dui HY
{ ») 1. Ensure that gas tank is attached top instrument ang containg g
2tandard alcohpl concentc;:;.tlon solution 0. /oo AC,
Pour a standard alechol concentration sclution AC,

into a clean dry simulatoy and assemble the simulator, Ensure
that a tight gea; has been pmade. Turn on the simulator ang
allow temperature tq reach 34°C¢ + C.2°C

(V') 2. Intoxilyzer sogo display reads “pusy BUTTON TO sTagm

{wr) 3. ao to the “Control Testing Menu”. Select “D” for dry.

centrol tegt or YW for wet contrel test. afier
selection ia made pregg ENTER.

(v ) 4. ajir blank completed.

() 5. Calibration check completed, Tegt results 0. 098  ac.
{ ) 6. Air blank completed.

( ) 7. Remove Printed record. Attach the rezorg to the completeg

checkligt .

SIGNATURE UM C—hﬂ«-.
/

DPS Form Exh @-2 {Rev. 05-01)

Pursuans 1o Section 28-1327, Arizong Revised Statures, this document s o certified duplicate of the information comained in
compurer storage devipes af the Tucson Police Depariment,



INTOXILYZER 8000 ’\ ‘xc\

Location: TUCSON POLICE DEPT
Serial Number: 80-001199 ON
04/10/2008 10:51:54

Standard Lot#: 7325031 /FS({

Last Changed By: C. CONLEY #34517

CAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:52:22
Cal Check 0.058 70:52:40_
Air Blank G.000 10:53:10

Uae Cond_

Operator's Sign%ture

=
< UrBuant 10 S=CTon 281 cledy’ sirons . i .
+10 o= Lt la ] A Tz Reviged Stamres =nic Sotimem i, SETHTIeE s - . L.
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TUCSON POLICE DEPARTMENT A
CRIME LABORATORY U

INTOXILYZER SERVICE RECORD 4Gy
| FOR
CALIBRATION GAS TANK CHANGE

Date: Y _jo0-0y
QAS:  (Mare lea.\‘
Intoxilyzer Serial Number: _ &0 —~b0((49

New Lot Number: 7325037

New Expiration Date: 1 / 24 / 230 "

Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
Remove the old gas tank and instal] the gew one.

(7) L.

(t/) 2

(#) 3. Hit the “EgC™ key twice and swipe the QAS card.
(L) 4

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot # From the tank Iabel

Enter Exp Date: From the tank labe] (mm/dd/yyyy)
Edit info Y/N? Y or N '
Update Std Info? Y ENTER

“Please wait saving...”

() 5. Hit the “ESC” key twice,

(v) 6.  Go to the “M-Maintenance” meny and select “T-Contro] Testing.”

' Select “D” for dry control tegt, After selection is made press

ENTER.
(v') 7. Air blank completed.
(v) 8.  Calibration check completed. Test results 0, 69€ AC.
(v) 9. Air blank completed.
{(v") 10. Remove and sign printed record. Attach the record to the compieted checkiist.
SIGNATURE UM C‘..\Q,_‘\
)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified dupiicate of the information contained in
Computer storage devices of the Tucson Police Department.



Pursuzas 10 zzonon 281

INTOXTLYZER 80C0 ' 0\ Jgﬁ\

Location: TUCSON POLICE DEPT
Serial Number: 80-001199

04/10/2008 10:50:35 . AUSEN

Standard Lot#: 7325037 L\
Last Changed By: C. CONLEY #34517 \
QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:51:02

Cal Check 0.098 10:51:21

Air Blank 0.000 10:57:50

Operator's 21 gnatdre

327, Atizoma Beviger Stammer whis Soovmen s 5 e

SR & oD
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