CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory

¢
v 270 § Stone Avenue Tucson, AZ 85701-1917 f(g\\

I hereby certify that these documents are a true and correct copy of the %\ﬁ
periodic maintenance® for the Intoxilyzer 8000 Serial Number ®
g0 - 20//199 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: ta(r;[ﬁ Call_op.1p02 AC Cal2 ¢o.p99 AC

Between the dates of QA’?/f?ﬁ' and mﬂﬁ/ﬂ?

the instrument was operating ]Smperi} and accurately.

The instrument was taken out of service for repairon -
The instrument was retumed to serviceon —

w

Sarah L. Cione

/g

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this__ oZ/¥ . day of
a0 2009 .

&éﬁ)"f- M/ff"u F:::.tf'?g’g: .

Notary Public | —T Al

B

*Includes documents specified in A A.C. R13-10-104.A.5 \ -'.:'L_...-_';r iy Camm, Exp. Mar. 17, 2012 |

Pursuant to section 28-1327, Anizona Revised Statutes, this document is a certified duplicate of the
mnformation contamned in computer storage devices of the Tueson Police Department.



EXEIBIT G-2 faf'-fsc

TEIE REPORT SRSPARED PURSUANT TC DUTY IMPOSED BY
A.A.C. R13-10-104 (&)
ARIZONA DEPARTMENT OF DJUBLIC SAFETY
STANDARD QUALITY ASSURANCE PROCEDURES /ﬁf\ ﬁﬁ
INTOXILYZER HﬂDELIEGﬂD 1F
STANDARD QUALITY ASSURANCE PROCEDURE \F
Or seEcranisT SOMA Ciont AGENCY Tucson Police Department

DETE  10/i /D‘? TIME (0.3 F
INTOXILYZEZR SERIAL 2 gp-001199 LocatIoN _DUT HO

¢/} 1. Display reads “PUSE BUTTON TO START"

¢/} 1. Clock time check.
( /) 2. Dac= check.

OCPERATIONAL TESTE

1. Alcohol-fres subject test result 0. 000 AC.
| 2. Error recognition logic system function:ing.
Hot & Successfiuily Completed Tsst Segueace printad
(/' 3. Proper sample recognition system.
Not a Successfully Compleied Test Segquence printed
/ Daficient sample printad.
4. Stendard Cslibration Check standaxrd C. (O e

Resulz: 0. ﬂ&ﬂ AC

Instrumentc 1s opezating properly and accurscely. YES / )

COMMENTS

D25 Porm Exk G-4 (Rew. Q5-01)

Pursuont 1o section 251377, Arizona Revored Sionutes. thiv document ir g certified dupiicetr o the oeflormation contatreg
computer siorapee devices of the Tuzson Police Deparmmen



2977

SC

INTOXILYZER 8000

Location: TUCSON POLICE DEPT \.\
Serial Number : 80-001199

10/15/2009 10:29:32
Standard Lot#: BOI1002I

Last Changed By: S. CIONE #50616
QiS: 5. CIONE #50616
TOCS0ON FPD

Operator: S. CIONE #50816
TUCSON PD

Subject: S0AP,TEST

DOoDe: 11 /11711

Sex: F Weight: 111

15 Minute Depriwvation Periocd? Yes

Test _g/210L Time

Air Blank 0.000 10:30:20
Diagnostic Test Pass 10:30:47
Air Blank 0.000 10:31:15
0.7100 Cal Check 0.160 10:-31:34
Air Blank 0.daco 10:32:03
Subject Test 0.000 10:32:22
Air Blank 0.000 10:32:49
Five Minute Wait ABT*

Air Blank 0.000 10:33:23

*Seguence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Anzona Revised Statutes, this doocument is 4 centified duplicaze of the information contined in COMpPULET
storage devices of the Tucson Police Depariment



Bot Ty

INTOXILYZER 8000

Locaticn: TUCSON FOLICE DEPT

Serial Number : 80-0071199 /@L\
10/15/200% i0:33:34 -

Standard Lot#: 8070021
Last Changed By: S. CIONE

E 3
i
=
)]
=
o

GAS: S. CIioNE #50616
TUCSON D
Operator: S. CIONE £50616
TUCSCN 7D

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test 9121GL Tims
Air Blank RFI* 10:34:19
Air Blank Ipg** 10:34:26

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o sectian 28-1327, Arizonn Revised Statutes, this document is a cerified duplicate of the information contamed in compuicr
storage devices of the Tucson Police Deparmment
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SC

INTCXILYZER BOOO
Locaticon: TOCSON POLICE DEPT
Serial Number : 80-001199

10/15/2009 10:35:06 4)[\

Standard Lot#: 8010021

Last Changed By: S. CIONE #5061716
QAS: 5. CIONE #50616
TUOCSON ED
Operator: 5. CIONE #508176
TUCSCN PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:35:50
Diagnostic Test Pass 10:36:18
Air Blank 0.000 10:36:45
0.100 Cal Check 0.100 10:37:04
Air Blank 0.000 10:37:33
Subject Test 0.255* 10:40:42
Air Blank 0.000 10:41:14
Air Blank 0.000 10:41:42
Subject Test XXX *% 10:42:08
Air Blank 0.000 10:42:42

*Deficient Sample
**Invalid Sample
Begin now deprivation period

Not a Successfully Completed Test Sequence

Pursisant t section 28-1327, Arizonn Revised Statutes, this document is a centified duplicate of the informanon contained in computer
morue devices of the Tucson Police Department.



50;175('

INTOXILYZER B000

Location: TOCSON POLICE DEPT

Serial Number: 80-001199

10/15/200% 10:43:20

Standard Tot#: 8070021 /@l\
Last Chanced By: 5. CIONE #50616

UAS: 8. CIONE #50616

TUCSON PD -
Test g/Z10L Time

Air slanx TR jhriszal

Cel Check 0.0%9 10:24:06

Air Blank 0.000 10:£4:35

Coerator’s Signaturs

Pursuant 1o section 28-1327, Arlzona Revised Statutes: this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Policz Department.



EXHIBIT (-2 é’”f l75

THEIS RSPORT PREPRRED FUHSTUANRT TO DUTY IMPOSEL BY
B.E.C, BRL3-30=10415)

ARIZONA DEPARTMENT OF PUBLIC SAFESTY

STANDARD QUALITY ASSURANCE 2ROCEDURES /6
INTOXILYZER MODEL 8000 \ 04

STANDARD CALIBRATION CHSCK PROCEDURE \Qw

or speciatist Sarah Mong AGENCY fTucson Police Department

Intoxilyszer Serial # Eﬂ-{m“ﬂg Location DU/ HQ

('/ ] 1. Ensure that gas tank iz attached to indtrument and contains &
etandard zicohnl cencentration solution ﬂ.[QQ AL,
OB
Sour a standard zlcohol concentration solution AC,

inte & clean dry simulator and assemble the simulatoz. Ensure
that & tight sesl has been made. Turn on the simulator and
aliow temperaturs to reach 34%C + 0.2°C

{ //: 2. Intoxilyzer 8000 displey rsads “PUSH BUTTON TO START™

} 3. 6o to the “Control Testing Menu". Select *“L" Zor dry

L
control test er “WT £gor we: control test. Afzer
selection is mads press ENTER.

(v ) 4. Air blank completsd.

L ) 5. Calibration check completed. Test results 0.0 AC.

( v/1 6. &ir blank completed.

) 7. Remove printed record. Attach the record fo the completed
checkliset.

SIGNATURE ﬁmgb [\ont

DPFS Form Exh G-2 (Bev. 053-01L)

Pursuans 1o section 28-1327, Arizong Revised Stotutes. thix doctment i o cerfified dupficate of the irformation contatmed b
computer slarage devices of the Turson Police Deparoment



INTOXILYZER 8000
Location: TOCSON POLICE DEFT
Sarial Kumber: B80-001199

10/15/2009 022807

Standard Loté#: BO10021

T ame Moo smmds Sess O T AT i:ﬂl:'!-E \
tagt OHanemad The: 8 OCIONE BEOL

QaS: 5. CIONE #5065

TUCSON P>

Test g/210L Tine

Air Blank 0.000 10:28:34

Cal Check 0.102 10:28:53

Air Blanmk 0.000 10:29:22

_ =Sanah Ciont

Operator's Signature

Pursuant to section 28-1327, Arizons Revised Statutes, this document is a cernified duplicate of the information contmined it computer
storage devices of the Tucson Folice Department.



