CZRTTFICATION ov CUSTODIAN of RECORDS
Tucson Poiice Deparimeny uzmr Lapnram"r
270 8 Stone Avenue Tucson. AZ £35701-1017

I nereby cemify that these documents are 2 true and correc: copv of the ,@‘-\
periodic maintenance® for the Intoxilvzer 8000 Serial Numbsr

30 ~00N94 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Departmen:

of Public Safety for 2 quality assurance program.

A quality assurance specialist (QAS) testec the instrumen: on the following
dates. The acceptable accuracy limits, as defined in A A.C R13-10-104. A2,
for a 0.100AC solution ars (.090AC to 0.110AC.

Datz: ||~(2-09 (Call O.lov AC Cal2 0.99% AC

Berween the dates of _ /D - (S -09 and I1-(3-29
the instrument was operating properiy and accurately.

The instrument weas taken out of service for repairon M/ A
The instrumen: was returned to serviccon N /A

M bnl

Ciare L. Conley
\~[7-09

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to beforemethis__ ) [ . day of
2009

CFFICIAL SEAL
=\ KIM MESSINGER

S NOTARY PUBLIC-ARIZONA
-PIMA COUNTY
_My Comm. Exp. June 20, 2010

Notary Public

*Inciudes documents specified in AA.C, R13-10-10£.4.3

Pursuant to secnion 28-1327, Arizona Revised Sennmes fhis document i5 a comified dupiicars of the
information contained in somputes stosaps devices of tes Tucson Police Deparmen:



EXHIETT G4

THIS REPORT PREPARED PURSUANT TO DUTT IMPOSED 3Y
3.0. Ri3-

20104 (2 r1,6,7

ARIZONA DEPARTMENT OF PUBLIC SAFETY )

AT

STANDARD QUALITY ASSURANCE 2ROCEDURES
INTOXILYZER MODEL 8000 ’X'h\

STANDARD QUALITY ESSUMH:E'FROEEEURE \1\‘\

QL SPECIALIST Uﬂﬂ‘» @M\[&_-._ AGENCY Tucson Police Department
L

paTz __ (1 -12-09 TIME AT

INTOXILYZER SERIRL ¢ - /l99 rocatIoN [ame [« b

(v ) 1. Display resads “PUSHE BUTTON TO START"

DIAGHOETIC TESIS

{vw 1 1. Block time check.
{o + 2. Date check.
OEZRATIONAL TESTS

b

¥ 1, Alcohpl-free subject test result 0. 6V AC,
} 2, Error recogniction log:ic system fonctioning.
Not a Successfully Compisted Test Seguence printed
[ v+~ 3. Proper sample recognition svstem.
Not & Successfully Completed Test Segquence printed
Deficient sample printed.
{1 4. Standard Calibration Check standard 3. (8D AT

Resulz: C. O9% A

Iostrument 1s operating properly and acsurately. YES & NO

COMMENTS  Morne .

SIGNATURE uw dn\Rd.‘
!

Purssant 1o seetion 281327, Arizona Revised Stontes. this documens v & cartified chaxicote of (= sWormaion corsained in
compuier tiorage devices of the Twcson Police Deporimers



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-001199

11/13/2009 G9:456:44 :
Standard Lot#: 8010021 /éi\
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/71/171
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test _g/210L Time

Air Blank 0.000 09:47:38
Diagnostic Test Pass 09:48:086
Air Blank 0.000 05:48:33
0.100 Cal Check D.099 09:48:52
Air Blank 0_.000 09:49:21
Subject Test 0.000 09:49:38
Air Blank ABT* 069:49:45
Air Blank 0.000 09:50:13

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 281327, Arivona Revisad Statutes, this document 1s 2 certificd dupficare of the mformation contined in computer
storape devices of the Tucson Police Depariment



34)'?
INTOXILYZER 8000 GA\

Location: TUCSON POLICE DEPT
Serial Number : 80-00119¢%

11/13/2009 09:50:17 fiﬁ\

Standard Lot#: B0O1002I

Last Changed By: S. CIONE #50676
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #3487
TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Periocd? Yes

Test g!21GL Time
Air Blank RFI* 09:50:59
Air Blank IPS** 09:51:08

*RF1 Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to seetion 28-1327, Arizona Revised Stattes, this document 15 3 cenified duplicate of the information contained n computes
storige devices of the Tucson Police Department.



Y57

INTOXILYZER 8000 N
Location: TUCSON POLICE DEET '
Serial Number : B80-001199

11/13/2009 09:51:19 ,{}\

Standard Lot#: B010021I

Last Changed By: S. CIONE #50616
QAS: C. CORLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:52:06
Diagnostic Test Pass (8:52:33
Air Blank 0.000 09:53:01
0.100 Cal Check 0.100 09:53:19
Air Blank 0.000 09:53:49
Subject Test 0.160% 09:56:57
Air Blank 0.000 09:57:29
Air Blank €.000 09:57:586
Subject Test b6 &b 3 09:58:16
Air Blank 0.000 09:58:50

*beficient Sample
**Invalid Sample
Begin new deprivation pericd

Not a Successfully Completed Test Seguence

Pursuunt to section 28-1327, Anzona Revised Statutes, this document is a certified duplicate of the information contnined in compuler
stofage devices of the Tucson Police Department



INTOXILYZER EQOO

587

Location: TUCSON POLICE DEPT O/V\
Serial Number: B0-001128

11/13/2009

—— e e

09:59:09

Standard Lot#: 8010021

Last Changed By: S. CIONE #50616

I ——— Sl S S Ll

QAS: C., CONLEY #34517

TUCSCH PD

Test g/21oL Time

ARir Blank 0-900 09:59:37
cal Check 0.098 09:59:55
Air Blank 0.000 10;00:25

Uane Lol

Dparater's Signdture

Pursosmiw ssorios TE1307, Atizons Pavist Saneey

Silraps ceyireg oF th= To=sm Poli=: Trepermnsss

i BOLUTIA 18 3 certaed cuplicEe of Ins i menst Smmnel T o



EXHTIEIT G-2

THIS REPDAT TREPARFD PURSUANT TC DUTY TMPOSED BY B<L
A.A.C. Ri3-10-1041(a) C/U\

ARIZON: DEPARTMEKT OF PUBLIC SAFSTY

STANDARD QUALITY ASSURBNCE PROCERURES
INTOXILYZER MODEL 8000

I\
.-,‘.0

STANDARD CALIBRATION CHECX PROCEDURE \_\‘
DA Specialist E14111 E}vxhs1 AGERCY Tucson Pol:ige Department
DATE lI~[2-09 TIME CIY

-

Intoxilyzer Berial § <0 -0l ‘?? Locatiocn Q,lumg !.,_L

{ o] 1. Ensure that gas tank is attached 1o instrument and contains a
standard alcohol concentration solutien 2. /xp AL,
a8,
Pour 2 standard alcohcl concantration solution AC,

into & clean dry simulator and assemble the simulateor,. EBpsure
that & tight sesl has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°%

] Z. Intoxilyzer B000 display reads "PUSH BUTTON TC START"

{ ) 3. Go to the "Control Testing Mepu”. Select "D" for dry
control test or *WW for wet cortrol tesi. After
selection is made press ENTER.

[ v ) 4, Air blank conpleted.

[ ~) 5. <Calibpration check completed. Test resul:ts 0. 180 AC,

[ ) 6. Air blank completed.

{ v} 7. MRemove printed record. Attach the recsrd to the completed
checklist.

SIGNATURE ( jﬂu E&Q{,}

DPS Fgorm Exh G-2 [Rev. 15-01)

Pursuon: to yection 25-1327. Arizono Revised Stonaes. tgs document & o certified duiplicate of the injormation conigined in
computer siorage devices of the Tucvon Police Depariment



INTCXILYZER 8000 7{6 7

Location: TUCSON BOLICE DEPT QM
Seria]l Nesser: B0-001199
11/13/2009 £9:45:2%

Standard Lot#: 8010021 /('Jt\

Last Changed By: £. CIONE #50816

QAS: C. COHLEY #34517

TUCSON FD

Test g/210L Time

ARir Blank 4.000 09:45:52
Cal Check G.180 0546211
Air Biank ©.000 09:46:41

Ui by

Operatos's S:g-rmzj.r.m

Pursuant to section 281327, Arizona Revised Statutes, this document is a centilfied duplicate of the information contammed ln computey
storage devices of the Tucson Police Department.



