CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 §. Stone Avenue Tucson. AZ 85701-1917

I hereby certifv that these documents are a true and correct copy of the /@‘\ mhb&\
periodic maintenance* for the Intoxilvzer 8000 Serial Number \}

- 2ol 99 maintained by the Tucson Police Department ¥
Crime Laboratory pursuant to the requirements of the Arizona Department _
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 10 0.1 10AC.

Date: 12-10-09 Call 0.jov AC Cal2 0.099 AC

Between the dates of _!/-13 - 09 and_12-10-09
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ A-
The instrument was returned to serviceon N/ B

Uare bty

-

Clare L. Conley

j2.- 10~ 0¥

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /Y0 . day of
4 ,2009 .

AN N mnnands?

OFFICIAL SEAL
“"T?:*:‘N ERNANDE” |
Not Public o a— ) AM. HERNANDEZ
ary {{ﬁ:’_i“ﬁ ]’-;' NOTARY PUBLIC-ARIZONA
W2 PIMA COUNTY
*Inciudes documents specified in A A.C. R13-10-104.A.5 5> 2 ;

“ Wy Comm. Exp. Msr. 77, 25421

Pursuant to section 281327, Arizona Ravised Stanizes, this document is a cemtified duplicare of the
information comained in computer storaze devices of the Tucson Police Depariment.
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THIES REFORT PREDARED PORSUANT TD DOTY YMPOSED BY {£’7

R.A.c. REZ-10-104 (2) (E

ERIZONA DEPARTMEMNT (QF PUBLII SATFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8006 &\\ ,\DQO\

STANDARD QUELITY EEEUFHIEEI?RGCEEUEE v\\:
QA SPECIALIST Qiayt.ﬂbh12#| BGENCY Tucson Polics Department

1

patz 12-{D-09 =z 0917

INTOXIZYZER sZRzas & §o- 101199 LocaTzon ODW  Dul Ha_

lv") 1. Display reads "2USH DUTTON TO START"

( ¥y 1. Clock time check.
L i 2. Date check.

OPERATIONAIL TESTS

1. Alcchol-fres subject test result 0, OUY AC.
Error recognition logic systam functioning.
Mot = Successfiplly Complstsd Test Seguence printed
i 3. Proper s=appie tecogniiion system.
Hot 2 Successfuily Complerad Test Sequence pripted
Deficient sample princed.
{ ¥} 4. Standard Calibration Check standard 0.)0D ac

Resalt: 0. gij AC

=

L]

Vs
v
v’

Instrument is cperating properly and accurately. YES v WO

commENTs N one

SIGHATURE MM -

Purszant io section 18-1337. Arzone Revised Stamiizs. thid docsmens & o certified duplicare of ihe informanon: commeed in
coNgmEEr Horaee Svicss of the Tursos Pale Deporirse:



2 7
INTOXILYZER 8000

Location: TUCSON POLICE DEPT Oihk
Serial Number : 80-001199

12/10/2009 09:18:25

standard Lot#: 8010021 ﬁ&)‘a\
Last Changed By: S. CIONE #508616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #3457

TUCSON PD

Subject: TEST,SQAP
poB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:19:15
Diagnostic Test Pass 09:19:43
Air Blank 0.000 05:20:10
0.100 Ccal Check 0.100 09:20:29
Air Blank 0-.000 09:20:58
Subject Test 0.000 09:27:28
Air Blank ABT* 09:21:46
Air Blank 0.000 09:22:15

*Sequence Aborted

Not a Successfully Completed Test Sequence

- =
FUTBUENT 10 zemjion 061577, Aqone & e A

B iE131] v Saner S5 GOSN o s st fimg lireee o e
SIoRgs Sswisss of ths Tusson Foiis: Treomeme SmosEe ol s infomner fonmnes = o
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT QAA
Serial Number : 80-001199

12/10/72009 08:22:37

Standard Lot#: 8010021 ﬁk
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY 434817

TUCSON P

Subject: TEST,SQAF
DOB: 11/11 /17101
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:23:07
Air Blank IpSe* 09:23: 21

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

=
< HEERENT o seoqes TR-1327 Arirenn Feviges Suamees L .

i it - A Wtes tIF AEEUTREN 3 1 cetined guiinare -
flotazs Seviczs of e Tuzson Polics Dopoomes p =0 aupies of the MIDTmanGn tonmmes in comme:



INTOXILYZER 8000

T

Location: TUCSON POLICE DEPT (l&ﬂx
Serial Number : 80-001199

12/10/2009 09:24:02

Standard Lot#: B01002I

Last Changed By: S. CIONE #50616

QaS: C, CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSCN PD

Subject: TEST,SQAP

DOB: 11/11/1111

Sex: M

Weight:

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:24:51
Diagnostic Test Pass 09:25:18
Air Blank 0.000 NS:25:46
0.100 Cal Check 0.100 09:26:04
Air Blank 0.000 09:26:34
Subject Test 0.587* 09:29:42
Air Blank 0.000 09:30:15
Air Blank 0.0C0 09:30:42
Subject Test XXX** 09:31:03
Air Blank 0.000 09:31:36

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuanr o sestior 26-1327 Arizona Bevised Smmzes tis BOCO=Riiss

Storazs Govizss of the Tusson Pohis
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INTOXILYZER 8000 é -
Logation: TUCSON POLICE DEPT

Serial Number: 80-001199
12/10/2009 09:31155 (aa
standard Lot#: 8010021 < h

tast Changed By: 5. CICHE #5056

QAS: C. CONLEY #34517

L~ TUCSON PD
Test g/f210L T ime
Air Blank 0.000 05:32:23
Cel Check 0.099 05:32:42
Air Blank g.000 09:33:11

Uane Conlle

Operator's Signatyre

Fursusns o gecton 261370, Anoona Reoviese Sestres =9 S0TITEER IS ool - .
) B STyl soritied prembiope mii - T
soraps tevizes of the Tusson Poliss Drepamwmen : of o miccm=er soremss T somE
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SIGNATURE
DPS Form

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY L}
2.5.C, RI3Z-1D0-104(A&) ’}

STARDARD QUALITY ASSURARCE =ROCZDURES
INTOXILYZER MODEL 8000

D
STANDARD CALIBRATION CHECK FROCEDURE @\\ \\‘1'

Oh Speciglist !:(ﬂ,r{,!l_;h_ig RGENZY Tucson Police Departmenc

12-1d -89 =z 0%/(1
Intoxilyzer Serial & SP2-p0(199 Location  ODW Dy i 1

SATE

Ensure that gas tank is attached to instrument and corntains a
standard zlcohel concentracion sciucion 0. /0D AC.

OR
Bour & standard alcoheol concenctration solution AT,
into a ¢lean dry simunlator and assemble the simplator. Ensurs
that a tight seal has been made. Turn on tThe simulator and
=llow temperature to reach 34°C = €.2°C

Intoxilyzer B00O0D <display reads "PUSH BUTTON TC START™
Go te the *Control Testing Menu". Select *D" for dry
control test or *W" for wet coitrel test, &fter
selection is mads press ENTER.
Bir blank complisted.
Czlibra—ion check completed. Tes: resul:s 0. [|%n AC.
Bir blank completed.
Remove printed receord. Actach the zecord to the completed
checklist.
Jo
®xh &=2 {(Rew. 03-01}

Pursuane o secrion 281327, drizona Revised Stamigy, this docament s a certified duplicate of the information contained in
computer foroge devices of the Tucyom Police Depariment



INTOXILYZER 800D ;
tocation: TUCSO0H BOLICE DEFT 7%7
Serisl Number: 80-001199

1271072009 09:17:05 U\

Standard Lot#: 8010021

Last Changed By: 5. CIONE #5088 h\\
Qas: C. CONLEY £34511

TUCSOR PO

Test gf2i0L Time

Air Blank 0.000 g9:17:32

Cal Check 0.100 09:77:51

air Blank 0.000 09:18:20

Mot Lok,

Operator's 5iqna.:l:re

Pursumar w gesnor. 751327 Arizons Ryt §
. n ZB-3320. 2 Spmmmer wmic Ancumen (s s cesiisd din) _
exoTEr: Eeviges of foe Tesson Polies D= & epriifisd guphzats of the mitcmanion comanss in Somote



