CERTIFICATION by CUSTODIAN of RECORDS
Tucson Poiice Department Crime Laborator)
270§ Stone Averue Tucson. AZ 83701-1917

I hereby certify that these documents are a true and correct copy of the 4%\\ 0
periodic maintenance® for the Intoxilyzer 8000 Serial Number '],D"'

gv-D0o(199 maintained by the Tucson Police Department N
Crime Laboratory pursuant to the requirements of the Arizona Department
of Pubiic Safety for 2 quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date; 2-41-(0 Cal] 0-1F0 AC Cal2 0.09%  AC

Betwsen the datesof ) -7-lo and 2-4-(©
the instrument was operating properly and accuratsly.

The instrument was taken out of service for repair on N/ B
The instrument was returned to service on _{V/f

ﬁ.&fi Q/“'\QL./F
Clare L. Conley
Co,lg Ofl, 2a(0

ADPS QAS Permit # 33314

Q‘Hﬁ
SUBSCRIBED AND SWORJ\ to before me this — ,dayof

B . OFFICIAL SEAL
Notary Public ‘». LAURA A. SANTAMARINA
| 4 b9 & NOTARY PUBLIC-ARIZONA
*includes documents specified n A AC RIZ10-105.A3 ‘ 225 PIMA COUNTY

My Comm. Exp, Jan, 8, 2013

Pursuant 1o seetion 28-1327, Arjzony Reviced Stamres, this document is e certilied duplicate of the
information containad in compuer storaz= devices of the Tucson Police Depanmen:
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INTOXILYZER 8000 \B'S
Location: TUCSON POLICE DEPT
Serial Number : B80-001799

02/04/2010 13:48:31 fﬁﬁi
Standard Lot#: 642845

Last Changed By: J. OQLIVARES #36552
AR L SESLTT T M= aC 4y
TR - L o 8 W et s & | e SRS |
TUCSON PD

Operater: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DoE: 1111 /1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:49:34
Diagnostic Test Pass 13:50:02
Air Blank 0.000 13:50:29
0.100 Cal Check 0.099 13:50:48
Air Blank 0.000 13:51:37
Subject Test C.000 13:51:51
Air Blank ABRT* 13:51:58
Adlr Blank 0.000 13:52:26

*Sequence Aborted

Not a Successfully Completed Test Segquence

Purspant to section 28- 1327, Arlzona Revised Statutes, this document 35 a certified duplicate of the information contoined in computer
storzge devices of the Tucson Police Department.



A
INTOXILYZER 8000C 3 ’\

Location: TUCSON POLICE DEPT Q}&\
Serial Number : B0-001199

02/04/2010 13:53:51 _ \{
Standard Lot#: 642845

Last Changed By: J. OLIVARES #36552

QAS: C. CONLEY #34517

TUCSON FD

Operator: C. CONLEY #3457

TUCSON PD

Subject: TEST,SQAP
DoB: 11717141117
Sex: M Weight: 111

15 Minute Deprivation Periogd? Yes

Test g/210L Time
Air Blank RFI* 13:54:14
Air Blank Ipg¥w 13:54:24

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Seguence

Pursuant o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the informatton contuined w computer
storage devices of the Tucson Police Deparement,



44\

INTOXILYZER 8000

Location: TUCSON POLICE DEPT (VS
Serial Number : 80-001199

02/04/2010 13:55:20

Standard Lot#: 642845 fﬁﬁ*

Last Changed By: J. OLIVARES #36552

QAS: C. CONLEY #34517

TUCSON PD

Operateor: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1711
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:56:08
Diagnostic Test Pass 13:56:35
Air Blank 0.000 13:57:03
0.100 Cal Check 0.099 13:57:21
Air Blank 0.000 13:57:51
Subject Test Qo181 14:00:59
Air Blank 0.000 143071 : 31
air Blank G.000 14:071:50
Subject Test EXX** 14:02:45
Alr Blank 0.000 14:03:18

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successtully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document s » centified duplicate of the information contained in camputer
storage devices of the Tucson Police Department.
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INTOXILYZER 8000 S 51)7

Location: TUCSON POLICE DEPT
Serial Number: 80-001199 Q)d\
Nz/04/2010 14:03:35

Standard Lots: 642845
Last Changed By: J. OLIVARES #36552 /&\\

QAS: C. CONLEY #34517
TUCeny ID .

Test /2105 Time

Air Blank 0.000 14:04:02

Cal Check 0.098 1£:04:20
r Elank 0.o0o0 14:04:50

Uare bl

Operator's Elqr{at.ura

Pursuant 1o section 281327, Anzona Revised Statutes, this document is 2 eertified duplicato of the information contamed 11 computer
storage devices of the Tucson Police Deparoment.
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ETANDRRD QUALITY RASSURARNCE THOCEDUREE K
INTOXILYZER MODEL BOOO wlﬂ

STANDASRD CRLIBRATION THECEK B2ROCESURE

g Specizlist u:lra d,rq |-h-, RGENCY Tucson Folice Departmant
T
parg 2-Y-{0 TIME 1347

Intoxilyzer Serial & Yo-gotlf9 Location obto  Day Hﬁ‘

7 ) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concenzration seluzion 0. [dv AC.
ol

Pour a standard aIcohol conmcapntrazion solucion AL,
into & clesn dry simelacor and assemble —he simulator. Ensurs
that 2 tight seal has been made. Tuzn on the simulator and
allow temperature to reach 34°C = 0.2°C

¢/ 1 2. ZIntoxilyzer BOOO display reads “PUSH BUTTON TC START®

{ | 3. Go to the *"Contrgl Tagting Meng™. Selecr *D" £for dry
conzrel T=2s5T or T for wet control te=st. After
selection is made proess EFRTER.

[ 4, ‘ABiz blank completed.

{ } &. Calibratiorn check completed. Tast resulcs 0. |60 AS.

Eir bdlank completed.

< <
S N
?I

. i. Hemove printed record. Atzach the record t¢ the completed
checklisc,

SIGNATURE um-‘- 0/.\94_‘

Prrsuany to sectbon 281327, Arizone Revisod Staniey, this document bs o cerf{ffed duplicare of the information congined in
computer siorage devices of the Tuceon Police Department



INTOXILYZER 8000 7 %7

Location: TUCSON POLITE DEPT Q_N\
Serial Nusber: B0-007199

ga/04/2010 a4 707 q
Standard Lot#: 642845 /{J

Last Changed By: J. OLIVARES #36552

QAS: C. ODHLEY #34517

TUCESON D

Tast g/ 210L Time

Air Blank 0.000 13:47:34

Cal Check 0.100 13:47:53
ir Blank 0.080 13:468:23

Unne bk,

Operator's St ture

Pursuant ta section 28-1327, Arizona Revised Statutes, this decument is a certified duplicate of the informiation contained in computer
stofage devices of the Tegson Palice Department.
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TUCSON POLICE DEPARTMENT g,
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

D
o

Date: o\-15-10 g.l'*"
QAS: OlweRses JOSE B

Intoxilyzer Serial Number: So-00 1199

New Lot Number: (o4 3 BYS

29, jJuv] goil

New Expiration Date:

>
5
o
0N

1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
Remove the old gas tank and install the new one,
Hit the “ESC" key twice and swipe the QAS card.

Go to the “M-Maintenance™ menu and select “S-Standard Change.”
Select “D" for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot # From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Pleasc wait saving...”

da L ha

5. Hit the “ESC™ key twice.

M 6. Go to the "M-Maintenance™ menu and select “T-Control Testing.”
’ Select “D" for dry control test. After selection is made press
ENTER.

h(j/’ 7. Air blank completed.

Calibration check completed. Test results 0. | !ﬂq AC.

Air blank completed,

()Q/' 10. Remove and sign printed record. Attach the record to the completed checklist.

1
SIGNATURE A (d,?__év #2055 >

p—
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F
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X

Pursuant o seetion 281327, Arizona Revised Swututes, this document is o certified duplicate of the information contained in
compuler storage devices of the Tueson Police Department.
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Pursusnt 1o section 28- 1327, Arzonn Revised Starutes, this docurment i5 4 certified dupbicate of the information conmned in computer
storage devices of the Tugson Polics Department
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Pursuant 1o section 28-1327, Anzona Revised Statutes. this document is 4 cerrified dupiicate of the information containgd in computer
stopage devices of the Tucson Police Departmeont



