CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

AM 0
I hereby certify that these documents are a true and correct copy of the 1'1'ﬂ
periodic maintenance* for the Intoxilyzer 8000 Serial Number X

Qo —ve 1199 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A 2,
for a 0.100AC solution are 0.090AC to0 0.110AC.

Date: H-1-19 Call 0.0%9 AC Cal2 0.09% AC

Between the datesof 3 -4 -(0 and Y-{-/0
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on R/
The instrument was returned to serviceon N /R

Clare L, Conley
g1 - 1Y

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this l_&} , day of
?;L.f 20 1D .

T OFFICIAL SEAL
o e\ ISABEL C. TRUJILLO
S NOTARY PUBLIC-ARIZONA
# PIMA COUNTY
My Comm. Exp. July 18, 2012

Notary Public

*Includes documents specified in ALA.C. R13-10-104.A.5

Pursuant o section 28-1327, Arizona Revised Statutes, this document is a certified duplicatz of the
information contained In computer storage devices of the Tucson Police Department.
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Pursiion? o section 281327, Argons Revised Statutes, s documens & ¢ certified doplicate of the piformation comtained i

comoler stovape devices of the Tucsor Police Dxparimers:



INTOXILYZER 8000 d
2%

Location: TUCSON POLICE LEPT

Serial Number : 80-0011%9 C?”‘
04/01/2010 09:21:36

Standard Lot#: 642B45 Aﬁ“
Last Changed By: J. OLIVARES #36552

QAS: CT. CONLEY #34517

TUCSON PD )
Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,S0AP
DOB: 11/11/111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test ag/210L Time

Air Blank 0.000 09:22:27
Diagnostic Test Pass 05:22:55
Air Blank 0.000 0B:23:22
0.100 Cal Check 0.101 09:23:41
Air Blank 0.0060 02:24:10
Subject Test 0.000 09:24:26
Air Blank ABT* 09:24:33
Air Blank 0.000 09:25:01

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant 10 section 28-1327, Arizona Revised Starutes, this document is'a certified duplicate of the mformation contmned in computer
storage devices of the Tucson Police Depanment.



INTOXILYZER 8000 f]
Location: TUCSON POLICE DEPT ?5
Serial Number : 80-001199

D4/01/2010 09:27:51 QL}P‘
Standard Lot#: 542845

Last Changed By: J. OLIVARES #36552 45\
QAS: C. CONLEY #34517

TUCSON PD .
Operator: C. CONLEY #3457

TUCSON 2D

Subject: TEST, SQAP
POB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test q/210L Time
Air Blank RFI* 09:28:256
Air Blank IPGH* 09:28:32

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1317, Arizona Revisaed Statutes, this document 15 2 certified duplicate of the mformation conteined m computss
storage devices of the Tucson Police Deparment.



INTOXILYZER 8000

Location: TUCSON POLICE DEPT q(\;\
Serial Number : B0-007799 Q}h~
04/01/2010 09:37:19

Standard Lot#: 642845

Last Changed By: J. OLIVARES #36552 /@\{
QAS: C. CONLEY 234517

TUCSON PD ‘

Operator: C. CONLEY #34517

TUCSON ED

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:38:08
Diaganostic Test  Pass 0%:38:35
Air Blank 0.000 09:39:03
0.100 Cal Check 0.100 09:39:21
Air Blank 0.000 09:39:51
Subject Test 0.434% 09:42:59
Air Blank 0.000 09:43:33
Air Blank 0.000 09:44:00
Subject Test XEX** 09:44:20
Air Blank 0.000 09:44:54

*Deficient Sample
**Invalid Sample
Begin new depriwvation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizons Reévised Stanmes, this document is 3 certified duplicate of the mfnrmation contzined mn compute:
storage devices of the Tucson Police Depariment.



INTOXILYZER BOOD
Location: TUCSON POLICE DEPT

Serial Humber: B0-00119%9 9{%’7

o4/01/2010 09:45:20

Btondard Lot#: 642845 w
Last Changed By: J. OLIVARES #36552 H

QAS: C. CONLEY #343517 /ﬁ

TUCSON: PD

Tast af210L Time

Air Blank g.000 DF=45:47

Cal Checx 0.09a8: 0%:46:08

Air Blank 0.000 08:46:306

¥ v N

Opesrator's Signature

Pursoant to section 28-1327, Anzona Revised Stannes, this document is 3 cemified duphicate of the information contxined n competer
storage devices of the Tucson Police Department.
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ARIZONA DEBPASTMENT OF PUSLIC SAFETY

STERDARD QUALITY ASSURANCE ZROCEDURES
INTOXILYZER MODEL BOCO

STRANCARD CALIBRAT=ON CHEIEX PROCEHIRE

ED BY

lice Department

CA Specialist Marq_ ﬂb\[&-‘_ AGENCY Tucson Po
I
paTE _ H-~|-lD riee 0922

Intoxilyzsr Serial ¢ FO-0DIQY] iocation O Hul RO

(o } 1. Ernsure that gas tank is attached to iasctzum=nt and coataing 2
standard alcaho®l concentr-ztian solurice 0. {b“l AC.

a7

Bour & standard aleohoel &oncentzation sciutian A,
intg & ciear dry simuistor snd assszble the simulztor. Ensure

that a =ignt sea® hes been made. Turn on
&llow temperature to reach 34°C 3 0.2°C

;;

Go to the "Contrecl Testing Menu™. Sele

=
fat

selecTiosn 15 maAde pre=s ESRTER.,
hir blank completed.
Calibration check completed. Tast resul

Air blank completecd.

b T
lﬂ‘\:J"-vh-

7. Remove printed reccrd. EAEtztech the recozd
checkiist.

DES Teorm Exh ©-2 (Rev. 0B-02)

.
conrtrol =Tear ar “WT for wer conzrel test. RE

ne simalator and

Intexilyzer 8000 display reads “PUSH BUITONK TO STERT™

ct M"B® for dry

=
€

5 E.ﬂﬂa AC.

©o ths compleced

Pursiant tu section 28-1327, Arconz Revised Statmes. this docement &5 a certified duplicaie o e inforeeation conisined in

compurer siprage devices of the Tucron Police Department,



INTOXTLYZER 8000

Location: TUCSON POLICE DEPT
Serial Numbar: 80-00119% ; 7

04/01 72010 89:20:13

Standard Lot#: 6542845

Last Changed By: J. OLIVARES #36552 /{Dl‘
QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Timo

Air Blank 0.000 09:20:40

Cal Check 0.0%9 05:20:-5

Air Blank 0000 09:21:28

U Conke,

Cperator's s:.gnatxl:a

Pursuant to section 28-1327, Anzonz Revised Statutes, this document is a cemified duplicate of the informanion contained in computer
storage devicss of the Tucson Pohice Department.



