
CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory ti L^

I hereby certify that these documents are a true and correct copy of the
periodic maintenance * for the Intoxilyzer 8000 Serial Number

80 - 00,Za.0 I maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.11OAC.

Date: .2/1408 Cal 1 0.098 AC Ca12 0.09h AC

Between the dates of 2I6^O and a_jy/d E
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned to service on --

Sarah L. Cione

2/5/08

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this S , day of
c\ , 20 O .

OFF CIAL SEAL

AT a
NOTARY Pile .. ;. ,

PIMA
Comm . Exp. Sec.

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes. this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R'-3-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
T_NTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

/ 0( 7sc

QA SPECIALIST -^pr4h I 'oiW AGENCY Tucson Police Department

DATE _Zky/Q Q TIME f - y g

INTOXILYZER SERIAL # 8 0_ d_a2^^ LOCATION Ve.hk # ?/7

(V/ ) 1. Display reads "PUSH BUTTON TO START"

DIAGNOSTIC TESTS

(^) 1. Clock time check.

( ^) 2. Date check.

OPERATIONAL TESTS

3/ ) 1. Alcohol-free subject test result 0. 000 A.C.
v 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed

3 ) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.

4. Standard Calibration Check standard 0. 100 AC
Result: 0. _q(, AC

Instrument is operating properly and accurately. YES 3 NO

COMMENTS

SIGNATURE

nom-

DPS Form Exh 0-4 (Rev. 05-01)

Arizona Revised Statutes, this document is a certified duplicate of the information contained inPursuant to section 28-1 7327
computer storage devices of the Tucson Police Department



1NTSx:-y2EH 9000
Location: ARIZONA
Serial Nunoer : 80-00220!
22/14/2008 11:51::3
------------------------------------------
Standard Lot#: 7198011
Last Changed By: S. CIDNE 450616
------------------------------------------
DPS: S. DIDNE 450616
TUCSDN PD
------------------------------------------
Doerator: S. CIDNE #50616
TL'-SON PD

------------------------------------------

Subject: SOPP,TEST
DDB: 11/11/1111
Sex: F Weight: III
------------------------------------------
15 Minute Depriuation Period? Yes

Test g/210L Time
---------------------------------------

Air BlanK 0.00 0 11:50:53
Diagnostic Test Pass 11:51:22
Pir BlanK 0 .00 0 11:51:49
0.100 Cal ChecK 0 .097 11:52:08
Pir BlanK 0.00 0 11:52:38
Subject Test 0 .00 0 11:52:55
Pir BlanK 0 . 00 0 11:53:22
Fiue Minute Wait PBT*
Air Blank 0 .00

*Sequence Poorted

0 11:53:57

Not a Succe55 f u 11 y
Completed

Test Sequence

Pursuznt to s=edan 2^-i', yr:zona Revised *atu- _^;s.
storage. crvices of the Tucson Police Ta "d ^uni:oz: or tre m ormanor 1=au,,--e in eom^z.rcna^::yrL:



INTCXILYZER 8000
Location: PRIZONP
Serial Nunder: 80-00220;
02/14/2008

Standard Lot#r : 7196011
Last Changed By: S. CLONE 050616

DRS: S. CLONE 450616
TUCSON PC

Operator : S. CIONE 4506116
TUCSON PD

Subject: SOPP,TEST
DOB: 11/11/I111
Sex: F Weight: 111

i i :54:04

15 Minute Depriuation Period? Yes

Test g21 UL Tine

Pir Blank RFI* 1!:54:54
Pir Blank IPS 11:55:64

^RF: Detect
$*Inproper San le

Not a Successfully
Completed

Test Sequence

F'Un = to =-ziic r 2F-2 . f`Sizcna Rov lsed St v=s, F C .............1 i5 d C-̂-nute Gull::. :S°. o tri II1ZC'LRat o CCIIT.^IP.CC Ill CCIII9ITCT
SLCTa^L .,^.v s of t : 1L'CSCA?o1iC° JLA.'.. u.:LIl^.



!NTOXILY?ER 8000
Location: ARIZONA
Serial Number : 80-002201
02/14/2008 11:55:16

Standard L ot0: 7198011
Last Changed By: S. CIONE 050616

ORS: S. CLONE 050616
TUCSON PD

Operator : S. CLONE 050616
TUCSON PC

Subject : SDPP,TEST
DOB: 11/ll/llll
Sex: F Weight: Ill

15 Minute Deprivation Period? Yes

Test g210L Time

Air BlanK 0 .000 111:56:06
Diagnostic Test Pass 11:56:35
Pir BlanK 0.000 11:57:02
0.100 Cal ChecK 0.097 11:57:21
Air BianK 0.000 11:57:51
Subject Test 0.227; 12:00:59
Air BlanK 0.000 12:01:32
Pi- B1anK 0 .000 12:01:59
Subject Test XXX** 12:02:27
Air BlanK 0 .000 12:03:0!

Deficient Sample
*=lnuaiid Sample

Begin new oepriuation period

Not a Successfully
Completed

Test Sequence

PLrsllali? Lo SLCL1oP. -1 _^!. P izor a P.^ '_s CL^ . = :F C - is e C 11 '. BO l1IIC l.::= c to.-- itto-man at Ca^.tatnt i. in cam'0 P.-T

sic-?-Z cavi_es of tae 1-,tsar, Poiic 'ono -n .



2. -C

!NTOXiL YZEP 8000
Location: ARIZONA
Serial Nunber: 80-002201
02/14 2008

1
------------ ------------------

Standard ! otq: 719801 i
Last Changed By: S. CLONE 450616

------------------------ -----
GAS: S. CLONE 45061$
TUCSON PD

T e st -
g1.

----------
Tine

-------------------------
Air Blank
Cal Check

0.000 12:03:48

Ai B
0.09$ 12:04:07r lank 0.000 12:04:37

Pursuant to section 2^-13_7. Arizona P,-.vised ^tatu^s, this docn^err s a4 certiiieo riuniicar of tre miorntatior, contained in computerstora_e. c--vices o f the Tucson Poiic. Denaranynt.



THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. P,13-10-104(A) 6 ^ Esc
ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 2.22

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialista--54rgh C,o 4r AGENCY Tucson Police Department

DATE 2 /y ap TIME I1 L1

Intoxilyzer Serial # Location ye1ich /^-

(J ) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0.pAC.

OR
Pour a standard alcohol concentration solution AC,
into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C

2. Intoxilyzer 8000 display reads "PUSH BUTTON TO START"

3. Go to the "Control Testing Menu". Select "D" for dry

control test or "W" for wet control test. After
selection is made press ENTER.

( 3 ) 4. Air blank completed.

5. Calibration check completed. Test results 0. 098' AC.

(^ ) 6. Air blank completed.

( ,^) 7. Remove printed record. Attach the record to the completed
checklist.

SIGNATURE Q/1 C, f,[

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-:327. Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



iNTOX;Li%ER BG,nu
LGCat 1 0^: Arti_ Nq

Serial Nunber : BC-0C2201
02/142008 1 1:48: 18

Standard Lot#: 7198011
Last Changed By: S. C10NE 050616

OAS: S. C!0NE x50616
TUCSON PO

Test g2!OL ine

Pir BlarK 0 . 000 11:49:05
Cal ChecK 0.098 11:49:24
Pir BlanK 0.000 !!:49:54

pursua TIC s=--tor. 2F-12-27. J zona R'\'iso q COC',:^.'^.'. is a CC.r`^IIS:.Ci th.ioi1 ato of tr i iI0°SRSuor COri^.l io 1I COM'.D T

storase. aaviots a; the Tuosori Poii^e ^ o rcrt.
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