CERTIFICATION by CUSTODIAN of RECORDS
N Tucson Police Department Crime Laboratory 6‘1

Ihereby certify that thege documents are a true ang correct copy of the q-l\'

XUZ0PRAAQ| -maintained by the Tucson Poice Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A_C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date:_fi/@/(k? Call_0.09§ AC Cal2_Q.p98 AC

Between the dates of 3’/ <z /08’ and ‘///O/ o8

the instrument was operatifig pr/operly and accurately, 7

The instrument was takep out of service for repair on
The instrument was returned to service on ~

Swah Lot

Sarah L. Cione
4/11/op

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this | | , day of

g?g,] ,200% .

GFFICIAL SEAL
R\KATHY A. KINNEYA Kﬂl?_\ A-Kimme
NOTARY PUBLIC-ARIZONA

PIMA COUNTY Notary Public
My Comm. Exp. Sept. 4, 2008

*Inciudes documents specified in A.A.C. R13-10-] 04.A.5

Pursuant to sectjon 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



70 DUTY IMPCSED By

A.A.C. R13-10-104(a) | /¢ 75C

ARIZONA DEPARTMENT OF PURLIC SAFETY

STANDARD QUALTTY AS SURANCE PROCEDURES
INTOXILYZER Mopgr, 8000 /’5 ‘1

STANDARD QUALITY ASSURANCE PRoCEDURE 4“2008

QA SPECIALIGT Sm_z»\_b C',:Q' Nne AGENCY Tucson Police Departpent

DATE _H/10/p9 TIME ((} (]

INTOXILYZER SERyar, s K0 ~002 20/ LOCATION 2,7 < ~ i/ G
QLT A AD] /€ .Q 4} fZ !
( }oo1.

Display reads “PUSH BUTTON To START”
DIAGNOSTIC TESTS

{ ) 1. Clomk time check.
1/) 2. Date chedk.

OPERATIONAL, TESTS

( ‘/,) 1. Alcohol-fres subject test Tesult 0. Q00 AC.
( V) - Error recognition logic systeq functionj

ning.
Not a Successfully Completed Tegt Sequence printeg
(Y 3. Praper Sample recogmition Syetem,
Not a Successfully Completed Tegt Sequence printegd
/ Deficient sampie pPrinted.
( 1 ) .y

4. Standargd Calibration Check Standard o, fOC' AC
.09 . ,

Instrumen+ :ig Cperating Droperly ang Accurately, vmg / NO

COMMENTS 7

DP3 Form Exh G-4 (Rev. 05-01)

Pursuan; 1o sechon 28-1327, Arizopg Revised Statutes. this document is 4 certified duplicgre of the information containgd iy
gomputer siorage devices of the Tycson Folice Department



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002201

04/10/2008 10:03:50

- Standard Lot#: 7325031
Last Changed By: J. OLIVARES #36552
QAS: S. CIONE _ #50616
TUCSCON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAF, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank . 0.000 10:04:38
Diagnostic Test Pass 10:05:06
Air Blank ‘ 0.000 10:05:33
0.100 Cal Check 0.099 10:05:52
Air Blank 0.000 10:06:22
Subject Test 0.000 - 10:06:37
Air Blank ABT* _ 10:06:43
Air Blank 0.000 10:07:12

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuznt 1o scenon 28-1327. Arizona Revige Stanres, this Ane

s}

B Bavires oF the Tuzson Polire Deparmmem.

L s

Ph

20N 5 & toTified duphiczrs of the wformarion contained in commme;



INTOXILYZER 8000
Location: ARTZONA

?)C%FZSQ

Serial Number 80-002201
04/10/2008 10:07:17
Standard Lot#: 7325037 /w\
Last Changed By: J. OLIVARES #36552
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 10:07:48
Air Blank IPS** 10:07:58
*RFI Detect
**Improper Sample
Not a Successfully Completed Test Sequence

Pursuant 1o seenon 28-1327, Avizpms Revised Stamras, s 4

: fotiumem i
SWOTAZE. Govigms of the tuesen Folice Dreparmmen,

52 eeThified duptizare of the

MICTIATION comzined i COmmpineT



INTOXILYZER 8000
Location: ARTZ0ONA

‘f"f'%c
Serial Number : 80-002201
04/10/2008 10:08:29 /vg\

Standard Lot#: 7325031

Last Changed By: J. OLIVARES #36552
QAS: S. CIONE . #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSO.N D

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:09:19
Diagnostic Test Pass 10:09:46
Air Blank ' 0.000 10:10:13
0.100 cal Check 0.098 10:10:32
Alr Blank 0.000 10:11:02
Subject Test 0.190* 10:14:10
Air Blank 0.000 10:14:43
Air Blank 0.000 10:15:10
Subject Test XXX ** 10:15:44

Air Blank 0.000 10:176:19
*Deficient Sample

**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant g0 SSELOR 28-1327, Arzona Revised Suamees, thus dutumem 5 5 S=Thfied dupliczrs of the miprruion somtzined in compmar
Slotags tievices of the Tuoson Folice Dreparpnem ’ o



Purseens serton 2R-13

27, Atizoma Revised Stamumes shic dorumen
Siorage. devieas of the Tusson Police Deparmem

INTOXILYZER 8000 5% "75C

Location: ARIZONA
Serial Number: 80-002201

04/10/2008 10:17:25 /fsb\

Standard Lot#: 7325031
Last Changed By: J. OLIVARES #36552

QAS: S. CIONE #50616

TUCSCN PD

Test g/210L Time

Air Blank 0.000 10:17:53
Cal Check 0.098 10:18:12
Air Blank 0.000 10:18:42

éﬂzf’iﬁf' [ end

Operatonls Slgnature

P

i5a eeTlified dunlizare of 1oe wIoTmA o comained in comomer



e e T

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED By

A.R.C. R13-10-104 (a) é ¢ 75C

ARIZONA DEPARTMENT oF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES %
INTOXILYZER MODEL 8000

0

STANDARD CALIBRATION CHECK PROCEDURE "t‘\
QA Specizlist Sam}‘; C:ZW{ AGENCY _Tucson Police Department
DATE / & TIME [0 0]
Intoxilyzer Serial # ?0-—00930’ Location 76&!»47 oL = ﬁUI H
(i/) 1. Ensure thst gas tank is attached tp instrument ang containg s
standard alcchel ccncentc;:;.tlon solution 0. /00 AC,
Pour a standarg alcohol concentration solutrion ac,

into a clean dry simulator ang assemble the simulator. Ensure
that a tight gea} has been mage. Turn on the simulator ang
allow temperature to reach 34°¢ + 0.2°¢

Intoxilyzer B0OO display reads “PUSH BUTTON TO START"

S

—
[}

Go to the “Contro] Testing Menuy”. Select *“D” fop dry'

centrol test or W' for wet control test. After
selection ig made pressg ENTER.

Air blank completeqd,

Calibration ctheck completed. Tegt results 0.[2? AC.
Air blank completed.

eSS

Rt T # 1 T N

Remove printsg record. Attach the record to the Completad
checklist.

SIGNATURE %ﬂmﬁ}; /,)4 ont
— 7

DPS Form Exh G-2 (Rev. 05-01)

Pursuant 1o section 28-1327. Arizong Revised Statutes, this documeny i a certified dupiicate of the information contained iy
Computer storage devices 0/ the Tucson Palice Department.



INTCOXILYZER 8000 ;7
Location: ARIZONA ; % \SC

Serial Number: 80-002201

04/10/2008 10:01:53

Standard Lot#: 7325031 %
Last Changed By: J. OLIVARES #36552 \
QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:02:21

Cal Check 0.098 10:02:39

Air Blank 0.000 10:03:09

tats o

~ Operat’or 's Sign\ature

P S T . : : . .
UTSuzn'E ps! setion 28-._1._-7. MLz'pna Revised Stanmeg, whie 8oCUmIhl s & cehifieg Gupiicats of the mfcrmarion EORIRINEE i comymmer
SIoTage. Geviess of the itucsen Folice Dieparmyeny '



/of 2,

,,9"90“0"% TUCSON POLICE DEPARTMENT
/ \ CRIME LABORATORY
A

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

Date: Oz/ﬂa/a )

QAS:  Mtttaces F3.ss nl

Intoxilyzer Serial Number- ¥0 00230 /
New Lot Number: Y73 QA5 03 I

2o Nov 2009

New Expiration Date:

i

VA 2. Remove the old gas tank and install the new one.

(\/) 3. Hit the “ESC” key twice and swipe the QAS card.
4

Ve

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

Go to the “M-Maintenance” meny and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot # From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Editinfo Y/N? Y or N

Update Std Info? Y ENTER

“Please wajt saving,..”

(\/ 5. Hit the “ESC” key twice.

( \/ 6. Go to the “M-Maintenance” menu and select “T-Control Testing.”
Select “D” for dry control test. After selection is made press
ENTER.

" 7. Air blagk completed.
(1/)/ 8. Calibration check completed. Test results Q. qu AC.
(n/)/ 9. Air blank completed.

(K 10. Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE 9‘,9( h Mﬂ/

T
Pursuant to section 28-] 327, Arizon‘a)Reviscd Statutes, this document is & certified duplicate of the information contained in
computer storage devices of the Tucson Police Department,




XA Dsc

INVOXILYZER 800y~
Location; ARIZ0NA

Serial Numder: 80-00227) -
040672005 20:33:03

Standard Lotd; 7325(3;
Last Changed By: J. QLIURRES #36552

ORS: ). OLIUARES 436552
TUCSON PO

Test g1 Tine

RIr Blank 0.000 20:33:30
Cai Check 0.0% 20:33:5
Air Blank 1,90 20:34:19

;;.CQ;?Z

Jeeraton’s Signatgre

e

S Cron 28'13 “
- i, 15| S 5, h ate T 0 ation con - Duter
I IJlSuaI]t to ] .7 A] na I{CV cd Tatute, thls dOCU.!TﬂCﬂl 1o Cm:d dup £ thh mf TIN tain d n com.



