CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboraiory
2700 S, Stone Avenue Tucson, AZ 83701-1917

I hereby certify that these documents are a true and correct copy of the /\j\‘\wé’\

periodic maintenance* for the Intoxilyzer 8000 Serial Number W
Bo-ooaRo! maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following

~

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date;_09//2/09 Call_g.097 AC Cal2__0.094 AC

Between the dates of o E;/d.?x{/cﬁ i and &?//?/ﬁ ek
the instrument was operating properly and accurately. ’ .

The instrument was taken out of service for repair on a2 /4
The instrument was returned to service on A S

f T e
Cheryl K. Straub

J?/#?’/ﬁ?
7 R S

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN o before me this % @’U—’{‘ , day of
\ r ) 2009 .

Sdtloh f/?xiwﬁilf{ }

s oy OFFICIAL SEAL |

Notary Public

' ified i - AT DA catldTy |
*Includes documents specified in AAC. R13-10-104.A.5 Pl SOUNTY |

el My Comm. Exn. War, 17, 2012

Pursuant to section 28-1327, Artzona Revised Statutes, this document is a certified duplicate of the
information contained in computer storaze devices of the Tucson Police Department,



EXHIBIT G-

THIS BEPORT PREPARED BURSUANT TO DUTY IMBOSED BY
ALAVE. R1IZ-10-104 (2}

ARTZONA DEPARTMENT OF PUBLIC SAFETY

‘STANDARD QUALITY ASSURANCE PROCEDUEES /@b\
INTOXTILYZER MODEL 8000 O(\

STANDARD QUALITY RAS5URANCE FPROCEDURE

QA SPECIALIST CliiﬁjlﬁLf{ :5%@!4“43 AGENCY Tucson Polige Department
g
DATE a?f/f;?:/é? TIME s8F S

INTOXILYZER SERIAL 4 SO-c0i2of rocarion  Cilime Amb

{ "?#'l, Display reads “PUSH BUTTON TO STARTY
DIAGHNOSTIC TESTS
{ V’?f . Clock time: check.

{ } 2. Date check.

OQFERATIOMAL TESTS

V’Tf 1. 2leochel-free subject test result 0. 2480 AC.
pffffz. Error recognition logic system functioning.

Mot & Successfully Completed Test Seguence printed
| uﬂffg. Proper sample recognition systam.
Not a2 Successfully Completed Test Seguence printed

F//f" Deficient sample printed.
| } 4. Standard Calibration Check standard 0. /@€  ac

Basult: 0. azé B

Instrument 1s operating properly and accurately. YES Pffﬂ;NO

COMMENTS IﬁVﬁfM;f 5,.17,,’0/5 fEs 4+ tfff,r' _Z:,-Qﬁﬂ Mf brsath
MM@F}MM

SIGHNATURE M&[ _@
J

DPE Form Exh G-4 [(Rev. 05-01)

Pursuant fo section 28-1327, Arizona Revised Statutes, this docament (s o certiffed duplicate of the dnformation contatned in
samputer storage devices of the Tueson Palice Department,



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-0022071
09/17/2009

Standard Lot#: 8260011

07:56:10 (ﬁﬁk

Last Changed By: S. CIONE #50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCEON PD

Subject: SQAP, SQAP

COB: 11/11/17111

Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:57:35
Diagnestic Test Pass 07:58:02
Air Blank 0.0DO0 07:58:259
0.100 Cal Check 0.097 07:58:48
Air Blank 0.000 07:59:18
Subject Test 0.000 07:59:52
Air Blank ABT* 07:59:59
Air Blank 0.000 08:00:27

*Sequence Aborted

Not a Successfully Completed Test Segquence

Fur T i L 1T » 15 B FE— v
uraaT o ssoyon 24.1327, Arizans Revised Sunies. i0r S00umeni 15 ¢ cenified Sunlicme of fhe

Eiorage doviess of the Tussor Polize Depormon.

miDTmanor somnines i comome



37-:.?-

TNTOXILYZER 8000
Teocation: ARIZONA
Serial Number : 80-002201

09/17/2009 0&:00:36

Standard Lot#: B260011L /6“
Last Changed By: S. CICKNE #5086

QAS: C. STRAUB #50772

TUCEON PD

Operator: C. STRAUB #50772

TUCSCON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/Z210L Time

Air Blank 0.000 08:01:33
Diagnostic Test FPass 0B:02:00
Air Blank RFI* 08:02:09
Air Blank TRS** 08:02:17

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

- ST B 10T 2 8- i 1 = TR - - == 4 e Loaliol 4 R Peaew
J LTEL d a1 126 Y- szu,z?_'ﬂu_ oAU T GCCurnEn 15 & "'-TL_"'D :I]Lﬂi, B O7 iR Mmoo magy [=taishs vian Jutaga vinciy
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Emlli‘:a ==9YiZR3 4T o TL.-.NTI. I ahcE LJ-}.EEME—



INTOXILYZER 8000
Location: ARIZONA
Serial Number : B0-002201

09/17/2009 08:02:50
Standard Lot#: 8260011

Last Changed By: S. CIONE £50616
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #5077 2

TUCBSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111

Sex: F Weight:

15 Minute Deprivation Period? Yes

Pursuant 1o soetins 261227, Asizone Forviesd Smncar ;s dozum
FLoraisOtvizes of the Tuzkon Polise Do

Test g/210L Time

Air Blank 0.000 08:03:43
Diagnostic Test Pass 08:04:10
Air Blank 0.000 08:04:38
0.100 Cal Check 0.097 08:04:57
Air Blank D.000 0B8:05:26
Subject Test 0.207* 08:08:35
Air Blank 0.000 08:09:08
Air Blank g.o0on0 08:09:35
Subject Test 0.186 B8:10:07
Air Blank 0.000 08:10:42
Five Minute Wait

Air Blank 0.000 0B8:15:34
Subject Test XY *e* 08:16:07
Air Blank 0.000 08:16:41

*Deficient Sample
**Tnvalid Sample

Begin new deprivation perz

Not a Successfully Completed Test Sequence

AN
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INTOXILYZER 8000
tocation: ARIZONA
Sarial Mumber: B0-002207

0e/17/2009

Standard Lot#: 8260017 /\bl-\

Last Changed By: S. CIDNE #5061%

GQAS: C. STRAUB #50772

TOCSON PO

Test gf210L Tima

air Blank 0.000 G8:17:44
Cal Cheack ¢.096 GR:-18:03
2ir Blank ¢.000 gEz18:33

B

Cay

ator's Signmature

'=_' - — - 'N . T
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EXEIBIT &-2
THZE REPORT PREPARED PURSUANT TO DUTY IMBOSED BY
A.R.C. R13-10-104 (&)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /\'3\\ 0;\
STANDARD CALIBRATION CHECE PROCEDURS v

\

Gk Speeialist ﬂ}u—.nf S‘fﬂ.ﬁ“ﬁ RGENCY Tueson Peclice Department
oars _0%/17/og 1z _ 071 SY

ntoxilyzer Serial ¢ Bp-ooAdol iocation CRimzZ Lal

Ensure that gas tank is attached teo instrument and contains &
standard alcohol concentration solution 0, Jfo®& AT,

Ok
Pour a standard alcohol concentratign solution AL,
intc a clean doy simulator and assemble the simulater. Ensure
s a Tight seal has been made. Turn on the simuiator and
2

Intoxilyzer B00C display reads “PUSH BUTION TC START™

Gc to the "Control Testing Menu™. Selesct “D7 For dry

control test or " for wet contrel test. After
selection is made press ENTER.

fair blank completed.
Calibratien check completed. Test results ﬂ.ﬂfz AC.
Air blank completed.

Remove printed re=cord. Attach the record to the completed
checklist.

SIGNATURE %j m_

DP3 Form Exh 5-2 (Rev. 05-01}

Pursuant to section Z8-1377. Arizona Revived Statutes, this docuwent is a certified auplicore of the imformanion contained i
computer storage devices of the Tucson Police Department.
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INTOXICYIER BO0OD
location: ADRIZONA
Sarial Number: 80-002201

as/17/2009 G7:54:-01

Standzrd Lot#: B2a001I

Last Changed By: S. CIONE #50615 {:]
OAS: C. STERAUB #50772

TUCSOR #D

Test g/210L Time

Air Blank 0.000 07:54:28

Cal Check 0.087 07:54:47

Air Blank 0,000 07:55:17
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frerator’s Signaturs
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