CERTIFICATION by CUSTODIAN of RECORDS
Tucsor. Police Deparimenr Crime Laboraion)
270 8. Sione Avenue Tucsor. AZ E570]-1917

I hereby certify that these documents ar= 2 true and corrsct copy of the /f?lh lgll?
peniodic maintenance® for the Intoxilyzer 8000 Serial Number ]
w0 - 00220 maintained by the Tucson Police Department _
Crime Laboratory pursuant to the requirements of the Arizona Department _
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, 2s defined n A.A.C. R13-10-104.A.2
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: 2~4-/d cal1 0.299 AC Cal20.09% AC

Between the datesof /-1 910 and 2-4~(D
the instrument was operating properly and accuraiely.

The instrument was taken out of service for repairon_ N ] A
The instrument was returned to serviceon N/ W

Clare L. Conley

g.ﬁjocfl, 2010

ADPS QAS Permit # 33314

SUBSCRIBED AND SWOR‘-\ 1o before me this C' — ,dayof

Notary Public

OFFICIAL SEAL
@ LAURA A. SANTAMARINA

7% PIMA COUNTY
My Comm. Exp. Jan 6, 2013
Pursuant to section 28-1327, Arzone Revised Statutes, this document is a certified duplicate of the
mformation conzained ie compursr storage devices of he Tucson Polic2 Deparment.

*Inchudes documents specified in AA.C, R13-106-108.A.5
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INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002201

02/04/2010 14:26:31
Standard Lot#: 826001I

Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DOB: 11/11 /1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:27:-23
Diagnostic Test Pass T4:27:+51
Air Blank 0.000 T4:28:18
0.100 Cal Check 0.098 14:28:137
Air Blank 0.000 14:29:07
Subject Test 0.000 14:29:32
Air Blank ABT* 14:25:39
Air Blank 0.000 14:30:08

*Sequence Aborted
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Not a Successfully Completed Test Sequence

Purssant to ssction 28-1327, Arrona Revised Statutes, this document is & certified dupbicate of the information contained m computer

storaze devices of the Tocson Police Depariment



INTOXILYZER 8000 :;ﬁ45]

Location: ARLZONA

Serial Number : 80-002201 Qt}r-
02/04/2010 14:32:59

Standard Lot#: 8260011 /ﬁﬁ
Last Changed By: 8. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 14:33:35
Air Blank IPS** 14:33:46
*RFI Detect

**Tmproper Sample

Not a Successfully Completed Test Sequence

Pursuan {o secuon 28-1327, Arzonu Revised Swmtutes, this document is 2 cemified duplicate of the miormation contamed in computer
storage devices of the Tucson Pohice Deparmment



INTOXILYZER 8000
Location: ARIZONA 1{4&;7
Serial Number : B80-002201

02/04/2010 14:34:09 tph
Standard Lot#: 826001

Last Changed By: S. CIONE #50616 ,1§H
QAS: C. CONLEY #34517

TUCSON PD '
Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:35:02
Diagnostic Test Pass 14235229
Air Blank 0.000 14:35:57
0.100 Cal Check 0.088 i4:36:16
Air Blank 0.000 14:36:45
Subject Test 0.272* 14:39:54
Alr Blank 0.000 14:40:26
Air Blank 0.000 14:40:53
Subject Test 0 k* T4:41:29
Air Blank 0.000 14:42:02

*Deficient Sample
*=*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursaant 1o section 28-1327, Arizoas Revised Swiuses, this document is 3 cevtified dupiicate of the information contzined m computer
sorage devices of the Tecson Police Department.



INTORILYZER 8000

Location: ARIZONA -
Serial Numbar: 80-002201 B{Q

02/0&/20n0 14:42:243

Standard Lot§: 82500711

Last Changed By: 5. CIONE #50616 ,bh
QAS: C. CONLEY #34517

TUCSON PD

Tast g/210L Time

Air Blank 0.000 14:42:50

Cal Chack 0.098 14:43:09

Air Blank 0.000 i4:43:38

Waw bl

Operator's Et‘qr.amrn

Purzizznt 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storzge devices of the Tocson Police Deparmment.



ey -
Dfdlame = W a

TEZIS EEDORAT SRERARTD PURSUANT TO DOUTY IMSOSED ¥
: = S wigal Al =l
E.R.C. BiIZ=10-104iz

ARIZCNA DEPARTMENT OF FUBLZC SAFPETY \)4‘;"

STANDARD GUALITY ASSURANCE DPROCEDDRES
INTOXILYZER MCDEL 800C @‘

STANDARD CALIBRATION CHECK PROCEDURE 3‘_%1/&“

GA SpeciasistT Unrt Qﬁh ]'&q AGENCY Tgcson Police Deparcmenc
L]

patE =24~ (D TIME 42y

Intoxilyzer Ssrial 4 BO- 5D 022 Locatica DWWl N 2Dw

() 1. Ensure that gas tank is attached to instrument and containg =
standard alcohol concentration solction 0. |y AC.
o=
Pour & standard alcohol concentration scluticn oy
inte & clean dry simulater and assemble the simulator. Ensure
that & tight ssal hats besan made. Turn on tThe simulaTtor and
allow Temperature to reach 34°C = 0.2°%C

ivy v 2. Intoxiliyzer B000 display reads “PUSH BUTTON TOD START"

3
o

({ ) 3. Go toc the “Control Testing Menu". Belect “D" foz dr-
contrpol Test or *®K° for wet control test. Alte
seieczion is made press EETER-

(v ) 4. Air blank czompletced.
Calibration check completed. Test rasunlcs ﬂﬁi sk

N

v €. A:ir plank completed.
W) 7. HRemove printed record. Attach che record to the comploted
checklist.

SIGNATURE Uwﬁ«ﬁ‘\
I

Purswant fo section 28- 7327, Arzons Revived Sorater. sivs document ix ¢ certified duplicare of me informarion cantammed
commaer sorage diviees of the Tecson Police Deparmment.



INTOXILYZER 2000
Location: ARIZONA

Serial Number: B0-002201 1 d ’l
02/64/2010 14:24:42

Standard Loth: 8260011 Q}’\
Last Changed By: S. CIONE #50615 /{O\

QAS: C. CONLEY #3£517

TUCSON PD

Test g/ 2105 Time

Air Blank 6.000 14:25:09

Cal Check 0.099 14:25:28

Air Blank 0.000 14:25:57

Uane tadl,

Operator's Elq"irztu.zn

Pusseant 1o section 28-1327, Anzona Revised Statutes, this document is a certified dupiicate of the mformation contained in compuier
storage devices of the Tucson Police Department.



