CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Deparrmen: Crime Laooraior
i

270 S Stone Avenue Tucson, AZ 85701-19]17
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I hereby certify that these documents are 2 true and correct copy of
periodic mainisnance® for the Inwoxilyzer 8000
R0-00220] maintained by the Tucson Police Deparment
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for 2 qualitv assurance program.

A guality assurance specialist (QAS) tesied the instrument on the foliowing
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.
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Dae Qfibflo  Cel 10,102 Cal2 0.10] AC

erial Number 1

Betwesrn the daies o 8/] 9,/‘0 and Q Zlb/lo

the Instrument was opsrating properiy and accurately.

The instrument was taken out of service for repair on =~
The instrument was returned to service op =

74@44/'7 (ot
Sarak L. Cione
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ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this
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. day of
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Notary Public
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55
*Inciudes documents specinned m A.A.C. R13-10-104.4.3

OFFICIAL SEAL

A.M. HERNANDEZ
NOTARY PUBLIC-ARIZONA
PIMA COUNTY

My Comm. Exp. 1. 17, 2012

Pursuant 1o section. 28-1227, Arizona Revised Statures, this document is a certified qupiicate of the
mformauoen contamned in computer storage devices of tne Tucson Police Department
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DIAGNOSTIC TESTS
i/{ 1. Clock time check.
'_'/ 2. Date check

Rlcohol-free subject test

(V/] 2. Error recognition logic
Not a
fv/ ) 3. Proper sample recognition
Not & Successfully
aT

Deficient sample printed.
Standard Cal

Result: 0.

X

acC

Instrument is cperating properly

COMMENTS

LOCATION _Cn'fnt Lob

START”

rasult 0. Q(!Q AC.

system functioning.

a Successfully Completed Tast Sequence

printed

systam.

Completed Test Sequence printed

ibration Check standard 0. “!f? AC

Pursuant to secrion 28-1327, Arizona Revised Statutes. this document is a certified duplicate of the information contained in

computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: ARIZONA /4‘)[1
Serial Number : 80-002201 \
09/16/2010 16:05:14

Standard Lot#: 719919

Last Changed By: S. CIONE - #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:05:57
Diagnostic Test Pass 16:06:24
Air Blank 0.000 16:06:52
0.100 Cal Check 0.102 16:07:10
Air Blank 0.000 16:07:40
Subject Test 0.000 16:07:56
Air Blank 0.000 16:08:24
Five Minute Wait ABT*

Air Blank 0.000 16:09:04

*Sequence Aborted

Not a Successfully Completed Test Sequence

“msuan* 1 sectxo?. 28-13Z7. Anzona Revised Stamures, this document is z corified aupiicare of tne miormation contamed m compute;
storage aevicss of the Tucsen Polics Departmen: '
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INTOXILYZER 8000

Location: ARIZONA
Serial Number : 80-002201

08/16/2010 16:09:22 //?k
Standard Lot#: 719919 \
Last Changed By: S. CIONE - #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:10:06
Diagnostic Test Pass 16:10:34
Air Blank 0.000 16:11 201
0.700 Cal Check 0.103 16:11:20
Air Blank 0.000 16:11:49
Subject Test RFI* 16:12:11
Air Blank IPS** 16:12:19

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

‘-'m'sum' 10 secuon 28-1327. Anzonz Revised Starutes, this documen: s z cerdfied dupitcare of the mformanon contained m computer
Storags gevices of the Tucson Poiice Deparmtmen:



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002201 H
09/16/2010 16:12:26 4?
Standard Lot#: 719919

Last Changed By: S. CIONE - #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 161310
Diagnostic Test Pass 16213237
Air Blank 0.000 16:14:05
0.100 Cal Check 0.102 16214223
Air Blank 0.000 16:14:53
Subject Test 0.078% 16:18:01
Air Blank 0.000 16:18:34
Air Blank 0.000 16:19:01
Subject Test XXX ** 16:19:20
Air Blank 0.000 16:19:52

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

= v I b o : o . R T 5 e -
“UTSUANT 10 SeCton 28-1327. Anzona Revised Smanues, this document is 2 certified dupiicate of the miormanon contamed 1 compute:
storags aevices of the Tucson Police Departmen:



INTOXILYZER 8000 50% 75'

Location: ARIZONA
Serial Number: 80-002201

08/16/2010 16:20:13 (1T?L\

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616 b

TUCSON FD

Test g/210L Time

Air Blank 0.000 16:20:41
Cal Check 0.101 16:20:59
Air Blank 0.000 16:21:29

6&1&/2 C:bm{

ld Operator's Signature

Fursuant to secuon 28-1327. Anzona Revised Statuees, this documsn: 1s 2 certfied duphicate of tne miormanon contamed in computer
storags aevices of the Tucson Polics Depariment
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ARTZONA DEPARTMENT OF PUBLIC

STANDARD QUALITY ASSURANCE PROCEDURES /pq

INTOXILYZER MODEL 8000

CEECK PROCEDUR

-

QR Specialist Samh C}‘O{W_ AGENCY Tucson Police Department
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d alcohol concentration solution 0. JOO ACZ.
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that tight seal has bsen made. Turn on the simulator and
zllow temperaturs to reach 34°C + 0.2°
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ttach the record to the completsd

Pursuant 10 section 28-1327, Arzonz Revised Stonwtes, this document is a certified dupiicate of the ijormation corzained in

computer sioragz @evices of the Tucson Police Depariment.



INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002201

08/16/2010 16:03.:51
Standard Lot#: 719919

Last Changed By: S. CIONE #50616

DAS: S. CIONE #50616 N

TUCSON PD

Test g/210L Time

Air Blank 0.000 16:04:18
Cal Check 0.102 16:04:37
Air Blank 0.000 16:05:06

sﬂAﬁé cl‘onl

Operator's Signature

Pursuant to secnion 28-1327

<22, Anzonz Kevised Stenmes, this documen: 15 2 certified duplicate of the miormzanon contamesd mn computs:

Storags gevices of the Tucson Police Deparmmen:



