CERTIFICATION by CUSTODIAN of RECORDS

Tucson Poiice Deparrment Crime Laborarory
270 S Stone Avenue Tucson, AZ 835701-1817

I hereby certify that these documents are a true and correct copy of the /(DW
periodic maintenance* for the Intoxilvzer 8000 Serial Number

R0 -00220] maintained by the Tucson Police Department 3\0
Crime Laboratory pursuant to the reé;uirsments of the Arizona Department
of Public Safety for & quality assurance program.

,LO\\

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
tor 2 0.100AC solution are 0.090AC to 0.110AC.

)

Date: gl/zlﬂ; Call0.ID5 AC Cal2 0.1075 Al

etween the dates of *’LQ/ and 0’2/ '3/ [

the instrument was operaung prope 1'1}"' and accurau,en

The instrument was taken out of service for repair on -
The instrument was returned to service on =

“ansh Ciong
/ [
Sarah L. Cionse

;z/z/ /

ADPS QAS Permit £ 33355
SUBSCRIBED AND SWORN 1o befors me this \3 . day of

’E&bmm 20/

At pnindsl,

Notarv Public

.. OFFICIAL SEAL
2\ A.M. HERNANDEZ
NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

cludes documents specified in A.A.C. R13-10-104, 4.5

~—--

Pursuant 1o section. 28-1327. Arizona Revised Statues, this document is a certified dupiicate of the
mformanon contained in computer storage devices of tne Tucson Pohce Deparmment



INTOXILYZER SERIAZL ¢ £0-00220] LOCATION [‘j_,mx Lob

’.*f: 1. Display reads “PUSH BUTTON TO START"

"/ 1. Clock time check
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( / 2. Date check
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() 1. ARlcohol-free subject test result 0. [ZQ({ AL,

(v 2. BError recognition logic system functioning.
Not a Successfully Completed Test Seguence printed
b/ 3. Proper szmple :e:sgn;:;c: system.
Not a Successfully Completed Test Seguence printed
cient sample printed
'b//, 4, Standard Calibration Check standard 0.] AC

COMMENTS

RDE B, 5 F I . S pa
DPS Form Exh G-4 Revw 0>=0

Pursuan: to section 28-1317, Arizona Revised Starutes, this document is o certified duplicare of the information comained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002201 .b\
02/03/2011 13<71 243

Standard Lot#: 20910100A1 _

Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13512531
Diagnostic Test Pass 13:12:58
Air Blank 0.000 13:133525
0.100 Cal Check 0.103 13:13:44
Air Blank 0.000 13:14:14
Subject Test 0.000 13:14:42
Air Blank 0.000 1315509
Five Minute Wait ABT*

Air Blank 0.000 13:15:43

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursuzn: to section 28-1327, Anzona Kevised Statures, this document is 2 certified auplicare of the miormanon contzined tn compuse:
Storage gevices of the Tucson Police Deparmmen:



INTOXILYZER 8000 0% 5(
Location: ARIZONA

Serial Number : 80-002201 /\%V\
02/03/2011 13:16:24

Standard Lot#: 20910100A1 )

Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:17:06
Diagnostic Test Pass 13:17:33
Air Blank RFI* 13:17:43
Air Blank IPS** 13:17:52

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence
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T 1o section 28-1327. Anizonz Revised Staturss, this document is a certified dupiicate of the informarion contained in computer
storage daevices-of the Tueson Police Deparument



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002201

02/03/2011 13:18:11
Standard Lot#: 20910100A1

Last Changed By: C. CONLEY #34517
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13518253
Diagnostic Test Pass 13:19:20
Air Blank 0.000 13:19:47
0.100 Cal Check 0.103 13:20:06
Air Blank 0.000 13420536
Subject Test 0.056* 13:23:44
Air Blank 0.000 13:24:16
Air Blank 0.000 13:24:43
Subject Test XXX** 13:25213"
Air Blank 0.000 13:25¢46

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence
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~ursuant 1o secuon 28-1327, Anzona Revised Statutes, this document is a cerified duplicate of the miormanon contained in computer
storage asvices of the Tucson Poilce Departmen:



Location: ARIZONA
Serial Number: 80-002201
02/03/2011 13:26:17

INTOXILYZER 8000 fE; : ? ! 7

Standard Lot#: 20910100A1 /\6%
Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:26:44
Cal Check 0.103 13:27:03
Air Blank 0.000 132 V=32

W/‘)&M]

perator s S:Lgnature

Fursuant to secnon 28-1327. Anzona Revised Statures, this document is a certified dupiicate of the miormanon contained m compursr
Storage devices of the Tucson Poiice Deparmment



EXEIRIT =9

aniilbDl L ST 4

THIS REPORT PREPARED PURSUARNT TO DUTY IMPOSED BY
A.Z.C. R13-10-104

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXTLYZER MODEL 8000 A&}\

2 that gzs tank is attached to instrumsnt and contzains =

Pour a standard alcohol concentration solution
into 2 clean dryv simulator and assembl
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DPs Form EXD -2 (ReV Vo—\Va

Pursuare 10 section 28-1327, Arizonz Revised Starutes, this documen is a certified dupiicare of the injormation corzained in
compurer storoge devices of the Tucson Police Department.



Fursuant to secnon 28-1327, Anzone Revised Stames, this document 15 a certified auplicais of the miormanon contaired in compuisr

-~

INTOXILYZER 8000 ; C% r’7_s

Location: ARIZONA

Serial Number: 80-002201

02/03/2011 13:09:42

Standard Lot#: 20910100A1 /(6(1

Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616
TUCSON PD
Test g/210L Time
Air Blank 0.000 13:10:10
Cal Check 0.103 13:10:29
Air Blank 0.000 } 13:10:58
= :
“or0hlionl

Operator's Signature

Storage aevices-of the Tucson Poiice Deparmment



