CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Departmeni Crime Laboratory
270 § Stone Avenue Tucson, AZ 85701-1917

| hereby certify that these documents are 2 true and correct copy of the

periodic maintenance* for the Intoxilyzer 8000 Serial Number

£0- 002261 maintainad by the Tucson Police Department /(LJD\ Oﬂ\
Crime Laboratory pursuant 1o the requirements of the Arizona Department
of Public Safety for a quality assurance program. W

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.LA.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: 9/)7/09 Cal1_0.099 AC Cal2 0.099 AC

Between the dates of 9/ 0/0? and 9 /l"?/ﬂ ;)
the instrument was operating pmf:erh and accurately.

The instrument was taken out of service for repairon __—
The instrument was returned 10 service on_—

;ﬁgﬁaﬁy Crand

Sarah L. Cione

49 Zh[_(ﬁ‘?

ADPS QAS Permit # 33355

SUBSCRIBED AND SWPRN to before me this__ 52 [ . dav of
- oty .20 09.

r = fﬂ
’ /? )
- OFFICIAL SEAL

73 A.M. HERNANDEZ

Notary Public &

&
74 PIMA COUNTY
*Includes documents specified in A.A.C. R13-10-104.A 3 ﬁjﬁl PINA GO

Pursunn: to section 28-1327. Arizona Revised Smmues. this document is a cervified duplicare of the
informarion contained in computer storaes devicss of the Tucson Police Deparmment

Wy Comm. Exp. Mar, 17, EE1‘:_'.

5 Bl xOTARY PUBLIC-ARIZONA |



EXEIBIT &-4

[of Tsc

TEIS REPORT PREPARED FURSUANT TO BOTY IMPUOSET BY

Z.2.C. RL3-10=-104 (&)

ARIZONA DEPARTMENT QF PUBLICZ SAFETY ﬁ%ﬁ\ Qf\
V

STANDARD QUALITY ASSURANCE 2ROCEDURES

INTOXILYZER MODEL 800C A\
STANDARD QUALITY ESSURANCE ; FROCEDUZE
on seecianier Sarah (Vond AGENCY Tucson Police Department

DATE Q_/p‘"?{/{?ﬁ rime O]

INTORILYZER SERIAL 4 $0-0022¢|  vrocarron DNUT HE

(/) 1. Display reads “PUSH BUTTON TO START™
CIAGRQSTIC TESTS

( v )} I. Clock time check.

(v} 2. Date check.

ODPERATIONAL TESTE

iV/ } 1. Alcchol-free subject test result 0.[J00
(+ } 2. Error recognitioe logic system functioning.

BT

Not & Successfully Completed Test Seguence printed

| v s, Proper sample racognition sysiem.

Not & Successfully Completed Test Sequence p

o Deficient sample printed.

rinted

{ ! 4. Standard Calibration Check standard D.{[HZ HC

Result: €. E!ﬁﬂ AL

Instrumen: is operating properly and accurately. ‘-.‘*‘:‘.SLM"IM"r NO

COMMZNETS

SIGNATURE éﬂd;] c:ﬁmg

DPE Form Exh G-4 (Rew, 05-01)

Bursuant to section 28- 1317, Arizona Revised Siatures. this documens ix a certified duplicate of the information corigined in

computer slorage devices of the Tucson Police Départment



2of T

INTOXILYZER 8000
Location: TUCSON PD

Serial Number : 80-002281

09/17/2009 10:13:56 {{)\\
Standard Lot#: B260011

Last Changed By: C. NOLAN #38874

QAS: 5. CIONE ) #50616

TUCSCN PD

Operator: &. CIONE #506186

TUCSON PD

Subject: S5QAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:14:52
Diagnostic Test Pass 10:15:20
Air Blank 0.0060 10:15:47
0.100 Cal Check 0.099 10:16:06
Air Blank 0.000 10:16:35
Subject Test 0.000 10:17:05
Air Blank 0.000 10217:33
Five Minute Wait ABT*

Air Blank 0.000 T4 8213

*Sequence Aborted

Not a Successfully Completed Test Sequence

TurEuant © seznoz 201327, Anzonz Revised Stmites tis S0sumen iy meritieg Btz

. : P e o tie md 5 e -
SoTEgz Sovioes of the Tusson Poliss Dempmmen: e MIDTMBIOE Eomnisies o commme;



INTOXILYZER 5000
Location: TUCSON PD
Serial Number : 80-002261
0s/17/2009

ﬁguizjjlc

10:18:21

AN

Standard Lot#: 8260011
Last Changed By: C. NOLAN

#38874

QAS: S. CIONE
TUCSON PD

#50616

Operator: 5. CIONE

TUCEON PD

#50676

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F

Weight:

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:19:49
Diagnostic Test Pass 10:20:17
Air Blank RFI* 10:20:27
Air Blank IPS*~ 10:20:38

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursusnt to szomon 26-1327. Avizone Revissd Susmsst this dosumem iz

STOTRES Covizes of the Tusgon Folios Dremsermen

& zomiiies amitcane of the micrmeEnor conmines commtss



INTOXILYZER 8GO
Location: TUCSON PD
Serial Number : 850-002261
09/17/2009

9of T

16:21:47 "]\'\

Standard lot#: B260011I

*Deficient Sample
**Invalid Sample

Last Changed By: C. NOLAN #38874
QAS: 5. CIONE #50616
TUCSON PD

Operator: 8. CIONE #5066
TUCEON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10222237
Diagnostic Test Pass 10:23:05
Air Blank 0.000 10:23:32
0.100 cal Check 0.099 T0:23:51
Air Blank 0.000 10:24:20
Subject Test 0.151* 106:27:29
Air Blank 0.000 10:28:01
Air Blank 0.000 10:28:28
- Bubject Test KRH A 1T0:28:51
Adr Blank 0.000 10:29:25

Begin new deprivation period

Fursuant w secyorn 26-1327, Arizone Revifed Smmn=c. mis desumeniis s
StoTRes doviess of tns Tusson Polies Deoammen:

Not a Successfully Completed Test Sequence



Fussuan: v peenor 26

-

INTOXILYZER 8000

Location: TUCSON FD

Serial Mumber: B0-002261

0e/17/20032 10:30:18

Standard Lot¥: 8280071

Last Changed By: C. HOLAN #3B874 /ﬁ\

QaS: 5. CIOKE #50616

TUCSOH PD

Test g/Z210L Time

Air Blank 0.600 10:30:453
Cal Check 0.09% 16=31:04
Air Blank 0.000 10:31:34

éﬂdﬂjﬁ Cron {

Operator's Signature

7. Arizons Fevised Smmiter w8 is 2 2enified o = i
sviser Sty it AOSITE s o senied amiise- of T MIDTTRNOrT WELRES T

SITEz: coviesy of the Tusson Polics Doprument

3C



THELIS REPORT PREPAR

=
-

LE PORSUANT TO DOTY IMPOSEE BY
A.2.C. R1S-10-1041R)

ARIZONA DEPARTMENT CF PUBLIC SAFETY

STARDARD QUALITY ASSURANCE PRCCEDURES
INTOXILYZER MODEL BOOCG

AN, A
STANDERD CALIBRATION CHECE EROCEDURE fv

1"5

QA Specialist ‘SQ r‘ﬂ;h 01&(}{ AGENCY Tucson Police Despartment
DATE ﬂ?, f"]r/a‘} rme [0
Intoxilyzer Serial § $f-0022¢] zocazion DUT HQ

W

EXEISIT 6-2 é O‘{ '75(

Ln

o

Ensure that gas tank is actached to iastrument and contains s
standard alconel concentration soluticn 0._[DO AC.

OR
Four a standard alcohol concentration selution A,
into a ¢lean dry simulator and assemble the simplator. Ensure
that a tight sesl has been madsa. Turn on the simulator and

aslliow temperature to reach 34°C =+ 0.2°C

Intoxilyzer BDO0O display reads “PUSE BUTTOR TD STAERT”

Go to the “Controel Testing Menn™., Select *DU for dry
contrel test or “W' for wet control test. After
selection is made press ENTER.

A:ix blank completed.
Calibration check compleced., Test results 0.}23& AT.
Aiz blank completed.

Remove printed record. Attach the record to the completed
checklist.

SIGNATURE m}q Loons
TJ %

DPS Form Exh &-2 (Rev. [05-01)

Pursuant to section 28- 327, Arizoms Revised Statutes, this document iy o certifled duplicate of the infarmation contained n
compurer storage devices of the Tucson Police Department



Pursmst = seomon 751327,

IETONILYZER 8OO0

Location: TUCSON PD

Serial Nymber: B0-002281

ga/17/2009 10317 4%
Standard Lot#: 82600%I

Last Changed By: T. HOLAN ¥38874

GAS: 5. CIHDNE #50616

TUCSON b

Test gfZ10L Time

Air Blank 0.000 10:12:11
Cel Check 0.099 10:12:30
hir Blank 0.000 10:13:00

"Sma/l/'m;

Qp-f:rafﬂr § Signature

SiTE== fovinss of the Tusstn Police Drepgmmmane

r—7

7. ATonRt Beovised Sowsse il Soirmen 3 2 septhes GnEE- of s CUCSENCS COMINST T SRS

Tse



