CERTIFICATION by CUSTODIAN of RECORDS
v Tucson Police Department Crime Laboraiory
270 S. Stone Avenue Tucson, AZ 85701-1917 /\5\\ ’LU'“D
%

I hereby certifv that these documents are a true and correct copy of the \
periodic maintenance* for the Intoxilyzer 8000 Serial Number

Bo-002A206] maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits. as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC w0 0.110AC.

Date: Ga’fﬂzz& Call_0./20 AC Cal2 _py94 AC

— —Between the dates of f‘&{gﬂ’aq ~ and— p;—z'af z /10

the instrument was operating ]:ﬂ’opérl}-' and accuratelv.

The instrument was taken out of service for repair on 4//,#
The instrument was returned to service on rJ4 ’

ofuk

Cheryl K. Straub

/Y.
Y

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to beforeme this  / /¥, day of

Notary Public S e Yeois: :
*Inciudes documents specified in AAC. RI-10-10445 | 70770 o tue w17, 200

Pursuant 10 s=ction 28-1327, Anzona Revised Statutes, this document is a certified duplicate of the
mformation contained in computer storage devices of the Tucson Poitce Deparument.



TEIS REPORT 2REPERED BURSUANT TO DUTY IMPQEED 3%
A.R.C. BEL3-10-3104 (&)

ARZZONA DEPARTMENT OF PUBLIC SARFETY

STANDARD QUELITY ASSURANCE ZR0CEDCGREE
RTTR Y YIER MOADEL BOOD
INTOXILYZIER :'.}..._._; BCO0Q \,ﬁ

; 0
STANDARD QURLITY ASSURANCE PROCZDURE b\\{]’m

QA SPECIALIST O}\% S:}thL_ GENCY Tucson Pol:ice Department
DATE _g,fr}#?_/}ﬂ riv: 0g '#‘/

INToxIzvzeR SERIAL £ 80 -00224] iccarron Mwlmg

V17 1. Display reads “DUSH SUTTON TO START"

DIAGHOSTIC TESTS

/

{ Le=1. Clock time check.

2. Data check.

QPERATIDONAL TESTS

/ 1. RIcahol-frss subject tsst result 0. 500 ac.
l/'f/ 2. Exror recognition logic svs tem functioping.
/ Not a Successfully Completed Test Seguence printed
{ i 3. Proper sample rscognition 5,rs..en:.

ot 2 Successfuily Compisted I

=y

=
-
-
-

Secuence printed

/ Deficient sample printed.
: i . Standard Calibration Check standard 0._/d40 AT

Rasu.-:: 4 18 ;}‘fz AC

Instzument 1s operating properly and accuracely. YES /’HD

COMMENTS

T A ey

SIGHATURE

Putrsugnr to yeciion 18-1327, Arizone Revived Statwies. tis docurment i a certified auplicare of the information contgined in
compucer Rorage devices of the Tucyor Police Deparimer:



INTOXILYZER B000
Location: TUCSON FD
Serial Number : 80-00228&1

01/07/2010 08:46:32
Standard Lot#: 8260011

Last Changed By: C. NOLAN #38874
QAS: C. STRAUB #50772
TUCSON PD

Cperator: C. STRAUR #50772

TUCSON PD

Subject: SQAP, SQAP
poB: 11/11 /111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/270L Time

Air Blank 0.000 08:47:28
Diagnostic Test Pass 0B:47:56
Air Blank 0.000 08:48:23
0.100 Cal Check 0.100 0B:48:42
Air Blank 0.000 0B:49:11
Subject Test 0.000 08:49:54
Air Blank ABT* 08:50:01
Air Blank 0.080 08:50:30

*Seqguence Aborted

-

B_- -
¥ -mm_m 2F-I327, Anzona Rovised Summet his GOCSTEN i p cefied g of tes mformeio comrgee
Eoaps eovicss of the Tusson Police Drepereners

Not a Successfully Completed Test Sequence

et I S
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INTOXTILYZER B00O0D
Location: TOCSON PD
Serial Number : 80-002261

01/07/2010 08:50:58 ,ﬁ]\\
Standard Lot#: B260071
Last Changed By: C. NOLAN #38874
“ QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON FD

Subject: SQAP, SQAP
DOB: 11/1v/11 11
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:51:38
Air Blank IPS*#* 08:51:46

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

SUTIUEr W snen 2R1310, Arsone Bavieed Spmesr ik dosmmms e

: L omEhed amiene ot Shatlise SUTEITes T cymmes
Rovepe Sevizss of the Tunson Folise Trememner e )



INTOXILYZER 8000
Location: TUOCSCN PD
Serial Number : 80-002281
01/07/2010

0B8:52:11

71

Standard Lot#: 8260011
Last Changed By: C. NOLAN

o

#38874

QAS: C. STRAUB
TUCSON PD

#50772

Operator: C. STRAUB
TUCS0ON FD

#50772

Subject: SQAP,SOAP
BOB: 11/11 /1111
Sex: F

Weight: 111

1% Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 DB:53:20
Diagnostic Test Pass 08:53:47
Air Blank 0.000 0B:54:15
0.100 Cal Check Q.101 DB:5£:33
Air Blank 0.000 08:55:03
Subject Test 0.233= 0B:56:11
Air Blank 0.000 08:58:44
Air Blank 0.000 08:59:11
Subject Test XXX ** 08:59:37
Air Blank 0.000 Gs:00:10

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Porsusm v seouon 261307, Anzons Reviesd Stmwes s docpemes (s g =i
Svags dovicsy of e Tosson Police T

Not a Successfully Completed Test Sequence

guptizass of ter SRforsion conteret e

2
s
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INTOXILYZER BOO0O

Location: TUCSON PD

Serial Number: B80-002251

/07,2000 0%:00:35

Standard Lot#: 826001I
Last Changed By: C. NOLAN #38674 _
QAS: C. STRAUS #50772

- TUCSOM PD

e i e e o B e e S

Test g/210L Time

ALir Blank ¢. 000 09:01:02
Cal Chack 0.099 09:01 221
Adir Blank a.0a89 a9:81:50

A

ra nngna ture

Purswpm o :::uu::_:l'-‘-j:';. Arizozz Fovises Sumorer mms 00TUMST IS seriies amiicets of tnr micrminion conmnis 1 comoes
RoTErs foyin—s of e Tusem Poliss Uopemerent ‘



B R DT SR AT TR I T R
THEZIS EBEPORT PREPARALD PURSUANT TO TUTY IMTOSZE BY
& . g i
AR, BL3-Z0-Z0415A

ARIZONA DEPARTMENT OF PUBLIC SASETY

STANDARD QUELITY RESUIANCE PROCECURES b\ %\“
INTOXILYZER MODEL BOOC

STARDARD CRLISRATION CHECE 2ROCEDUERE \‘

OK Specialis: thﬁf_&!gmL AGENCY Tucson Police Department
QJZQ

Z2]1o tmz 08 1YY
Intoxilyzer Serial # ﬂﬂ'-dbé&é! Locaticn

{ F’ff 2 Ensure that ges tank ‘is attached To instrument and contains a
standard alcohcl concentration selution €. /28 RC,
QR
bour a standard alcohol concentration selutien ﬂf& : ol
into £ gilsan dry simuiator and assembls the sizulato Ensuze
that a tignt seal hes been made. Tuzrz on the simulaczor and
2licw temperature to resach 34°C + 0,2°%C

f I/'/ 2. Intoxilyzer BOOD display rsads “PUSH BUTTCR TC START™

.

Go to the “Controel Testing Menu™. Seiect D7 for d=y
contrel test @r W' for wet ‘control test., After
selection is made press ENTER.

Wl
Ll

&ir blank complsted.
libratien check completed. Test results 0. /A0 AC.

. &ir plank completed.

XX

{1

X

printed record. Attach the record To the completed

-

=
CPE Torm Exk &-2 (Rev. D05-01
Purtuant to section 281327, Arirong Revised Siarues. this docyment is o certlfied dupiteote of the infarsearion conigined in

compmuter siorase devices of ke Tucson Police Inportosen.
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INTONILYZER 8000

Bocation: TUCSON ¥D

Serial Number: BO-002267

g1/07/2000 N8:44:49
Standard Lotd: 8260011

Last Changed By: C. NOLAN #38874

QaAS: C. STRAUB #50772

TUCSOR BD

Tast gf210L Tima

Alr Blank Q.000 08:45:16
Cal Check 0.100 08:45:35
Air Blank 0.000 0B:46:0%

Ol /=

opesh Signaturs

74

E'u.'m_m serchon ;Plﬂ?.m?.mﬂ SrEares. wiy SOCUTEST 1S = seriiad ammieers of thr micrmETion COnRmRSS SR
Sorzrs Geviess of the Tucson Polite Dreparmien:
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