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CERTIFICATION by CUSTODIAN of RECORDS
Tucson Poiice Department Crime Laoborator:

270 S. Stone Avenue Tucson, AZ 85701-1917 /ﬁl{

o\°
I hereby certify that these documents are a true and correct copy of the Q ful
periodic maintenance* for the Intoxilyzer 8000 Serial Number ¢
R0 - 00226 maintained by the Tucson Police Department
Crime Laboratory pursuant 1o the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A guaiity assurance speciaiist (QAS) tested the instrumen: on the foliowing
dates. The acceptable accuracy limits, as defined in A A.C. R13-10-104. A2,
tor 2 0.100AC solution are 0.090AC to 0.110AC.

Date: q,ﬁé/{O Call 0,099 AC Cal2 O.OQCI AL

Beatween the dates of Q/f 2 /f 0 and QIA.L,/’O

the inswrument was operating properiy and accurately.

The instrument was taken out of service for repairon _~
The instrument was returnad to service on -
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ADPS QAS Permiz £ 3335
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SUBSCRIBED AND SWQRN 10 befors me this o2()% . day of

W .20_/0.
ol st il

Notarv Public

o OFFICIAL SEAL

" A.M. HERNANDEZ

5% |5 NOTARY PUBLIC-ARIZONA
&) PIMA COUNTY

My Comm. Exp. Mar. 17, 2012
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inciudes documents specified m A A.C. R13-1C-104 A3
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Pursuant 10 secuon 28-1327, Arizonz Revised Starutes. this cocument 1s a certified quphicats of ths
mformauon contzined in computer siorage dsvices of tne Tucson Police Deparmment




ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDR:{D QU*‘.."..:T‘;’ ASSURANCE PROCEDURES

OXILYZER MODEL 8000 /ﬁn

STANDARD QUALITY ASSURANCE PROCEDURE

J

QA SPECIALIST SO\{‘O\}'\ CIO:’}( ARGENCY Tucson Police Department
as a/c,/z v (1073
INTOXILYZER SERIAL ¢ Q- 002241 rocatron N7 HEO

( 1/', 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS

ime check.

OPERATIONAL TESTS

Alcohol-free subject test result 0.00Q(0 AC.

A/ . Error recognition logic system functioning.

Not a Successfully Completed Test Sesquence printed
1/ . Proper sample recognition system.

/ Not a Successfully Completed Test Segquence printed

I e
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:}e:;c:e:n. sample printed.

Standard Calibration Check standard 0. [QQ AC
Result: O.j 232[ AC

Instrument is operating properly and accurately. YES |/ NO

COMMENTS

SIGNATURE /6’0;/10};' é'/ O/Lf

DPS Form Exh G-4 (Rew, 05-01)

Pursuanr tc secrion 28-1327, Arizona Revised Starutes, this document is @ certified dupiicate of the informanon comained in
computer storage devices of the Tucsor: Police Department



L0f 8
INTOXILYZER 8000
Location: TUCSON PD

Serial Number : 80-002261 //
09/16/2010 11:05:48 ‘b[\
Standard Lot#: 719919

Last Changed By: S. CIONE - #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111 -
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:06:50
Diagnostic Test Pass 11:07:18
Air Blank 0.000 11:07:45
0.100 Cal Check 0.100 11:08:04
Air Blank 0.000 11:08:33
Subject Test 0.000 11:08:54
Air Blank 0.000 11:09:22
Five Minute Wait ART*

Alr Blank 0.000 117:09:58

*Sequence Aborted
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INTOXILYZER 8000 ; SC
Locaticon: TUCSON PD

Serial Number : 80-002261

09/16/2010 11:13:28 /piﬁ
Standard Lot#: 719919

Last Changed By: S. CIONE - #50616

QAS: S. CIONE #50616

TUCSON PD '

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111 :
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11513257
Air Blank IPS** 11:14:05

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

B . —
Sursuant to sscuon 28-1327, Arizona Kevised Stature:. this document 15 a certifi

. L ed dupiicate of the inform 1ed 1
storage dsvices of the Tucson Police Deparment. ‘ the informerion contained it cotipiter
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INTOXILYZER 8000
Location: TUCSON PD

Serial Number : 80-002261 5
08/16/2010 11:31:05 H
Standard Lot#: 719919

Last Changed By: S. CIONE - #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 T 231251
Diagnostic Test Pass 11232218
Air Blank 0.000 11:32:46
0.10U0 Cal Check U.uyy 11:33:04
Air Blank 0.000 11:33:34
Subject Test 0.100%* 11:36:42
Air Blank 0.000 11:37:14
Air Blank 0.000 11:37:41
Subject Test ABT** 11:38:49
Air Blank 0.000 11:39:17

*Deficient Sample
**Sequence Aborted

Not a Successfully Completed Test Sequence

'D T - -
Fursuant o secnon 28-1327. Anzona Revised Stanmes. tfhis documsnt 15 2 cerif

L eeliEs - ed duplicats of the miornauon contained m o
Storags dsvices of the Tucsen Police Deparmen: “ R Rl SR DpANER



Sof 5

Location: TUCSON PD /ﬁaq

ITNTOYTTVZED annn

o wr

Serial Number : 80-002261
09/16/2010 148 2 1 4iz51

Standard Lot#: 719919

Last Changed By: S. CIONE -~ #50616
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:15:35
Diagnostic Test Pass 11:16:03
Air Blank 0.000 11:16:30
0.100 Cal Check 0.100 11:16:49
Air Blank 0.000 11:17:18
Subject Test XXX* 11:20:25
Air Blank 0.000 11:20:58

*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuzn: 1o secnon 28-1327, Arizona Revises Starutes, fhis document is z cemified

Storage devices of the Tucsce Police De = quplicats o oS MICTMANCT coniamed in computer
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INTOXILYZER 8000 S C
Location: TUCSON PD

Serial Number: 80-002261

09/16/2010 11:21:33

Standard Lot#: 719919 /{DL‘

Last Changed By: 5. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:22:00
Cal Check 0.099 11:22:19
Air Blank 06.000 11:22:49

éﬂ/tﬂh (];‘o/lf

/Operatoﬁ' 's Signature

Pursuant to secnion 28-1327, Ariz 1588 thi

t cuor. 28-1327, Arizona Revised Staturss, this document 15 2 certified duph f the mformar 3 1

. : ' £ ed t = - -
storage aevices of the Tucson Police Deparmment plicete of the info on contamed In compute:
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THIS REPORT PREPARED PURSUANT TO DUTY IMPQOSED
A.A.C. R13=1(G-104(2)
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ARIZONZ DEPARTMENT QF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /{bl\

10
STANDARD CALIBRATION CHECK PROCEDURE (\’L[
QO Specialist 40\!‘0{}'] Olbﬂ,ﬂ AGENCY Tucson Police Dep
/
DATE Q/fb/fo M 103
Intoxilyzer Serial # &!—(EQQQQ{ Location DUI-HQ

u/} 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration selution 0. O EC.
A
19} 8
Pour = standard alcohol concentration solution AC,
into & clean dry simulator and assemble the simulator. Ensure
that & tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C
( ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
( ) 3. Go tec the “Control Testing Menu”. Select “D"” £for dry
control <tTest or “W® for wet control <test Rfter
selection is made press ENTER.
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Test resultis 0(229 AC.

) 7. Remove printed record. Attach the record to the

checklist.
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completed

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer siorage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: TUCSON PD

Serial Number: 80-002261

09/16/2010 11:03:48

Standara Lot#: 119913
Last Changed By: S. CIONE #50616

QAS: S. CICNE #506186 -

TUCSON PD

Test g/210L Time

Rir Blank 0.000 11:04:15
Cal Check 0.099 11:04:34

Air Blank 0.000 11:05:03

%MM 01‘0/1)?

Aperator'ls signature
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Pursuant 10 section 28-1327, Anizonz Revised S ' ified dupi tEIRed m comm
‘ 1327, . Statutes, this document is 2 certified duplicate of the miorman Ined
storage cevices of the Tucson Police Deparmment. ' - u s
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