CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

A"

I hereby certify that these documents are a true and correct copy of the O
periodic maintenance* for the Intoxilyzer 8000 Serial Number \\2
3o -00226( maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined-in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12-9-(o Call o.(oD AC Cal2 2./t AC

Between the datesof 11 </~ (0o and [2 ~9~ (0
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon M/ f
The instrument was returned to serviceon _, ; A

me

Clare L. Conley

)2 ~{0o~ (0

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this )O%’ , day of
e 20 (0.

Notary Public

OFFICIAL SEAL

e\ ROSA REYNA
= % &/ NOTARY PUBLIC-ARIZONA

Qm;, ‘PIMA COUNTY
My Comm. Exp. Jan. 31, 2011

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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JRT.ITY ASSURANCE PROCEDURE Aub\ » D
oV

QR SPECIALIST CJ_&J“L.C;W\Iﬂkj AGENCY Tucson Police Deparcment
) L

T (2-9- (0 TivE /097

INTOXILYZER SERIAL ¢ §O0-00220[ 1ocaTioN DDW Dt H b

v ) 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS
Clock time check.

1
2. Date check.

OPERATIONAL TEST

(V) 1. Blcohol-free subject test resul: 0. 00D AC.
) 2. Error recognition logic system functioning.
Not & Successfully Completed Test Seguence printead
v 3. Proper sample recognition system
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
/) 4. Standard Calibration Check standard 0./[O® AC
R 2 0. /5D RC

Pursuan to secrion 28-1327, Arizona Revised Siatwes, this document is a certified duplicare of the information. comained in
compuzer siorage devices of the Tuesor. Police Deparimen:



INTOXILYZER 8000 ,Ziikb/\
Location: TUCSON PD

Serial Number : 80-002261 qu\
12/09/2010 1025126

Standard Lot#: 719919 . /éy\
Last Changed By: S. CIONE #50616 \
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:52:14
Diagnostic Test Pass 10:52:41
Air Blank 0.000 10:53:08
0.100 Cal Check 0.100 10553227
Air Blank 0.000 10253256
Subject Test 0.000 10:54:17
Air Blank ABT* 1025423
Air Blank 0.000 10:54:52

*Sequence Aborted

. Not a Successfully Completed Test Sequence
+UISUADT 10 ssouon 28-1327, Anzonz Revised Stenne:, tis documen: is 2 certified qunlicars of tos MmioTmanon contzmesd 1n comDuTET
SIorage cevicss-of tne Tucson Fouc: Depzom ' 7

o
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INTOXILYZER 8000

Location: TUCSON PD A\;7
Serial Number : 80-002261 ﬁ%fb |
12/09/2010 10255 ; 20

Standard Lot#: 719919 i Ly~
Last Changed By: S. CIONE #50616 4&&
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY ' #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 10:55:486
Ailr Blank IPS** 10:55:55

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence
:'*.L-':uzz; o s=cuorn 23-_‘-_.“-.:‘7. Anzons Keyvisss Stammes. mis AoCimen:is 2 certfisd aunhicars of tos miormanon contzmed m compitte;
Siorage cevicesof tne Tucson Poiics Depermmen:



INTOXILYZER 8000

Location: TUCSON PD \)\é\{]
Serial Number : 80-002261

12/09/2010 10256522 u}?\
Standard Lot#: 719919 & /\‘7\)\
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:57:10
Diagnostic Test Pass 110257 238
Air Blank 0.000 10258205
0.100 Cal Check 0.100 10:58:24
Air Blank 0.000 10:58z53
Subject Test 0.045%* 11502202
Air Blank 0.000 11202233
Air Blank 0.000 11203200
Subject Test XXX ** 11:03:26
Air Blank 0.000 11:03:59

*Deficient Sample
**Invalid Sample
Begin new deprivation period

. Not a Successfully Completed Test Sequence
“arsuant to seouon 25-1327, Anzone Revised Stemures. this documen: s

= T . 5 & commined quplicers of the miormanon contemed m oomourer
Storage aevices-oftne Tucsen Police Depzmmen: = e



INTOXILYZER 8000

Location: TUCSON PD ] /\
Serial Number: 80-002261 %é\ |
12/09/2010 11:04:27

\j\;\
Standard Lot#: 719919 /\6‘

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:04:54
Cal Check 0.100 _ 11:05:13
Air Blank 0.000 11:05:42

Mone Qo

Operator's Signagure

Sursuzns 10 o= s 151277 Lmeoams Tauvicas S oz Y - <Fyar 1 £ |
z .._—.;m._ 10 s=om = 25 — 1, A..,.z_ou. Revised Stanmres, mis decimment is 2 eermibed auphicere of the miormsation contamed m compurter
srorags devices-of the Tucson Police Deparomemt -



THIS REPORT PREPARED PURS UANT DUTY IMPOSED BY
2.2 .C R13-=10-10¢ (L
ARIZONZ DEPARTMENT OF PURLIC SAFETY

—aTm A= srm T

INTOXILYZER MODEL 8000 \\
\
D LT LR ]
QA Specialist Qhr&&“l% - AGENCY T1

DATE |2-4—(o I TIME (0 Y77

8srizl # ®o-~pv22l | Location wa M( H‘Q

Intoxilyz

m

V/, i Ensure that gas tank is attached to instrumsnt and contTains &
standard zlcohol concemtzaztion solution 0. |TO AT
T".
Pour a siandardg alcohol coneentrstigor solution AT

on

C. | DD aC.
L[5S
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= ~A 1es=ad
blan completed
( Remowve printed recozd =he DecOrd 0 whe completsd
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DPS Torm ExXh -2 (Rev 05=01

Pursuare ro secrion 281327, Arzono Revised Stamures, this documen 15 a certified dupiicare of the irormation comained in
compurer siorage @evices of the Tucson Foiicz Deparmmen:



Pursu=nt o s=cnon 28-13
storage devices-oftne Tucson Poilee Deparoment
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INTOXILYZER 8000
Location: TUCSON PD 74\/]

Serial Number: 80-002261

12/09/2010 10:47:27 : U\’\

Standard Lot#: 719919 \k
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:47:54

Cal Check 0.100 ‘ 10:48:13

Air Blank 0.000 10:48:42

Mo Lol

Operator's Signaturé

], Arizone Revised Stamres, mis document is 2 certiied auphicars of tne miormanon contamed m compure:

e



