CERTIFICATION by CUSTODIAN of RECORDS

(R B N vl NS

rucsor Folice Deparrmen: Crime Laooraior)

270 S. Stone Avenue Tucson, AZ 8§3701-1917

I hereby certify that these documents are a true and correct copy of the /\(D b\
periodic maintenance™® for the Intoxilyzer 8000 Serial Number (0"
Q0 -00224 | maintained by the Tucson Police Deparment  \*
Crime Laboratory pursuant to the requirements of the Arizona Department

I Public Safety for a quality assurance program.

!

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to0 0.110AC.

Date: ll/gpr/;oH Call 0,100 AC cal2 0,099 AC
Between the dates of 1%/@/;20!0 and {/@/;20//

the nstrument was operating properly and accurately

—_

I'ne mstrumen: was taken ou: of service for repair on -

The mstrument was returned 1o service on —

§M Loont

Sarah L. Cione

SUBSCRIBED AND SWOQRN 10 before me this__ /%% . day of

w WS

) C(/fm .20 .

OFFICIAL SEAL
Notary Public AM. HERNANDEZ

¥TrnlAac A o sl e KA R12.10-104 A S
Includes documents spacified in AA.C. RI13-10-104 A2

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

-~

Pursuans te section 28- 1227, Arizona Revised Stanuss, this documers is 2 certified qupheare of the

mMIOTINATon COoNamet In COmMpPUISr St0rage aevices ol tne l1ucson olce Leparunint



THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED
R.B.C. R13-10G-104(An)

[6p]

TANDARD QUALITY ASSURANCE PROCE

QA SPECIALIST Somhf‘z'onf AGENCY Tucson Po

DATE [//L,/QQH vz PK

INTOXILYZER SERIAL $# 30-Q0232L|  uocarion DUT HE

( / ) 1. Display reads “PUSH BUTTON TO START”

Clock time check.

v ) 1
’«/ ) 2. Date check.

O
]
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RATIONAL TESTS

pject test result

( logic system functionin
Completed Test Sesguenc
D
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Instrument is operating properly and accurately. YES

COMMENTS

]

T

EBursuan: ro section 28-1327, Arizona Revised Statutes. this document is a certified duplicare of the irformation comained in

computer siorage devices of the Tucson Police Depariment



INTOXILYZER 8000
Location: TUCSON PD
Serial Number : 80-002261

01/06/2011 08:57:38

Standard Lot#: 719919

Last Changed By: S. CIONE - #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:58:23
Diagnostic Test Pass 08:58:50
Air Blank 0.000 08:59:18
0.100 Cal Check 0.100 08:59:36
Air Blank 0.000 09:00:06
Subject Test 0.000 09:00:40
Air Blank 0.000 09:01:07
Five Minute Wait ABT*

Air Blank 0.000 09:02: 20

*Sequence Aborted

Not a Successfully Completed Test Sequence

~

A

207,

SuTSuAnT ©o secuorn 26-1327, Anzone Revised Swamres. tois document 15 2 certihed quplicars of tos mformanon contamed m compute:

storags devicesof the Tucson Police Deperomern:

C



INTOXILYZER 8000
Location: TUCSON PD
Serial Number : 80-002261

01/06/2011 09:05:43 /\6\

Standard Lot#: 719919

Last Changed By: S. CIONE - #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD '

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:06:16
Air Blank IPS** 09:06:24

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

-"ursua"r-{to sscnor 28-1277, Anzone Revised Stamues, tis dociment 1s 2 cerdfied duplicats of tns miormanon contzmed n oomputs;
SLorags asvicss-of tne Tucson Folics Drepzrmnens



INTOXILYZER 8000
Location: TUCSON PD
Serial Number : 80-002261

01/06/2011 09:07:51 /\bb\

Standard Lot#: 719919

Last Changed By: S. CIONE - #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD '

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute‘Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:08:38
Diagnostic Test Pass 09:09:05
Air Blank 0.000 09:09:33
0.100 Cal Check 0.099 09:08:52
Air Blank 0.000 09:10:21
Subject Test 0.058%* 09:13:29
Air Blank 0.000 09:14:00
Air Blank 0.000 09:14:28
Subject Test XXX ** 09:14:51
Air Blank 0.000 09:15:24

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

TUTSUARDT 10 sesuon 26-1227, Anzone Revised Stanies. tas document is 2 certined aupiicars of {o= miormmanon contamed In Compute:
siorage aeviess-of tne Tucson Police De=parmmen:
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INTOXILYZER 8000
Location: TUCSON PD
Serial Number: 80-002261

01/06/2011 09:16:10 KD\/\

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616 N

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:16:38
Cal Check 0.099 09:16:56
Air Blank 0.000 09:17:26

6&/\&1/’) /’mm’

Operétor s Signature

rm‘suzn-:_m szotnon 28-1327, Anzone Revisef Stamures, fnis document 1s z cemified qunhicars of toe nfoTmanon centzmed In 0OMDULS
sIorags asvicss of tne Tucson Folics Deparmmen:
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Fursuant e secuon 28-1327. Arizonz Revised Sizmites. his QOCUMEM S 2 cerfified duplicats of ihe informanion conte
e rizonz ¥ cemiifie icate oF fhe
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INTOXILYZER 8000
Location: TUCSCN PD
Serial Number: 80-002261

01/06/2011 08:54:08 /5\.\

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:54:35
Cal Check 0.100 08:54:54
Air Blank 0.000 08:55:23

W Lrong

Operator s Slgnature

nes
niEC In compuSy



