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CERTIFICATION by CUSTODIAN of RECORDS

Qg Tucson Police Department Crime Laboratory /<Dk\ \OQ)
I hereby certify that these documents are a true and correct copy of the %‘

periodic maintenance* for the Intoxilyzer 8000 Serial Number

¥V - 002267 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: 7. %/-2% (a1 o.160 AC Cal2 D.io] AC

Between the dates of 7- 2-o0% and 7-3/-0%

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on' N /A
The instrument was returned to serviceon N /P

Maw Lo,

]
Clare L. Conley

g -1-0f

ADPS QAS Permit # 33314

to before me this / , day of

200"

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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ARIZONA DEPARTMENT oF PUBLIC SAFETY | 437

STANDARD QUALITY ASSURANCE PROCEDURES Cn
INTOXILYZER MODEL gpp0 \1\

STANDARD QUALTTY ASSURANCE PROCEDURE /@ %‘\D(b

TIME 092

INTOXILYZER SERIAL & @b . 002262 1ocarioy ODw -~ Iy
22002262 —=2_DW Ha
(v

1. Display reads “PUSH BUTTON TO START™

Qa SPECIALIST Oiqrz_obh( AGENCY Tucson Police Department
““—“““‘quf““"‘" [
DATE 7~3[—-08'

DIAGNOSTIC TESTS

( vy 1, Clock time check.
( /) 2. Date check.

OPERATIONAL TESTS

Instrument is-operating Properly and acCurately. yms ,~ NO

COMMENT S Nong .

SIGNATURE MML G*R-Q,zv,

/

DPS Form Exh G-4 {Rev. 05-01}

Pursuan 10 section 28-1317. Arizong Revised Starures, this docy

ment is o certified duplicate of the information comaineg in
computer storage deviees of the Tucson Police Departmeny



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002262

247 Cu,
A

07/31/2008 09:27:31
Standard Lot#: 735401G

Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD

Cperator: C. CONLEY #31E17
TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:28:20
Diagnostic Test Pass 09:28:47
Air Blank 0.000 09:29:15
0.100 Cal Check 0.7100 09:29:33
Air Blank 0.000 09:30:03
Subiect Test 0.000 00:20:24
Air Blank ABT* 09:30:31
Air Blank 0.000 09:30:59

*Sequence Aborted

Not a Successfully Completed Test

Pursuant to section 28-1327, drizona Revised Siarures, this document is a certified duplica
computer storage devices of the Tueson Folice Departmeny

Sequence

1e of the information comained in



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002262 \\
07/31/2008 09:31:04

Standard Lot#: 735401G¢

Last Changed By: S. CLONE #50676

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAPD
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:31:35
Air Blank IPS** 09:31:54

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

FPursuant to section 25—1327, Arizona Revised Statutes, this document is g certified duplicate gf the Irformation comained in
computer storage devices of the Tucson Police Depariment



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002262

07/31/2008 09:32:02
Standard Lot#: 735401G

Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivaticn Per cd? Yes

Test g/210L Time

Air Blank 0.000 09:32:50
Diagnostic Test Pass 09:33:17
Air Blank 0.0060 09:33:44
0.100 Cal Check 0.100 09:34:03
Air Blank 0.000 09:34:33
Subject Test 0.163%* 09:37:41
Air Blank 0.000 09:38:13
Air Blank 0.000 09:38:40
Subject Test XXX H* 09:39:07
Air Blank 0.000 09:39:40

*Deficient Sample
**Invalid Sample

Begin new deprivation period

SR
A

Not a Successfully Completed Test Sequence

Pursuant 1o secrion 28-1327, Arizona Revised Starures, this
computer storage devices of the Tucson Police Department

document is g certified duplicate of the information comained in



INTOXILYZER 8000

Location: ARIZONA 6- sg,}

Serial Number: 80-002262

07/31/2008 09:39:58 O
Standard Lot#: 735401c

Last Changed By: S. CIONE #5067¢ /ﬂb
QAS: C. CONLEY #34517

TUCSON PD -

Test g/210L Time

Alr Blank 0.000 09:40:25

Cal Check 0.101 09:40:44

Air Blank 0.000 09:41:13

Operator's Sighature

Pursuant to section 28-1327, Arizong Revised Starures, this docy

ment is a certified duplicare of the information contained in
Compuler Storage devices of the Tucson Police Department,



EXHIBIT G-2

THIS REFPORT PREPARED PURSUANT TO DUTY IMPOSED RY
A.A.C. Rli- 10-104(n)

ARIZONA DEPARTMENT OF PURLIC SAFETY \3 S%/l

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 _ /6\

STANDARD CALIBRATION CHECK PRCCEDURE % \b[b
: \

CA Specialigt Uartﬂml% AGENCY Tucson Police Department
H

DATE 7.23{-0% TIME _ 092

Intoxilyzer seria: # ID-0022467 Location _ ODW-Dl HQ

(v") 1. Ensure that gas tank is attached tgo instrument ang tontains a
Standard alecohol concentration solution 0. /8p AC,
CR
Pour a standard alcochol concentration solution aC,

into & clean dry simulator ang assemble the simulator. Ensure
that a tight sezl has been made. Turn on the simulator ang
allow temperaturs to Teath 34°C 4+ g z°¢

(v ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

(¥) 3. o to the “Control Testing Menu”. gelect «p» for dry

control test op "W for wet control test. After
selection is made Press ENTER. :

(V) 4 Air blank completed.

(¥ 5 Calibration check completed. Tegt results o, IFD AC,
(v ) 3 Air blank completed.,

{ v 7 Remove printed record. Attach the record to the completeq

checkligt.

SIGNATURE MQ“\ 0¢an41
: !

DPS Form Exh G-2 (Rev. 05-01)

Pursuant 1o section 281 327, Arizona Revised Statutes, this documen is 4 certified duplicate of the information comtained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 (? Sﬁ)rz

Location: ARIZONA

Serial Number: 80-002262 QI
07/31/2008 09:26:09

Standard Lot#: 735401g /b\\
Last Changed By: $. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:26:36
Cal Check 0.100¢ 09:256:55
Air Blank 0.000 09:27:24

Operator's Sit}nature

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is o cert

. ified duplicate of the ; ormarion comained
tomputer storage devices of the Turson Police Department i 7 ihe i ’



