gl CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laborarory
270 S Stone 4venye Tucson, AZ 85701-19] 7 /b\\ 0\
I bereby certify that these documents are a true and correct copy of the \,\
periodic maintenance* for the Intoxilyzer 8000 Serial Number ¢

. R0-00220L2 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department .
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. RI3-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: 9_121.1,/047 Call p.1ol AC Cal2pip] AC

Between the dates of | /;S/o‘f and r.l/o&_)
the instrument was operatirfg pr(l)perly and accurately.

The instrument was taken out of service for repair on —
The instrument was returned to serviceon —

/éma/’) Lione
Sarah L. Cione
%/ 7/09

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this [ day of
r":?ibm/f amj ,2009 .

,SZQM f 0| pIV)f/J? { .

Notary Public

5| BOTARY PUBLIC-ARIZONA |

PIMA COUNTY |
My Comm. Exp. Mar. 47, 26121

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
mformation contained in compiter storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BY

A.A.C. R13-10-104(a) / % 7SC

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /\L‘)\\ ,XBG\

STANDARD QUALITY ASSURANCE PROCEDURE 9\\\
QA SPECIALIST Samkcfon{ ___ RAGENCY Tucson Police Department

DATE _%Z..:L/a‘i TIME "7:S¢
INTOXILYZER SERIAL # ©0-0022%71 LOCATION NUZT HE

( \/) 1. Display reads “PUSH BUTTON TG START™

DIAGNOSTIC TESTS

{ \\//f 1. Clock time check.
{ } 2. Date check.

OPERATIONAL TESTS

(/) 1. Alcohol-free subject test result O.QQO AC.
v )

2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
{ \/) 3. Proper sample recognition system. :
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
{ } 4. Standard Calibration Check standard C._ {00 AC

Result: 0. Jp/ AC

Instrument is Operating properly and accurately. YES ‘/ NO

COMMENTS

SIGNATURE 6;,\9./—, Coong
. ]

DPS Form Exh G-4 (Rev. 05~01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

20/-[’75C
Location: ARIZONA

Serial Number - 80-002262 /@%\
02/12/2009 07:59:33 \

Standard Lot#: 8112017
Last Changed By: J. OLIVARES #36552

QAS: S. CIONE : #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:00:17
Diagnostic Test Pasg 08:00:45
Air Blank 0.000 08:01:12
0.100 Cal Check 0.101 08:01:31
Air Blank 0.000 68:02:00
Subject Test 0.000 08:02:15
Air Blank 0.000 08:02:43
Five Minute wait ABT*

Air Blank 0.000 U8:03:39

*Sequence Aborted

P = Fpn :
SUESUgML o section 28- 1327, Arizong Revised Stenutes, this 4
Eomputer siorage devices of the Tuzson Folice Departpeny



INTOXILYZER 8000
Location: ARIZONA
Serizl Numher -

02/12/2009

Dl AL .

08:03:

’3’0; 7.
B\

(

44

Standard Lot#: 8112017
Last Changed By: J. OLIVARES

#36552

QAS: S. CIONE
TUCSON PD

#50616

Operator: g, CIONE

TUCSON PD

#50616

Subject: SQAP,TEST
DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:04:08
Air Blank IP8*x* 08:04:16
*RFI Detect
**Improper Sample
Not a Successfully Completed Test Sequence

Fursuant 1o seetion 28-
campurer storage devie,

1327, Arizong Revised Sizpures. this

Ariz : “ocument is o certified duplic
e of the Tucson Polige Deparimen '

are of the imormation comaingd jy



INTOXILYZER 8000

Tot 7.
Location: ARIZONA

Serial Number -: 80-002262 \
02/12/2009 08:04:32

Standard Lot#: 8112011
Last Changed By: J. OLIVARES #36552

~ e S AT AT =
o . - NN

TUCSON PD

I
Ln
[}
)
-
ey

Operator: §. CIONE #50616
TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:05:25
Diagnostic Test Pass 08:05:52
Air Blank 0.000 08:06:20
0.100 Cal Check 0:.101 08:06:39
Air Blank 0.000 08:07:08
Subject Test 0.065% 08:10:16
Air Blank 0.000 08:10:48
Air Blank 0.000 08:11:15
Subject Test XXX ** 08:11:53
Air Blank 0.000 08:12:26

-*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

FPursuagm o section 28-1327 drizonn Revised Sraryres. this

: 28 documen; is o cerrified auplicare of the i Lon comained
Compurer siorage deviees o the Tuzson Eolice Deparimen; ) ' 7 mormeion conained



Location: ARIZONA

Serial Number: 80-002262

02/12/2009 08:12:53 %
Standard Lot#: 81120171 /< L\
Last Changed By: J. OLIVARES #36552

INTOXILYZER 8000 5 (7 75<

QAS: S. CIONE #50616 ‘ -
TUCSON PD - .
Test g/210L Time

Air Blank 0.000 08:13:20

Cal Check c. o 88:12:29

Air Blank 0.000 08:14:09

<a/|a}') f, of

7~ operdtor's Signature

FPursuan 1o sectron J8-1527, Arizrong Revi

ised Simures. this documeny ; fited dupl; 3 z
P ’ : I§ a certified dupliicar Omained |
Computer siorage devicss o the Tuzson Folice Deparimen: i psme o 'mc TROTmALT comained i



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPCSED BRY C; C7f r;<5<:

A.A.C. R13-10-104(a)

ARTZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES J
INTOXILYZER MODEL 8000 \\\/X'D

STANDARD CALIBRATION CHECK PROCEDURE 2~\
QA Specialist SD\PD\}'] CIOM AGENCY _Tucson Police Department
DATE ,z/;z/o‘i TIME 7.5 ¢
. {

Intoxilyzer Serial # YO-OUQZéQ Location NUT H)
{ //) 1. Ensure that gas tank is attached to instrument and contains a

standard alcohol concentration solution 0. {00 AC.

OR
Pour a standard alecohol concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C
( /) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START®

Go to the “Control Testing Menu”. Select “D” for dry
control test or “W’ for wet econtrol test. After
selection is made press ENTER.

( V/) 4. Air blank completed.

{ v/) 5. Calibration check completed. Test results O, ZOZ AC.

( ’/) €. Air blank completed.

{ V/3 7. Remove printed record. Attach the record to the completed
checklist.

SIGNATURE >y

DPS Form Exh G-2 {Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate ofthe information contained in
computer storage devices of the Tucson Police Department.



Location: ARIZONA

Serial Number: 80-002282

02/12/2009 07:58:04

Standard Lot#: 8112011 /\ﬁ\\
Last Changed By: .J. OLIVARES #36552

LQAS: 5. CIONE #50616

INTOXILYZER 8000 ‘ (f "

TUCSON FD -

Test g/210L Time

Air Blank 0.000 07:58:31
Cal Check 0.101 07:58:50
Air Blank ¢.000 07:59:19

<MA}} C; ond

7 Operator's Signature

Lursuan 1o Section 268-)1527 Ar J

b LOeie S, Zona REV!SEd Slmutes 1hig a'ocum ] ified dupi; : [ 'I'.'Fﬂﬂml on conlained
e . ENI IS o cerry 183 auplicare o he iy i 13
COT?I_DHZE.‘" .S'IDT'CJ’gC aevices Gjr!h? lucson POHCC LEDIrImMent 7 ’ 7 . i o i



