5" CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson. AZ 85701-1917

N g

I hereby certify that these documents are a true and correct copy of the 0

periodic maintenance® for the Intoxilyzer 8000 Serial Number oY
go -0 262 maintained by the Tucson Police Department {':3

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: o?/x}%? Call 2./8/ AC Cal2 o Joo AC
Between the dates of _ 08/20 /0 ¢ and_ 09/s2/29

the instrument was operating pmper]x and accurately.

The instrument was taken out of service for repair on ,ﬁ.{/f?-
The instrument was returned 1o service on VOVD:

¢

Cheryl K. Straub
o7/27/07

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this___ 03" _ day of

L4 Ln /Y20 49
?:4?%{)4;,[{,-\,;?&-1-?1414 e

e — L=y Clal SEAL

f &~ B e J | nEr
Notary Public | Fceit\ A M. HERNANDEZ 1
i 1 | HOTARY PUELIC-ATMIZONA
ified i . N A HI"M[ OUNTY
*Includes documents specified in A.A.C. R13-10-104.A.3 x\_‘ wpb ot I

Parsuan: to saction 28-1327, Arizona Revised Statutes, this document is a cemfied duplicate of the
information contained in computer storage devices of the Tucson Police Deparment.
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EXE;
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IT -4
THIE REPORT PREPARED PURSUANT TC DUTY IMPQOSED 3
A.R.C. R13-10-104(R)

ref

ARIZONEZ DEPARRTMENT 0O PUBLICT SAFESTY

STANDERD QUALITY ASSURANCE ZROCEDURES &)\'\ D\
IRTOXILYZEZR MODEL BOOU 0

STANDARD QUALITY ASSURANCE r'E’RCHIEI'.le'.IRE \

QA SPECIALIST M&M, AGENCY Tucson Police Department

DETE 4 TIME .
1/,2/e9 /0 1]
INTOXILYZER SERIAL # £6 -00 ARL2. LOCATION _m

{ Krl. Display reads “BUSH BUTTON TO START™

DIAGNOSTIC TESTS

=

l 1 ~1. Clock time check.
( /2. Date chsck.

OQPERATIONAL TESTS

. Alcohol-free subject test resnit 0. OpO  AC.
. SITor recognition logic systex functioning.
Mot a Successfully Completed Test Sequence printed
. Pff 3. Prcocper sample recognition system.
Not & Successfully Completed Test Seguence printed

’,f" Deficient sampie printed.
i } 4. Standard Calibration Check =zandard 0. ’_’QQ AC
Resglt: 0. J&O © aAc

Instrument is operating properly and accurately. YES A/HC:

COMMENTS

SIGRATURE

DBS Form Exh G=-¢ (Rev. 03-01).

Pursucnt to yection 25-1327, Arizong Revived Statures, this documernd iy a certified duplicate of the inforsssion conteined in
comumHer torage devices of the Tucson Police Department
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : B0-002262
na/s17/2009 T@:17:29 h\
Standard Lot#: 8260011
Last Changed By: C. MORAND #24279
" QAS: C. STRAUB §50772
TUCSON PD
Operator: C. STRAUB #50772
TUCEOR PD

Subject: SQAP,SQAP
DOB: 11/11 /1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test _g/210L Time

Alr Blank 0.000 10:18:34
Diagnostic Test Pass 10:19:02
Air Blank 0.000 10:19:29
0.100 Cal Check 0.100 10:19:48
All DlLanux 0. 000 10:20:57
Subject Test 0.000 10:20:34
Air Blank ABT* 10:20:41
Air Blank 0.000 10:21:09

*Sequence Aborted

Not a Successfully Completed Test Sequence

By pm, o L §
Suriuans e seerion AR 1527 A%zone Revived Sigues, this sos

20miuIEs Sierope deviees ofthr Tumson Cafiee I HMBET ¥ 2 cernfted duplicare of the rpema

s Lenarimen: HUn comtames m



INTOXILYZER 8000
Location: ARTIZONA
Serial Number : B80-002262

09/17/2009 10:22:09 @\,\
Standard Lot#: 8260011

Last Changed By: C. MORAND #242109

QAS: C. STRAUB #50772
TUCSON PD

Operator: €. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 117/11 /1111
Sex: F Weight: 111

1% Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 10:23:33
Air Blank IpS** 10:23:41

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

HCSuem o qeenon 381337 Ay Gioum .
B ; crarn [337 Arfzpne Revised Statuzes thy S Sl
~ oMot Sterape oot of fhe Tuzron Bolice I-;...,H"mm. SHRETL &t & Coriified SHmCaQe of tho (rTormation COMRangs
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INTOXILYZER 8000

Location: ARIZONA
Serial Numher : R0-002262

= e o T o m————

09/17/2009 10:24:20

Standard Lot#: 826001I ﬁt}\
Last Changed By: C. MORAND #24219

QAS: C. STRAUB #50772
TUCSON BD

Operator: C. STRAURB #50772
TUCSON PD

Subject: S0QAF, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Tast g/210L Time
Air Blank 0.000 10:25:12
Diagnostic Test Pass 10:25:40
Air Blank 0.000 10:26:07
0.100 Cal Check 0.700 10:26:26
Air Blank 0.000 10:26:55
subject Test 0.246%* 10:30:03
Air Blank D.000 10:30:386
ir Blank 0.000 10:31:03
Subject Test XXX ** 10:31:21
Air Blank 0.000 10:31:55

*Deficient Sample
**Invalid Sample

Domera v sy slmmeaterod d am  pme -
e R e e e S

Not a Successfully Completed Test Segquence

L R =0 Fatialrl Al TR R anigy TR LT & = 3 bl J-ﬂ.-!-:lk.:’ ta i
A 12 ey GUTIIED T +
T i &ept TIEA quRisar o e M TeeE e



INTOXILYZER BCOO
Location: ARIZONA
Serial Number: BO-002252

G9/17/2009 10:32:26
Standard Lot#: 8260011
Last Changed By: C. MOHAKRD #24213 \

QAS: C. STRADB #50772
TOOSON DN

Test g/210L Time

Air Elank 0.000 10:232:53
Cal Check 0.100 10:33:12
Air Blank 0.000 10:33:42

O, &

Operator's Signature

=,

o WTRRantte ) e = :
25 .TL"EU-H‘J'[_—E: o) f;IFJ'.'."DJ‘lE‘ Fovirad Siorer, thiz dactisiens [t & cevrifie 5 i - )
somparr sierdge deviews o the Tusson Folice Deoaremen: ETTified Quplicare of the iTormaion somaingd »



BXHIETT G6-2 4 Z(:i_

THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY
2.8.C. R1Z-10-104{R)

ARIZONA DEPARTMERT OF PFUBLIC SAFETY

STANDARD DUALITY ASSURAKCE PROCEDURES
INTOXILYZER MODEL 800C

STANDARD CALIBRATION CHECE PROCEDCURE AIJ\.\G";;D
\

QK Specialist Mﬁ—é@ﬁg‘é AGENCY Tucson Police Departmant

oats 09 ))2)eq THE /2 1]

&

intoxilyzer Serial 5 &t}—ﬂw&& Location E!ét?- Z&B.

o

Ensure that gas tank 1s attached to instrument and coOntains a
standard alcohel concentration soiution G- _Jgo AC.

oR
Pour & standard alecohel concentration solution AC,
into a ¢clean dry simulator and asssmble the simulator. Ensure
that a tight s5e=al has boan made. Turp on the simulator and
allow temperature to reach 34°C = £.2°C

2. Intoxilyzer 8000 display reads “PUSE BUTTOR TO START"

3. Go te the *Céntrol Testing Menu”, Selecz "D" for dry
contrel test or “W" for weir control tesT. Alter
selection is made press ERKTER.

4. Air blank completed.
5. tCalibration check completed. Test results 0. J4/ BT,
€. @Air blank completed.

AACRR

7. Hemove printed record. Attach the record te the completed
checklisc.
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DPS Form Exh G-2 (Rewv. 05-01)

Pursunnt to section 28-1327. Arizong Revised Statutes. this document is a certified duplicate of the information comtained in
compursr storges devices of the Tecson Police Depariment
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INTOXILYZER 8000

Location: ARIZONA

Serial Number:; B0-002252

ga/17/2009 10:11:42
Standard Lot#: 8260011

Last Changed By: C. MORAND #24219

- ————— e ———— = = ——————

WASI L. DSIARMUD R0 FL

TUCSON FD

Tegt g/ 210L Times

Air Blank 0.000 103122140
Cal Check 0101 10:12:28
Air Blank 0.000 10:212:58

Opaghtor Signature

Arizonn Bevieed Sienuer, s o

=Omgures storage devices of tie Tusson Poliee Depermens CUMERT It & certified dupticare of tie troermiation rosigined



