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CERTIFICATION by CUSTODIAN of RECORDS
T Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85761-1917

!

I hereby certify that these documents are a true and correct copy of the /ﬁ}\ D‘\
periodic maintenance® for the Intoxilvzer 8000 Serial Number

R0 - 002242 maintained by the Tucson Police Department {\
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptabie accuracy limits, as defined in A.A.C. R13-10-104.A .2,
for a 0.100AC solution are (.090AC to 0.1 10AC.

Date:[[fg&(ﬂﬂ Cal 1_p.101 AC Cal2 0,101 AC

Between the dates of_m_ﬁ_q/a‘t and | fg};;so‘l
the instrument was operating properly and accurately. ’

T

The instrument was taken out of service for repair on
The instrument was returned to serviceon —

=Sanh Lot
Sarah L. Cione

ﬂﬁ@[e 2

ADPS QAS Permit # 33333

SUBSCRIBED AND SWERN to before me this_ //,* . day of
jZMﬁ b 2009 .

UnfL/ Mﬁnj‘?/ffﬂﬁ

..r""-»., [- {
Nﬂtar}' Pubh[‘ lfj_p_r_— \ A. i"1 hLRk\ﬂ NDEZ l

| NOTARY PUSLIC-ARIZONA |

OFFIGIAL SEAL

.-1_" 2 ik & HOIIIRTY
- N _'-_-/* P"".l-"nl"-_ e b s

*Includes documents specified in A.AC RIZ-10-1( A5 | N2

Pursuznt 10 section 28-1327. Arizone Revised Statutes, this document is a certified dupiicate of the
information contained in computer sioraee davices of the Tucson Police Deparmment



EXHISTT -4 l ¢

THIS REZP03T PREDARED DURSEANT TO DUOTY IMPDSED 3V
= O -
E.E.C. RIZ-I0-104(2

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /¢f\
INTOXILYZER MODEL 8000

. \\
STANDARD GUALITY ASSURANCE SROCEDURS \

QR SPECEALIST iﬁ_ﬁh (‘m{]‘. AGENCY Tucson Police Depsrtment

DATE 1}&2!0? rive 3112
INTOXILYZER SERIAL # &{!-Qajgfzz LocaTION DUT HEB

v/| 1. pisplay reads “PUSE BUTTON TG START

DIAGHOSTIC TESTS
i :;/]
( ]
OPERATIONAL TESTS
:"f ) 1. Alcohsl-free subiect test result 0. 000 BC.
(v ) 2. Error recognition iogic system Iuncrioning.

Mot a Successfully Completed Test Segusnce Drincsd

3. Froper sample recognition system.

Mot a Succassfullyv Completec Test Seguence printed
,/ Deficient sample printed.

Clock Tims check.
. Date check.

Lo L

£. Standard Calibration Check standard 0. 100 AC

i
Result: . {Q! AC

Instrumentc s gperating properly and accurately. YES b/ [19]

COMMERTS

DOPS Fozm Exh G-4 (Rav. 05=01)

Puvsnant to sectivon 18-1327, drizona Revised Statites. this document i o cerfifies duplicate of the eformalion conrained in
computer siorape devices of tie Tueson Poiice Department
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INTOXILYZER BOOO
Location: ARIZONA

Serial Number : B0-002262 /ﬁ?‘
11/12/2009 13:15:31 \
Standard Lot#: 8260011

Last Changed By: C. MORAND #24219

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50676

TUCSON PD

Subject: SQAP,SQAP
DoB: 11/11/11 1
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:16:58
Diagnostic Test Pass 13:17:26
A:r Blank 0.000 13:17:53
0.100 Cal Check 0.101 13:18:12
Air Blank 0.000 13:18:41
Subject Test 0.000 13:19:05
Air Blank 0.000 13:719:33
Five Minute Wait ABT*

Alr Blank 0.000 13:20:07

*Sequence Aborted

Not a Successfully Completed Test Sequence

i .
Surswontro section 20-1517 Arzens

¢ Revized Srmurar ther dos
comnasr siorage denety of the Tess :

UMERT I% & cerriies aupiie T ;
on Folire Iéz_manm:m ETHIES auniicare ghine DR ormadon bortained
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INTOXILYZER &000
Location: ARIZONA

Serial Number : 80-002262 /{D\’\
11/12/2009 13:20:25

Standard Lot#: 8260011

Last Changed By: C. MORAND #24218

QAS: 5. CIONE i #50616

TUCEQN PD

Operator: 5. CIONE #E508616
TUCSON EBD

Bubjecl: SQAP, SOAP
DOB: 11/11/1111
Sex: ¥ Weight: 1711

12 Minute Deprivation Period? Yes

_Test g/Z210L Time
Air Blank RFI+* 13:27 207
Alr Blank IPS#*# 12522708

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Do

SSHTRLMIT 0 fechon RT3 oo o e :

i & oRei 25 Arzona Revised Sigwures, thiv dozumenr is o peceifias 5 ; -

S ORI e Al Far SN0 8 Ccerified queiicars of he et s ;
TRRES Slovag devicsr of tae Tuoson Folier Diviirmen: Y CHCCATE OF TR OFErRSTen vt ined in
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INTOQXILYZER 8000
Location: ARIZONA

o

Serial Number g0-002262

11/12/2009 13:22:09 46\\
Standard Lot#: BZ6001L

Last Changed By: C. MORAND #2429
QAS: 3. CIONE #50676
SO PO

Dperateor: 8. CIONE #LEB1E
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/ 114711

Sex: F Weight: 117

15 Minute DReprivation Perigd? Yes

SHON (6 gEotion 2R 1537
CORIDUIe $ioragre devivey

Test g/210L Time

Air Blank 0.000 13:23:1%
Diagnostic Test Pass 13:23:44
Air Blank 0.000 13:24:177
0.100 Cal Check D.107 13024 230
Air Blank 0.000 13:24:59
Subject Test 0 4 I 13:28:08
Air Blank 0.000 13«28 40
Air Blank 0.000 13:29:07
Zubject Test N * 1329233
Air Blank 0.000 1323007

*Deficiant Sample
¥*Invalid Sample

Begin new deprivation period

Arizanz Revized Stomurer this dsttens (¢
= - iy i ol
v ortar Tuzson Police Denarmem:

& rertified duplicary

Not a Successfully Completed Test Seguence

g1 the HEOrmINos et aingd in

T?

SC



INTOXILYZER 8000

Location: ARIZCHA

Serinl Number: g80-002262 ) s
1171272009 13:30:

""""""""""""""""""" Y .\
standard Lot#: B26001T \

Last Changed By: C. MORAND #24219

TUCSOY PD o
Tast gf210L Tige

:;i..*.r Blank 0.000 131[1?;
Cal Check G.10 1]:-1-:39
Alr Blank 0.000 13:3%:

__ﬁedﬂél&hug
Cperator's Bignatur®

Furpueane o section 18- 1327, Artrons Revizes Sioniter ey decsmerr i o cerrified dupdivors of e rotrmmion comtoines in
comoaes siorage devices of i Tusson Folice Deperiment



PARED FURS! 'O DUTY IMPOSED BY A '7
C. RI3-10-104 (&} ‘% SC

TAIS REPORY ORE SUANT TQ DUTY IMPOSED BY
. =
A.A. b i

ARTIZOXN2 DEPARTMENWT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /D\.\ i
INTOXILYZER MODEL 8000 \ ’\'ﬁ
W

STRNDARD CALIBRATION CHECHK ZROCEDURE

QR Specialist "Sa;mh CIM AGENCY Tucson Police Department

CATE

-

an

i

- |

lI{E;}.[g‘} v (i)
Intoxilyzer Serial # ﬂ-gm;z;!é;‘g Location Mﬁ@

Ernrsure that gas tank 1s attached o instrument and contains a
stahdard alcohel concentratign solurioen Q.K!Q. AT,

OR
Pour a standard alcohol concantrazien sclution a2,
inte a clean dry simuliater and assemble the simlatozr. Ensure
that a tight seal has been made. Surn on she simulator and
aliow temperature to raach 34°C = 0.2°C

Intoxilyzer B000 display reads “PUSH BUTICH TO STARRT™

Ge to the “Control Testing Manu™. Select “D" for
control Ttest or “WW for wer control tTesz. After
selection i1s made prsss ENTER.

4]
]
-

Rir blank completed.
Calibration check combleted. Test resulcs G.fﬂl Ac.
Air blank completed.

Rexmove Drinted ecord. Arrach thoe record Lo the & _=Teg

Form Exk G-2 |(Rav, 05-01]

Pursuant 1o sevtion 28-1327, Arizong Revised Stanutes, this documenr & a cértifted duplicale of the injormation eontiained in
computer storage devices of the Tueson Police Deporiment.



INTOXILYZER 5000

Location: ARIZONA

serial Number: 80-002282

11/12/2009 t3:12:53

Standard Lot#: 8260011
fast Changed By: C. MOSAND #2£2%9

QaS: 3. CIONE FE0618&

TOCSCH PD

Tezl ofZ10L Tiz=

Kir Blank 0. 000 13:13:320
Cal Check 0.101 13:13:39
Air Blank g.000 $3:74:08

Operator's Signature

Fursugw 10 gection 251507 Arnpms fievieed
1or 2l A Foviges Sumreeer thn scewmems i o e R
Compure- siohnge devicer of the Tuesor Bolins Jeporimes 5 & cerrified Sumlnane of the UTCTRNON ComSined
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

A4 -
INTOXILYZER SERVICE RECORD
FOR AN
CALIBRATION GAS TANK CHANGE ¢\

&
Date: OCTEBER 3% Yo Gl
QAS; officeR Mo falg # 242 g
Intoxilyzer Serial Number: %U . 00—
New Lot Number: Ebl[o ool T

Sger. 2™ oo

New Expiration Date:

{)<} 1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

{?(} 2. Remove the old gas tank and install the new one.

(> 3.  Hit the *ESC" key twice and swipe the QAS card.

{xj 4.  Go to the “M-Maintenance™ menu and select “5-Standard Change.”

Select “D™ for dry gas and enter the following information:

Enter Target Value: (0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Infe? Y ENTER

“Please wait saving...”

() 5. Hit the “ESC” key twice.

{){} 6. Go to the “M-Maintenance™ menu and select “T-Control Testing.”
Seleect “D7 for dry control test. After selection is made press
ENTER.

(%3 7. Air blank completed.

(X)) &  Calibration check completed. Test results 0, lDB~ AC,

{)(} G,  Air blank completed.

( X 10. Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE (‘L R:’ﬂ”lm,\,j/.

Pursuans 1o section 28-1327, Anzena Revised Smuies, this document is a certified duplicate of the miormation contained in
computer storage devices of the Tueson Police Department.
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Sramers LotE: BN

La=t (nanged By: 2. MORAND 524218
205 [ MIREND 424213

TS

s

=3 sEL Tire
;:__- il L &=

{2l Cnecu LR 15:6:%
Air Bignt 0.1 (ER

feerator's Sigatirs

Pursuant to section 26-1327, Arizona Revised Statutes, this document is o certificd duplicate of the information contnined in computer
storage devices of the Tucson Police Department.



