CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Departmeni Crime Laboratory
270 & Stone Avenue Tucson, AZ 8570]1-1917

I nereby certify that these documents are a true and correct copy of the /\L)l\
periodic maintenance™ for the Intoxilyzer 8000 Serial Number \

80-0022L72 maintained by the Tucson Police Department ¥
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

"

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:J](ﬁ)[gom Call 0.1} AC Cal2 0.100 AC

Between the dates of _L/’T/R;?]D and f?l.??/ﬂam
the instrument was operating properly and accurately. !

The instrument was taken out of service for repair on EZE g/2010
. . i
The mnstrument was returned to service on

) Ciod

Sarah L. Cione

2. [; [:30.!0

ADPS QAS Parmit # 33333

SUBSCRIBED AND SWORN to before methis ~ /3/ . dav of

IE;’P_}“{{L\;} .20 /O .

Anithixngnded

Notary Public

e OFFICIAL SEAL
it AM- HERNANDEZ

FE=- (5] NOTARY PUBLIC-ARIZONA
&%) PIMA COUNTY
*Includes documents specified in A A C. R13-10-104.A5 55~ py Comm. Exp. Mar, 17, 2012

Pursuznt o secoon 28-1327. Anzone Revised Stamnes. this docament is & centified dupiicate of the
miormation com@ined in computer storage devices of the Tucson Polics Department
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INTOXITLYZER 8000
Location: ARIZONA
Serial Number : 80-002262Z

01/28/2010 14:33:20 /ﬁi\
Standard Lot#: B26001X
Last Changed By: C. MORAND #24219

i QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TOCSON PD

Subject: SQAP,SQAP
DoB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Perigd? Yes

Test g/210L Time

Air Blank 0.000 14:34:06
Diagnostic Test Pass 14:34:33
Air Blank 0.000 14:35:01
0.100 Cal Check 0.101 14:35:=20
Air Blank 0.000 14:35:-49
Subject Test 0.000 14:36:13
Air Blank 0.000 14:36:41
Five Minute Wait ABT*

Air Blank 0.000 1£:37:16

*Sequence Aborted

Not a Successfully Completed Test Segquence

Pursuant to-ssetion 28-1327, Arizona Revised Statutes, this document 15 o certified duplicare of the information contained m computer
stocage devices of the Tucson Police Depariment
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INTOXILYZER EBO0OQO
Location: ARIZONA
Serial Number : B0-0022562

01/28/2010 14:37:21 A_J\

Standard Lot#: BZ26001I

Last Changed By: C. MORAND #2421%2
QAS: S. CIONE ' #506186
TUCSON ED
Cperator: S. CIONE #50616
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:38:14
Diagnostic Test Pass 14:238:42
Air Blank RFI* 14:38:57
Air Blank IpS*+* 14:39:06

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Purseast 1o secus 26-1327, Asizons Boviss Samees
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INTOXILYZER 8000
Location: ARIZONA
Serial MNumber : B80-0022582

01/28/2010 14:392:09 /@\\
Standard Lot#: 8260011

Last Changed Bv: C. MORAND #2421%

QAS: 5. CIONE : #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:39:55
Diagnostic Test Pass 14:40:22
Air Blank 0.000 14:40:49
0.7100 Cal Check 0.100 1i4:41:08
Air Blank 0.000 14:41:38
Subject Test 0.072% 14:44:46
Air Blank 0.0040 14:45:18
Air Blank 0.000 14:45:45
Subject Test XXX** 14:46:186
Air Blank 0.000 14:46:49

*Deficient Sample
*=Invalid Sampie
Begin new deprivation period

Not a Successfully Completed Test Sequence

=
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INTCEILYZER 8000

Location: ARIZONA

Serial Kumber: B0-002262

0v/28/2070 14:47:09

---------------------- i . Al i e R el i

Standard Lot#: B260011 /]l\

Last Changed By: C. MORAND #24279

QAE: 5. CIONE #50816

TUCSON 2D -
Teast g/ 210L Time

Alr Blank 2.900 14:£7:36

Cal Check 8.100 4267255

Air Blank G.0o00 14:45:25

.; BperatE: '= Sigrature

Pursuant to section 28-1327, Anzona Revised Statutes, this document is a certified duplicare of the information contained in computer
storage deviess of the Tucson Police Depaiment
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TEIS Z2EPOET TREPEARED DURSUAET T DUTY IMDTOSEE EBY é ?
A.R.C. B13-10-3104 (5} .7

ARIZONA DEPARTMENT QF PBUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES gﬁ}\
INTOXILYZIR MODEL 8000 \

STANDARD CRLIBRATION CHECE PROCEDURE

iﬂFir ) I, Ensure that gas tank is attacked to ilmstrumeRt anc conTains &
standard alcchol concentration selutien 0. a0 AT,
R
Pour a standazd alcohol contentration seoluticn AZ,

-— o~

inte a clean dry simulator and assamble the sizulster. Ensure
that & tight ss21 hss bssn made. Turn on the simulastor and
allow temperacure to reach 34°C =+ 0,29

) 2. Intoxilyzer B000 display reads “PISH BUTTON T

O
2
w
B
b
3

© the *Coniroel Testing Menu". Selec:t “o7 for dry
test or “E" for wset contzeol test, Aft
n is made press ENTER.

kE completed.
. ©Calibretion check complated. Test results G+[0! AL,
:* blank completed.

L

\\;; q\‘\

{ ] i. FRemowve princed recorcd. Attach the record to the completsad
checklist.

BPE Torm Exh &-2 {Rev. 05-01)

Pursuaet 1o section 28-7327, Arzono Revised Sianaes, this docsyment ix a certified duplicate of te informuion contgined m
comemter sarage devices of the Turzon Police Deparoment.



INTOXILYZER 8000 70f ch

Location: ARIIONA

Serial Rumber: 50-002262

D1/28/2010 14:31:48

Standard Lot#: 8263011 /k(\

iast Chenged Sy: C. MORAND #24270

QES: 8. CICNE #50616

TUCS0N FD~

Tast g/2i0L Time

Air Blank 0.540 14:32:786
Cal Check a.10 14:32234
Air Blank 0.600 14:33:04

;Gpe:nmr: 's Signature

Pursuant 1o section 25-1327, Arizona Revised Starores, this document i5 a certified duplicare of the information contained in compurter
storage devices of the Tucson Police Deperment



TUCSON POLICE DEPARTMENT
CRIME LABORATORY ?ql?,c

INTOXILYZER SERVICE RECORD

A °
Dm::__flﬂ.ﬁ'/_gﬂff} ?\

oas: Samhlrone
Intoxilvzer Serial Number: ¥0-002262

Reason For Service: _Tastry Vodd) Y ao& 2 [is

_&ayna:ﬁ};s

Date Out of Service: | gh EJ'/RMG

Calibration Check completed prior to removal from service

Date: géj}/zom

SQAP completed prior 1o removal from service

Date: 1 /2 E{fgg.{a

Cormrective Action: E/Sem o CMI. Inc.

Data dwnfaaﬁiml'mgﬁ fo CHT

Tursuan! w seation 28-1327, Arizonn Revised Stanses, this docurment 18 a carifizd duniicaw of the informazion conained in
comzuter storage devices of the Tucson Police Depermmen:
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Return Material Authorization Form

This form MUST be completed and enclosed with item(s) being returned.
Failure to compete and return this form may cause delays in crediting / repairing.

1. ltem(s) Returned: m/lnatrument D Supplies D Other
(Note: please ship items in their original shipping container(s) or a similar protective box.)
2. Instrument Model: TE000 Serial Number §0 - 002262
3. Bill To Address: Ship To Address: (NO PO BOXES)
Fi 15 —PMJ&H& . _ [ artm
P0.Box Z#s50 Caime Lab
- 3450 2% S. Sitme  AVE

__TJueson, A p5201- 1914

[ustomey # 105035
Name _7zrry Calleges
Phone: (520 )-837- 777 Fax: (520 )_#9)- 442

Email: ’?rgﬁ. (za !@SMamz_go/

4. Reason for Return: Note - If you are sending an item for repair, please give a detailed
description of the problem. Please list any special instructions that you may have concerning this
return. Note - Returns for credit r_r?y be subject to a 15% restocking charge.

Eﬁnbn’:‘g% Jals Flockem Test Jm)ﬁ_&ﬂ@ﬂaﬁﬁaﬁ

5. Purchase Order Number (attach a copy of P.O. if applicable ) Z(}{e éﬂ
6. | Authorize All Repairs: D Yes D No

7. | Authorize Repairs Up To: $ Y,

8. | Require An Estimate Regardless of Cost E Yes D No

Note: An evaluation fee will apply to estimates that are not repaired.

9. Authorized By:

Terry Galleaps

Name (Pledse Print) J
(ol /. 282010

Signature —/ L/ Date

= —=
116 EAST NINTH STREET « OWENSBORO, KENTUCKY 42303  1-866-835.0690



