CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

Ny
I hereby certify that these documents are a true and correct copy of the \010
periodic maintenance* for the Intoxilyzer 8000 Serial Number j
V-0 D22L2 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_| 6~ Cal 1_0.0%9 AC Cal2_ 0,099 AC

Between the dates of |2 - - /0 and | -6~1(1
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on A// A
The instrument was returned to service on N/A

M s Mﬂ’

Clare L. Conley

b -1
ADPS QAS Permit # 33314
SUBSCRIBED AND SWORN to before me this 7 , day of
TDuuar L _ ,20_¢/
7{4«// u B, mm )
. OFFICIAL SEAL
Notary Public e\ LAURA B. HODGSON |

NOTARY PUBLIC-ARIZONA
<7 PIMA COUNTY
My Comm. Exp. Aug. 28, 2013

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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ARIZONZ DEPARTMENT OF PUBLIC SAFETY (N

STANDARD QUALITY ASSURANCE PROCEDURES /(bt\
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

{\’ {
QR SPECIALIST QL{M or ey AGENCY Tucson Police Department

l

pare \~lk~ | TIME _ {10

INTOXILYZER SERIAL ¢ @ - 002262 rpocarron  Cwma Lab

(v ) 1. Display reads “PUSH BUTTON TC START"
DTAGNQOSTIC TESTS
(v ) Clock time check.

(. ) 2. Date check.

OPERATIONAL TESTS

{V/ ) 1. Alcohol-free subject test result 0.00D AC,
(v ) 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
(V" ) 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
(v ) 4. Standard Calibration Check standard 0. /0O AC

Result: O. 0?3 AC

Instrument is operating properly and accurately. YES v~ NO
COMMENTS VW

DPS Form Exh &-¢4 (Rev. 05-01)

Pursuary 1o section 28-1317, Arizona Revised Siatutes, this document is a certified duplicare of the information comained in
compuzer storage devices of the Tucson Police Department
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INTOXILYZER 8000 Q}K
Location: ARIZONA
Serial Number : 80-002262

01/06/2011 11:12:29 /@\\
Standard Lot#: 642845 €

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11213220
Diagnostic Test Pass 11213247
Air Blank 0..000 11314574
0.100 Cal Check 0.100 118 1d:33
Air Blank 0.000 1121 5203
Subject Test 0.000 112185246
Air Blank ABT* 11215253
Air Blank 0.000 11216221

*Sequence Aborted

. Not a Successfully Completed Test Sequence
: ‘-:suz:’ to szcnon 26-1327. Anzona Revised Stamis:. mis documen: s 2 perdfies aupiiczre of the micrmenon contamed m commure:
sIoTages cevices of tne Tucson Polics Denzmmmer: ' i i

- LS



INTOXILYZER 8000 2;4§7
Location: ARIZONA

Serial Number : 80-002262 L~
01/06/2011 11:16:37

Standard Lot#: 642845 > /{9“
Last Changed By: S. CIONE #506716

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11517:09
Air Blank IPS** 1127 7

*RFI Detect
**TImproper Sample

Not a Successfully Completed Test Sequence
Pursuant to s=cuon 28-1327. Anzona Revis=t IETTes oIS ce—fed of tne micrmeaten o : "
SIoTage Gevicssof tne Tucson r-oaf --;;-—n:- ascument 1s 2 eerified Qushiczts of tne mitTmancn contamed o comDii



INTOXILYZER 8000 1L€&7
Location: ARIZONA

Serial Number : 80-002262 Qp\
01/06/2011 11:18:04

Standard Lot#: 642845 - 4§M
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:18:49
Diagnostic Test Pass 11219: 16
Air Blank 0.000 11:19:43
0.100 Cal Check 0.100 11520:02
Air Blank 0.000 112203 31
Subject Test 0:.235% 11223240
Air Blank 0.000 1T1:24:12
Air Blank 0.000 11:24:39
Subject Test XXX ** 112252 17
Air Blank 0.000 11225151

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Tuarsuant e seonon 28-1327, Anzonz Revised Stenme:| fiis assumen:

. otk is 2 cerined auphcere of the miormanion centamed m comouer
Storags cevicssof the Tucson Polles Dienzmens : - R



INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002262 6"407
01/06/2011 11:26:15
------------------------------------------ U\
Standard Lot#: 642845

Last Changed By: S. CIONE #50616 A)\ﬁ

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:26:42

Cal Check 0.099 113527 207

Air Blank 0.000 11 827331

Q:,' . QA\&L\,}

Operator's Signature

Ts —— = ome 13299 : - T ¥ o 2 . s -
Fursuant o sezucn Ze-_._.. !, Anizons Revised Statures, fnis documsn: is z cerrified cuniicete of the miormanon centamed In 0QMOULET
stotags aevicesof tne Tucson Folice Dzpzromen: -



ARIZONZ DEPARTMENT

STANDARD

QUALITY ASSURANCE

INTOXILYZER MODEL 8000

CRALIBRATION CHECK

PROCEDURE

PROCEDURES

i

Celiibration check comp
) £ Zir plank completac

M L NEN

- u

et Tast T2sh

ete +e5T Te3dul
L .

Attach tThe Dscorc

SIGNATURE f\|
D®PS Torm BExh &-2 (Rev. (053-01

ANSTIXUmMENnT

and contel

solution 0. (3D AC.
rztion soclution AC
and assemble the simulator. Ensurs
s=sn mads., Turn on tThe simulater and

£s 0. O:lof AC
To <the

Pursuarr 1o secnion 28-1327, Arizona Revised Statwzes, this documen: is a certified dupiicare of the irformation comained in

compurer storage @evices of the Tucson Police Department:
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Sursuant 1o secnon 28-1327, Anzons Revised Stamres
Siorags devicesaftne Tucson Poiles Dreperomem

INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-002262

01/06/2011 11210251 ,/]i~§7

Standard Lot#: 642845

Last Changed By: S. CIONE #50616 Q)\,\
QAS: C. CONLEY #34517 k\

TUCSON PD )

Test g/210L Time

Air Blank 0.000 11:11:18

cal Check 0.099 11:11:37

Air Blank 0.000 11212:06

(Mae 008

Operator's Signa‘c]ure

. tnis documsnt 1s 2 certinied ambiszte of toe miormanon contamed m ComDUTET



