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The st t was taken out of sewice for repair on _—
The mstrument was remurned 1o se gon -
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THIS REPORT DUTY IMPQOSED BY i ;‘}\f
! L
ARTZONZ DEPAZRTMENT OF PUBLIC SAFETY 7

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /\eb\

Y ASSURANCE PROCEDURE \Q

.

STANDARD QUALIT

(B

DATE 2/*3/11 TiMe (373
INTOXILYZER SERIZL # §0-0022({7Z LOCATION Cm:nu/ab

/ 1. Display reads “PUSH BUTTON TO START”

]/ 1. Mlcohol-free subject test result 0. 000 AC.
V/J 2. Error recognition logic system functioning.
Not a Successfully Comple
F ) 3. Proper sample recognition system.
=

ssfully Completed Test Seguence printed

ted Test Seguence printad
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Check standard 0. {00 AC
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SIGNATURE ;54,%{/7 [ord

noe = - (Smer RS0
DPS Form Exh G-4 (Rev 05-0

1257

FPursuarz 10 section 28-1317, Arizona Revised Statutes. this document is o certified guplicare of the irformation comained in
compurer storage dzvices of the Tucson Folice Department



INTOXILYZER 8000 i7
Location: ARIZONA Sc
Serial Number : 80-002262

02/03/2011 13312226 48%

Standard Lot#: 642845

Last Changed By: S. CIONE = #50616
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 171

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:16:08
Diagnostic Test Pass 13216236
Air Blank 0.000 13217:03
0.100 Cal Check 0.100 13217222
Air Blank 0.000 13217251
Subject Test 0.000 13:18:32
Air Blank 0.000 13318258
Five Minute Wait ABT*

Air Blank 0.000 13419538

*Sequence Aborted

Not a Successfully Completed Test Sequence

“m‘ to secuon 28-1327, Anzona Revised Stanures, tins document is 2 certified dupiicats of foe mformerion contained in computer
Storage gevicesof the Tucson Ponice Departmen: ' 7
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INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002262 /\%‘l
02/03/2011 13:19:42

Standard Lot#: 642845
Last Changed By: S. CIONE = #50616

QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 13220218
Air Blank IPS** 13:20:26

*RFI Detect
**Tmproper Sample

Not a Successfully Completed Test Sequence

Fursuant to secuon 28-1327. Anzona Revised Stannes, this documen: is 2 certified duplicate of the nformation contamed in computer

Storage cevices of the Tucson Polics Deparmmen:
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002262 45H
02/03/2011 13:21:56

Standard Lot#: 642845

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:;22:38
Diagnostic Test Pass 13223506
Air Blank 0.000 13323:33
0.100 Cal Check 0.100 13::23:52
Air Blank 0.000 13:24:21
Subject Test 0.079* 13227:29
Air Blank 0.000 13:28:01
Air Blank 0.000 13:28:28
Subject Test XXX H* 13:29:03
Air Blank 0.000 13:29:36

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

j==

ursuant o secton 28-1327, Anzonz Revised Stanues, this document is & cerdfied duphicaze of the miormarion contammed i CompULe:
storage gevicss of the Tucson Police Drepartment



INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002262

02/03/2011 13:30:07

Standard Lot#: 642845 /\5\\
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 1353034
Cal Check 0.100 13:30:53
Air Blank 0.000 13:313222

) ):ﬂ/l@é)r ‘_[‘} b/l{’

7/ Operator's Signature

Fursuznt to secnion 28-1327, Anzona Revised Stames

‘ _ . this document is 2 certified duplicate of the informanon contained in computer
Storage aevicesof the Tucson Police Deparmmen:
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INTOXILYZER 8000 707fﬂ 75C

Location: ARIZONA
Serial Number: 80-002262
02/03/2011 135132567

Standard Lot#: 642845
Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616 =

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:14:24
Cal Check 0.101 13:14:43
Air Blank 0.000 13315212

%Mﬁ/? £, ond

/6berator's Signature

-

Fursuant to secuon 28-1327, Anzona Revised Statuies, this document 1s a certified quphicate of toe informanon contained m computer
storage devices of the Tucson Police Department |



