
TUCSON POLICE DEPARTMENT
CRIME LABORATORY Iv^^Sc.

INTOXILYZER SERVICE RECORD/A
FOR 11;

CALIBRATION GAS TANK CHANGE

Date: Ig l 00

QAS: Sa rn Cone-
Intoxilyzer Serial Number : FO - Doa 8D 3
New Lot Number: `7(W7 02 I

New Expiration Date : /77a rcji 0-O0 9

(`^) 1. Intoxilyzer 8000 display reads "PUSH BUTTON TO START"

(3 ) 2. Remove the old gas tank and install the new one.

( ./S 3. Hit the " ESC" key twice and swipe the QAS card.

( 4. Go to the "M-Maintenance " menu and select " S-Standard Change."
Select " D" for dry gas and enter the following information:

Enter Target Value: 0.100
Enter Control Lot #: From the tank label
Enter Exp Date : From the tank label (mm/dd/yyyy)
Edit info YIN? Y or N
Update Std Info? Y ENTER
"Please wait saving..."

5. Hit the "ESC" key twice.
6. Go to the " M-Maintenance " menu and select "Control Testing. "

Select "D" for dry control test . After selection is made press
ENTER.

7. Air blank completed.

8. Calibration check completed . Test results 0. 091 AC.

9. Air blank completed.

10. Remove printed record . Attach the record to the completed checklist.

SIGNATURE

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000

Location: ARIZONA

Serial Number : 80-002803

11/21/2007 ---------------------- 08:05:43--

Standard Lot#: 7066021
(Al rOnU ^J^,^C

Last Changed By: S. CIONE #50616

----------------------------------------

QAS: S. CIONE #50616

TUCSON PD

----------------------------------------

Test g/210L Time

---------------------------------------

Air Blank 0.000 08:06:10

Cal Check 0.099 08:06:29

Air Blank 0.000 08:06:59

Pursuant to section 2€-1327. Arizona Revised Statut , i^.is.. docnmem is a ,i{ied dupiicat of the =07=ion contained in computerstorage.dcvices of the Tucson Folice Denarnnent,
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