TUCSON POLICE DEPARTMENT
CRIME LABORATORY @\a

The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 3000
# ff . Serial # {f?"‘.{?ﬂﬁﬁﬁ 5 certifies by her signature:
on_[/2 e/O% . witharesult of 0079 AC. O-OFDAC,

and on fo?/ﬁ?‘r' _with aresult of 0-07e AC. 0.0 7L,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC) . as defined by R9-14-404.A.3.

No problems were reported concerning this instrument between these

Yoo B

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (1ssue date 01/08/2004)

SUBSCRIBED AND SWORN to before me

-

this_&0 dayof’{gégpﬂj 200Y.

%J.ﬁ ﬁ{?’im oy
Ngtary Public (f~
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TEIS REFORT PREPARED PURSUANT TO DUTY IMPCSBED EBY
A.A.C. R9-14-404(R)

ARIZONA DEPARTHMENT OF HEALTH BERVICES
STANDARD QUALITY AISURANCE PROCEDURES Q\\

INTOZILYZIER MOD EL 5000+

AGENcY Tucson Police oA SPECIALIST im’ﬂéf DOFZ‘/J' /k.. 538

{Print He\
INTOXILYZER SERIAL #/r)ﬁ?ﬁwxgéﬁf: LOCATION dE)fL$
DATE_ // s da_ Jepbt TIME [f7 34
=t ¥sy
S i K] Display reads "READY TO START" or "PUSH BUTTON TQ START
TEST."

DIAGNOSTIC TESTS
T DVM Test check. Setting should he between .200 and
.600. Modzs selection switch 82 on, 81 and 53 off or
— keyboard menu selection "H". Reading is Sy ol
Efé Display Tesit check. Hode salection =switch 51 on aﬁd
AI# and 53 off or keyboard menu selection "V".
7 Drintaer Test check. Mode selesction switch 51, 52, 83
e off or kayhoa?ﬂ menu seslection "2".
:;fg* Clock time check. Mode salection switch 510 on cr
_ xeyboard menu selection "E". -
:5£' Date check. Maodse selection switch S11 on or Keyboard
menu selection "E".

1
fad

PERATTIONAL TESTS
Aleohel free subject Test result 0.g00) AC
Error recognition Taglc system functioning
Invalid test printed
:{E. Proper sample rscognit iGW system
Anvalid sample print
Beficient sample ﬂrlﬂhed

N/A Completeness of sampl e purge with collsction tubes*=*
Calibration standard 0. f£0 AC
Results: 0.0 7FAC / - E25 DA
Instrument operating properly and accurately. YESY NO__
COMMENTS:

SIGNATURE é;ékbtf ﬁ&wﬁéﬁb?ﬂ=r i*;kjidLb:?L“V/—\/fqu

g, [B dﬁﬁ*cchc‘ cancentration standard collected for subseguent
analysis.#«#

*WITHE OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
#*THTS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE. :

DHS/DSLS/Form €117 (Rev.7-93)
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EXEIBIT F
A
THTS REPORT PREPARED PURBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404 (7))

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL -5000% f"j\m

BTANDARD CALIBRATION CEECK PROCEDURE

Agency _Tucson Police Department Date f/ﬁ&&gé??f Time fﬁ;ig%/

Intoxilyzer Serljii/g_} g%/ag S505 Lcrc:a..lc-n 20 Ad
QA Specialist i 07 1

{Pﬁlng Name}

fwﬁzi 1. Pour a standard alechol solution of known value into a
clean dry simulator jar and assemble the simulator.
Tnsure that a tight seal has been made.
Standard wvalue: 0. 40 AC

{H{%T 2. Turn on the simulator and allow the temperatures to
reach 34°C+.2°C.

gﬁ%Ta 3. Set Intoxilyzer mode selection in the ACA mede by
switching mode selection switch #9 on or selecting "C"

on keyboard menu.
fﬁé%T'4. Attach simulator tao the simulator entrance port on the
Intoxilyzer.
T} 5. Intoxilyzer 5000 display rsads "READY TO START" or
WPUSH BUTTON".
5. Push Start Test button or press enter on keybaoard.
7. Insert card in response to display.
#4)] 8. Air blank completed.
(%ﬁ“ﬁrg. calibration check completed.

Test results 0. &€7%7  &AcC /ﬂmﬂ

~Za(=AT) 10. Air blank completed.

(efyy 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

égﬁfﬁ 12. Return mode salection switch #9 to off position after
all calibration checks are complete or type Q and enter

SIGHATUR ,ﬁ;?;a‘ g ;\?WA_\,L lr’/\\’_j ALL

*RITHE OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYSOARD

DHS/DSLS/Form C116 (Rev.7-93)
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EXHEIBIT Q | \jLS/

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOEED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTHENT OF EEALTH BERVICES

STANDARD QUALITY ASSURANCE PRDC'@I}ER'JH,/éq
IHNTOXIILYZER HGDEL 5000

AGENcY Tucson Police @A SPECIALIST Lrrhe ﬁjfﬁf’? é-’{a_-?ﬁf )

(Print Name)
INTOXILYZER SERIAL I/ﬁ ll&ff'" g0 505 LOCATION

DATE_[rloruUary [§ - Spots TIME N/ 5C
= i i
/KA Display reads "READY TO START" or "PUSH BUTTON TO START
HEST‘H

DIAGNOSTIC TESTS
DVM Test check. Setting should be between .200 and
.600. Mode selection switch 52 on, 51 and 53 off or
keyboard menu selection "H". Reading is _e jﬂ a
Display Test check. Mode sslection switch 51 on and 52
and S3 off or keyboard menu selection "V".

~ 4 Printer Test check. Mode selection switch 81, 52, s3
SIS

off or keyboard menu selection "PB".

Clock time check. Mode selection switch 510 on or
keyboard menu selection "E". ’

Date check. Mods selection switch S11 on or keyboard
menu selacticon "E".

CPERATIONAT, THESTS
fi? Alcohal free subject Test result o. 000 AC
Erraor recognition ng‘.‘LL‘; system functioning
Aj_" Invalid test printed
N Proper sample recagnition system

. Anvalid sample printed.sd
j Afeficient sample printed

N/B Caompleteness of sample purge with collection tube##
ol e Calibration standard 0. 0§70 AC

Results: 0. &8Fle AT + Oe O FTAC

Instrument operating properly and accurately. YES” NO_

CGI&‘I’.—."NTS@ VM _oui- OF D#Shpﬁé’ nge&

fmamfd Tiom SENGER _aFrrr P QD Comaeird .

SIGNATURE m M
2

QﬁﬁE&Iﬁkgicuhnl concentration standard collected for subsegquent
analysis.=*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
**THIE BETEP IB ONLY REQUIRED I¥ THIE DEVICE IR BEING USED FOR
EAMPLE CRAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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EIRIBIT P

THIS REPORT PREPARED PURSBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(2)

ARTZONA DEPARTMENT OF HEALTH EER?ICE?%H

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

BETANDARD CALIBRATION CHECK FROCEDURE

Agency _Tucson Police Depariment Date 9?/;‘?/{};‘# Time {/52?

Intoxilyzer Serlal:ﬁ/rf Jﬁ""i‘"ﬂﬁﬁ; Location _ /N M

QA sSpecialist Lremnd Dor@n 7 33/’\}

{Prlnt Hame)

Miﬁ 1. Pgur a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulater.
Tnsure that a tight seal has been made.
standard value: Q.40 AC

/AT 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

bf3] 3.  Set Intoxilyzer mode selection in ths ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyvboard menu.

f\ﬂé?r:}‘ 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

gt ~44r 5. Intoxilyzer 5000 display reads "READY TO START" ox

"PUSH BUTTON".

“PESNEG) 6. Push Start Test button or press entsr on keyboard.
wifrda?<®) 7. Insert card in respaonse to display.

~—nk d<y 8. Air blank completed.

\_L.fpa-%ﬁqu g. Calibration check completed.

Test results 0.80Fe+ g077F AC

~A«re /07 10. Air blank complated.

W@" 11. When display reads Test Complets remove evidence card.

Attach the card to the completed checklist.
f\(ﬂ{:ﬂﬂ_lz. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

i x:n board.

L

SIGHATURE
*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHCUT XEYEOARD

DES/DSLS/Form Cl1l6 (Rev.7-93)



