TUCSON POLICE DEPARTMENT

CRIME LABORATORY ,{n\
The undersigned Quality Assurance Specialist, having been qualified
by the Arnzona Department of Public Safety for Intoxilyzer 3000

inspection, and having performed such inspections on Intoxilyzer 3000

£ [/ _Serial # p#- 0505  certifies by her signature:

on 3/5‘5/05" . with a result of 0077 AC. A032% AC.

and on _#//4/0% with a result of P.077 AC. (.0F7AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC. to _0.090 AC), as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

WV&M—

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWOR@\F to before me

this m% . day of W J EE}JL{_

blic =
QFFICIAL BEAL
LYNN A, JUNG
] 5 NOTARY PUBLIC-ARIZONA
A/ PIMA COUNTY
My Comm. Exp, Nov. 30, 2005
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EXAIBIT Q

THIE REPORT PREFPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI-14-404(A)

ARIZONA DEPARTHENT QF HEALTH EBERVICES

ETANDARD QUALITY ASSUHANCE PROCEDURES
INTOXILYZER MODEL 5000 4&\

AGENCY Tucson Police o spEcTALIST _ LA TAC Doran /9[(/33})

(Print Wamnj
INTOXILYZER SERIAL #£&¥%— 002905 (r’x’) LOCATION

DATE Adrcy 2.3 152004 TIME _ (OFN9
L5
5;2@" Display reads "READY TOQ START" or "PUSH BUTTON TQ START
o L

DTAGHQSTIE TESTS

P DV Test check. Setting should be between .200 and
.800. Mode selection switch S2 on, 81 and 83 eff or
keyboard menu selection "H". Reading is . 336 .

AL Display Test check. Mode selection switch 51 gn and 52
and 53 off or keyboard menu salection "V".

A Printer Test check. Mode selection switch S1, s2, s3
off or keyhoard menu salectiogn "P".

2 Clock time check. Mode selection switch S10 on or
keyboard menu selectian "E". .

AT Date check. Mode selection switch S11 on or keyboard
menu selaection "E".

OQPERATTONAT, TESTS

~F%s—  2Alcochol free subject Test -result 0. 250 AC
~s Error recognition logic system functioning
Invalid test printed

S Proper sample recognition system
) Invalid sample printed —
i Deficient sample printed =
___N/A  completeness of sample purge with collection tubes*=
i p4c— calibration standard 0. 0§ AC

Results: 0.0F¥A4< « 0. OFf 4 p//
NG

Instrument operating properly and accurately. YES

COMMENTS :

SIGNATURE i;%zdﬂél /4gﬂbﬁatquﬂ--

alcohol concentration standard collected for suhEEQUeq
analysis.,&«*

*WITE OR WITEQOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XKEYBOARD
=4 TETS HTEP IS ONLY - REQUIRED IF TEIZ DEVICE I8 BEING UBED FOR dm_ ik
EAMPLE CAPTURE. AL

DHS/DSLS/Form C117 (Rev.7-93) LE R r
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THIS REPORT PREPARED PURSUANT TC DUTY I¥P08E20 BY é{f;
A.A.C. R9-14-404(2)

EZRTIRIT F

ARIZONA DEPARTMENT QF EEALTE BERVICES

STANDARD QUALITY ASSURANCE PROCEDTGRES
INTOXTILYZER HODEL 5000*

S8TANDARD CALIBRATION CEECK PROCEDURE 4&«

Agency _Tucson Polics Department Date gfgj‘f@%‘ Time {0;23
Tntoxilyzer Sarialf (p%-00I5B5(//)location LA
QA Specialist _Twvrene Doran D3/ )

L

(Print Name)
Etf{ﬁ-l' Pour a standard alcohol solution of known value into a
clean dry simulator jar and asssmble tne simulator.
Tnsure that a tight seal has been made.
standard value: 0.0&C AC
Turn on the simulator and azllow the temperature to
reaach 34°C+.32%C.
Lzs) 2 Set Intoxilyzer mode selection in the ACA mode by
<witching mods salection switch #9 on or selecting “c*
an kKeybogard manu.

§
3

(=T 4- Attach simulator to the simulator encrance port on the

Intaoxilyzer.

77 8~ 4 gy TS Intoxilyzer 5000 display reads "READY TO START" or
"eUsH BUTTOH".

AL 5. Push Start Test button or press entar on keyboard.

s lwpsr 7. Insert card in responss to display.

~Zib<pat 8. Air blank completed.

—adfs) 9. Ccalibration check complated.

Test results 0.0F¥+ 08.074 AC .
“atefs) 10. Air blank completed.
O fcT 11. When display reads Taest Complets remove avidence card.
- Attach the card to the completed checklist.
(Fugy 12. Return mode selection switch #3 to off position after
: all calibration checks are complete or type Q and enter

on Keybaoar
STGNATURE ;Bm%——
(#a

#+WITE OR WITEQUT VAPOR RECIRCULATION AND FITE OR WITHOUT XEYBO0ARD

DHS/DSLS/Form C116 (Rev.7-93)




LHGSON POLLGE DEPARTMENT
CRIME LABORATORY

INTORILYZER SERVICE RECOQRD

a7

Date: éi’/f‘?/ﬁ?'%‘
[nroxilyzer Serial Number(y ) 04—002505
QAS: frepe Poron  C 4623/)

Problem Descnpuon:

DVM out ot DHS/PPS range [ result= /77 '

-

yang e . 200 — . (00

f the instrument is taken out of service, complete the following:

Date out of service &/(9/04 ‘

Calibration Check completed prior to removal from service:

t?]’ﬁ:s Date: 2//9/0% 0 No

| SQAP completed prior to removal from service:

| @es Date: 2/(4/0 ¢ 0 No

Date returned to service: 3/:.-51 3/09‘

Corrective Action Taken or Repairs: Py lfrd  from _ cervile .
St Fo e lird ErCp9/CS.

L
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| CUSTOMER SERVICE REPORT
RECEIVED FROM _ -0 SHIP' TO
WSTOMER | e Can. Tolite Dep T e 3~ § 4 CUSTOVER
R O jap Lwb : Rec'D via ([ € DEPT,
STEET 27y, S Seainn P STREET
CIY ~ ] uclom COD CHARGE Py
STATE A7 Z1P 95 70 | STATE ZIP
ATTEN: =1l P,0, NO, ATTEN:
PHONE ( ) | VpHone € )
EQUIPMENT RECEIVED IMNVENTORSY
MODEL S D0oo CARRY ING CASE ] EXTENSION CAHLE ]
serIAL NO. [ U ©0 72505 ECM CABLE ] TUNING FORK POUCH ]
ANTENNA SER.NO, REMOTE LOCK ] TUNING FORK POUCH (2]
ANTENNA SER .NO, DASH BRACKET ] BATTERY PACK []
E.C.M./VM SER.NOD, DECK BRACKET ] BATTERY CHARGER — [ ]
TUNING FORK SER.NO. BAIL BRACKET ] A/ Powe cord None [
TUNING FORK SER.NO, DESCRIPTION OF CHARGES —— PART No.| @1y |UNIT price! TOT
MISC. SER,NO, ) K
_ e Y o tdllcoies—|2700(3 | |
CUSTOMER COMPLAINT / SERVICE REQUESTED > I L Chopad  WM&or— 134002y i
DNM=197 s reman betweer[208—foo) | Ch ke \[&0, Mooty | 2—
l_n.,_lw.. awvct._.r LT, _mulum..n. [d4p .#PEF n,.m_u_t.__.r %._:urr
{50 o Yoo ! .
CORRECTIVE ACTION TAKEN | Cradd otian Coto £
_:iﬁm«b viltace Fegifa sor Upo ol S
TOTAL PARTS
2 .8 14a8 TOTAL LABCR
i A TR =0
Cords Lo Yl it Usiizg INSURANCE/ SH1PP ING/HANDL ING
TOTAL

FACTORY AUTHORIZED WARRANTY

EETRMC T Tk

e
Wm\x_l____nu. T | M erToDARNIEC IR |




Tucson Police Department
Crime Laboratory

270 §. Stone Avenue
Tucson, AZ 85701-1917

February 26, 2004
Applied Electronics
448 Grand Avenue
Eagle, CO 81631

To Whom [t May Concern:

Enclosed is Intoxilyzer #64-002505.

The instrument was pulled from service because of 2n out of range DVM reading. 0.197 (Note: AZDPS
requirements 0.200-0.600).

Please repair.

Sincerely,

Liene Bore,

Iren= Doran
Criminalist/QAS
520-791-4494
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THIS REPORT PREPARED PURSUANT TG DUTY IMPOSED BY
A.A.C. RI-14-404 (2}
ARIZONA DEPARATHINT QF EEALTE SZAVICES

ETANDARD QUALITY ASSURANCE PROCZOUHES 4_1’%
INTOXILYZER MODZL 5000

AGENCY Tucson Police qga sproranrsT i.iff’ff‘?(f Mﬂé\L

':r-—1 k=

INTOXILYZER SERIAL #¢Y-002505 (1 LOCATION CJ_,D
DATE Aol 1Y ;ﬁﬁn% TIHE. /352

:ij#’ Display reads "READY TO STi97" or "PUSH BUITON TO sTizT
TEs1 M
DIAGNQSTIC TESTS
:ﬁ@j DVHM Test check. Setting should bes berwsan .290 2nc
-600. Mods selection switch 52 on, S1 and S53.0FEfF or
keyboard menu selection "HT. Reading is _. % 3 ;
éz Display Test check. Mode seslsction switch S1 on and §2
: and 53 eff or keyboard menu sslasctios "V,
‘wﬂ%%r# Printar Test chack. Moude selection SHItCn S, =53 53
oL L er keyboard menu sslection “s".
:qééf‘ Cleck time check. Mods sslection switch S14 on o
keyboard menu sslactiopn "EU.
“¥aﬁrﬂ Date check. Mode sslection switch S11 on or Keyboard
manu sslaction "EN

AC

P owN/A Completenas =
a3 éir' Calibr atlm1 Suﬂjd [ nC @] ﬂ{ 4
Results: o, 077+AC fy{}?gﬁﬂii M;EL
Instrument cuav:t*rq properly and accurately. YES 1
coymeNTs: SN hose Aot= Atatzrr. - Chuond
brZgf  ANCE. G0 Lo Jicie *?"'-57"‘?:-’?1’ Z P
Wolad/sa il Toia ﬁﬁ/ﬁﬂﬁ/ﬂ" b’ﬁn"pﬂ_«';fzﬁz 772574 S

SIGNATURE 07,4’?"—@" M Lr— ci;ﬁi{yﬁj fj

gy P}!Malcﬂhul concentration standard collected for subseguant
2nalysisg,_ +x

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD
**THIS BTEP IE ONLY REQUIRED IFP THIS DEVICE IE BEING USED FOR
BEAMPLE CATPTURE.

DES/DSLS/Form C117 (Rev.7-93)
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EXHIBIT P

THIE REPORT PHEPARED PURSUANT To DUTY IMPOSED BY

ARIZONA DEPARTMENT OF HEALTH BFERVICES

STANDARD QUALITY ABSBURANCE PROCEDURES
INTOXILYZER MODEL SO00w

ETANDAND CALIBRATION CHECK FROCEDURE

Agency _Tucson Polies Department Pate %é?g&é“ﬁ . Pime I

Intoxilyzer Serial# 27+ g5 (A cation_ (]
QA Specialist Lyrtnt Doy E% 33/ ) |
(Brint Name)
(A) 1. Pour a standard alecohol solution of known value inte a

clean dry simulator jar and assepble the simulator.
Insure that a tight seal has been made.
Standard value: 0. {850 AC

(£4T) 2. Turn on the simulator and zllow the temperature to
reach 34°C+.2°%C.

&A1) 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selaction switch #3 on or selecting "cn
on kevboard menu.

o ttach simulator to the simulator entrance port on the
intoxilyzer.

<Lq+4GT) 5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON™.

5L 5] 6. Push Start Test button Or press enter on Xevyhoard,
—arba—) 7. Insert card in response to display.

MJQTL%%"} 8. Alr blank completed.

i) 5

- Calibration check completed.
Test results 0. 077 « Efﬁﬁ:éj‘r-_
~43%pa7) 10. Air blank completad. g pZ3AC
L /5] 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Eqﬁ%f'lz. Return made selection switch #9 to off positiaon after
- all calibration checks are complete or type Q and enter
on keyboard.

SIGNATURE ST/ Lne . il

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHEQUT XEYSBOARD

DHS/DSLS /Form <116 (Rev.7-53)



