TUCSON POLICE DEPARTMENT
CRIME LABOILL\TURY%
The undersigned Quality Assurance Specialist. having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000

# [l . Serial #_p¥-003505 . certifies by her signature:

on _S//3 /0¥ .with aresult of 2075 AC. p. 0 Z4AC.

and on _{p /o /0¥ . with aresult of . 07Z& AC. 0.0FFAC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC, to 0.090 AC) . as defined by R9-14-404.A 3.

No problems were reported conceming this mstrument between these

two dates.

Here prar

Irene Doran
ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

this_ 1S .dayof_ Jung. .200Y4.

Notg;' Public a“ -
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THIS REPORT PREPARED PURSUANT TOQ DUTY IMPOSED BY
B2 C. R9=-T4-404(3A)

ARIZONA DEPARTMENT OF EEALTH BZAVICES
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BTANDARD QUALITY AQSURANCE PROCED U?E:éaﬁ
INTOIILYZER MODEL S000#

aGENCY Tucson Police ga SPECIALIST Lreac Doran 4:’@_%_3_1
(Princ tiama)
INTOXILYZER SERIAL #@¥000505 (/)  LocaTIoN
DATE_ May /3 1 QOOY TIME Y=
ST
e Disnlay reads "EEADY TO START" or "PUSH BULTON ‘TQ START
TESE.
DIAGNOSTIC TESTS
——— = DWVM Test check. Setting should be betiwesn .200 and
.600. Mode salection switch S22 on, S1 and 53 off or
kxeyboard menu selection "H'". Reading is T B ;
hé%i Display Test check. Mode selecticon switch S1 an and 52
and 53 off or keybeard menu salection "V'".
~ Pripnter Test chack. Moda =sslaction switeh 51, 52, 53
aff or ¥eyboard menu salection "2".
gﬁ%@:___ clock time check. Mode sslescitian switch 5310 an ax
keyboard menu selectiapn "EN
}éﬁiz Date check. HMode sslection switch 511 on-or Keybaard
meny salaction "E".

CETEATIONAT TESTS
Alcohol free subject Test result 0.0900 AC
—FT Error recaognition logic system functioning
Invalid test printed
ggéfﬁ Proper sampls recaognition systsm
Invalid sampls printed _Ja
Deficiant szmple printed-fgr
N/ A Completaness of sample purge with collection tuba**
,é%f Callnr=“*an standard 0. O0f®  acC
Results: 0. 0754C -+ D- ﬁj?yf$f__ p///
SENG

Instrument cperatinq properly and accuratsly. YE

COMMENTS !

27 Val
STIGNATURE j;é;%&¢L{Mﬁ§;ﬁddLﬂﬁ—“

E, I\]fﬁzéngl:uhul concentration standard callacted for subsequent
analysis.##

*WITH OR WITHEOUT VAFPOR RECIRCULATION AND WITH OR WITHOUT L EYBOARD
**TETS STEP IS ONLY -REQUIRED IP THIBS DEVICE IS BEING USED FOR
BAMPLE CATTURE.

DHS/DSLS/Form CL17(Rewv.7-93)
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THIS REPORT PREPARED PURBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF EEALTH SERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOIILYZER MODEL 5000%

BETANDARD CALIBHATION CHECX PBROCEDURE \

Agency _Tucson Dgligs Department Date 5??3fb‘% Time L/ i&:

Intoxilyzer Serial} @¥ 00750 (f/\location O DhAA

QA Specialist Lrene Daran’ Y33 /

- (Print Mame)

{gg3 1.7 Pour a standard alcocheol solution of known value inte a
clean dry simulator jar and asssembie The simulator.
Insure that a tight seazl has besn mades.
Standard walue: 0. A&D aAC

Lg%rj 2. Turn on the simulator and allow the temperature to
raach 3I4°C+.3°%C.

&P5~) 3. Sat Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "o

on keyvboard menu.

Attach simulator to the simulator entrance port on the

Intaxilyzer,

Intoxilyzer 5000 digsplay reads "READY TO START" or

"PUSH BUTLTON".

Push Start Test button or press entsr on keyboard.

Insert card in response to display.

Air blank completed.

Calibration check completed.

Test results 0. 0FS5«0.0F ac

]

ol &) 10. Air blank completed.
A AL 11. Wnen display reads Test Complete remove evidence card.

Attach the card to the completed checklist.

(%7 12. Return mode selection switch #5 to off position after
all calibratlion checks are complete or type Q and enter
on_keyboard.

SIGNATURE ZQMAJL P@'ﬂﬂ}'\,—,

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEQUT XREYBOARD

DHS/DSLS/Form Cll1l§8 (Rav.7-93)
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on 201ic2 QX SPICIALIST ﬁfff’ff( Dﬁ#ﬁﬁéﬁgﬁx

INTOXILYZED SERIAL Y 5@:36?5_‘[#,?) Pela _~::.-_.,-':"{Q»p
DATE Jirrm & L0 " P06%F TTHE /03 e

Lpgresn | S . e e - =t 1 e e ST s e o
Eé{j Brigglay ‘gaats HEXON T0 SoRRTT gF PO ST LR Toy SiTag
L

]
Ly

=g

LU

%;
5
o
1] -l

M ST chack. o
.600. Hode sel =
ayboard menu =
l¥£§:___ Disolay Tsst s
a-_“-.':'_EE‘:Jf: oE O
A\ Srinpfar Test & :
\ gff o XKayhboar
o alal Cleck fima chack. M : iten
cz2vboard manu
KT Date chack wsimoz—d
manw s=2lactlo
QEEDATTONAL TESTS
~  Alcohnel fre=2 subject Test rasult 0. 004 AC
= ErTor "_"Et:::ncr“*“:,-::: logic system funcoioning
T1

ITL 'alic‘-. tast princsad
=

4]
I
0
IrJ_
o
L b

mple recognliion syscsn
Invalid sample printed R
Deificient sample printedfg
; N/A Completsness of sampls purgs with collaction tubex*
Ja— Calibration standard g, 250 AC

Results: g.@F2Ac -+ 5-57_‘3-/4‘"(:'.-

aoperating properly and accurately. YEST _NO

COMMEN fﬁ’ﬁﬂ#’(”ﬂ alicod JO33— JO36 -

STGNATURE M A}ZMM y

A = = i 4=
o.f E:{ﬁ alcohngl concentration standard collected ToT 5..1.'::_15!:-‘-‘1“3“'-*
analysis.»*

*HITE OR WITHOUT VAPOR RECIRCULATION AND WITEZ OR WITEOUT KEE?GBRD
*AMHETE: 8TED TH GHLY'RZQHEHED 1P THIS DEVICE IS BEING USED FOR
BRWOT.E CAPTIORE

Hs/DSLS/Torm Cl1i7 (Rey.T7T—31)
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EIS REPORT PREPARED PORSUANT TO DUTY IHPQBED BY
ALA.C, HI-14-404(2)

ARIZONA DEPARTMENT OF HEALTH SPRVICES

ETANDARD QUALITY h:aUQAJ*? PROCZDURES
INTOXILYZER MODEL 5000

STANDARD CALIBRATION CHECX PROCT *?Er?t

Agency _Tucson 2olice Daparrmens Date &A"ﬂ/ﬂ?’ Tima /036G
Intgxilyzer Serial#ﬁiyf&béﬁzé‘fﬁig ation AT
QA Specialist LA O DOy f’?%j’jﬂ
(PrinT Naxe) o
{né%j G Pour z standard alcohol 5alu:icn of kRnown value insa a
clean dry simulator jar and assemhle the siaulator. >
insure that a tight seal has bean r-ads
Standard value: 0.0k7 AC
Qﬁﬁ% 2. Turn on the simulator znd a2llcw the Temperaturs To
reach 34°C+.2°%.
Lﬁ%“ﬁ 3 S=t I;:axilyger mode sa2lection in the ACA mode by
SHLLchlng made selaction switeh #% on or selscting fron
QI Kevogard memyl.
L") 4. Attach simulator to the simularar SnLnTance port on LhHe
Intaxilyzer,
ﬁﬂ%ﬂiﬁ%&j 5 Intoxilyzer 5000 display reads "R3Tan¥Y To STigTH =
"RUSH: BIMETON".
=, 5&") 6. Fusn Start Test button or press entsr on Xeyhoard.
a_4%—) 7. Insert eard in resoonse to display
—o-AT) 8 Alzr blank complstad,
EQ&JJQT4 §. «Calibration chack completed.
iy Tast results 0.0 FA¥0:0F3 ac
~Zf22™) 10. Air blank completed.
=G~ 1l. Whan display reads Test Caz rezove evidence card.

g =

ted checklist:

9 to off position aftar
Dlate or tyna  and anter

Attach the card to the comp

=2
{Hﬁ 0 RE'L*1 mode selection switch £
calibration checks ars com

eyboard,. q
.:IG\:\TLJ_‘..QM’L-E/—

*WiTH OR FITEQUOT VAROR RECIRCULATION AND W

WITHQOT XEYSOARD

i
=
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[
v

DHS/DOSLS/Form Cl1§ (Rev.7-23)



