TUCSON POLICE DEPARTMENT
CRIME LABORATORY /'il\'\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 3000

#_ ] .Serial # [,4-002505 . certifies by her signature;
on é/fﬂ/&‘:’ . with aresult of ). 07Z AC., {.073AC,

and on '}’/‘f A?"i' witharesultof .080 AC. 5085 AC,

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to_0.090 AC). as defined by R9-14-404 A.3.

No problems were reported concerning this instrument between these

two dates.

Tenrhfer L. C-ﬂombs
ADPS QAS Permut #QAS 29886 (1ssue date 06/15/2004)
SUBSCRIBED AND SWORN to before me

this_ 13  dayof Sule, . 2009.
-

N:;gary Public a

Pl el e il
CEEIT AL BEAL
(AT=Y A KINNEY
AT M lj'IDH.ﬂ
Sl COUNTY

i L




gz32 IGASOANT 70 DSTY IMICsSER o
= |
Ao RECL BI-TA=404 (A)

SR ESONN BRRXpTusaT 58 podsos mameo s

sesiinh Tucson 20l igs O e e O deffffig zi%lﬁﬁﬁﬂ?K?gijfiiig/

Bisplay Fgacds “"RETY T SEass gz TIEEE B30T =0 agoan—
— e — i T -
B g &

DIAGHasTIg TESTS

e oY FosT
SEEE.. EHg
weyhaazg ;

1| 4&,_ Disglay Tasc chec Hocs: galassign sEitoh 3l.8n amZ 53

S and 83 Bt or kavioard many salactingn

:é&i 2ripssr Tesc clieck: Hodo soleorian switch 85 53 53
ot o Kavooard manu - selscoiagpm "3

E#ET:# Cleck zaim= chsc Hoda T =% R e
wayhboazTd o=2ne

=K Dzt= chack T Kevihos=d
monit 5SS i

QEEEATTGMAL,. TESTS
~ Alconol. I subjecc st rasult 0.440 ac
= =TT ERG ition lao Yarsn Tunccloriag
1 = T

=
fu

a0 O HHE DN
=)

Ui
'l
|

1]

F
Il
H
0
5
]

O L

i L I
[ o gl e

oo TN TR o O 1

U]
R |
(s s I

7 O T O 6

w0l

o d o=

]
perk O Ll

. o
[ i '
i

¢
i
(R i

n oA

W,

i
i
|=1
I{.‘
(E=
i
L
s
&)

a

ler @ itow

I 1V W Yl

o el

[

[ 5y callasction tTuhoa=x=

Ll

i T I TR ST 1=l
By

MoEE a0

| e i = O
ﬂ_:u [

LR e
i

oty g dn

a Moo
oL 7
= e
wirk o

(|

W= e

-1

=
iy}
cr
I
i
i
 ;

[u
b |
0.
u
B}
]
o

G
s

i P
f
>
B

w

e
o
|}

-]
=
" wan
=
Ei
Y
S
DY
~.
3
L3
[
@
W
by

jio
|
u
RS
r{
(1
o
(i
I
e

STGNATURE M ﬂ(}Zﬁ’/{M =

QJEQE%_ alcohol concentration standard collected for subssguaio
analysis.**

*HITH O FLiTHOUT VAPOR RECTRCULATTON HMD W
oETETS BTER L5 QNLF-RFEQDIHEDN T THES "DEVIC
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= IS BEING OSED FOR
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TETS REFPORT PREPARED PUBSUANT 7O DOTYE IXPOEED BY
A.A.C. B9-14-404 (2}
ADTZONA DEDARTHENT OF HEEALTE BERVICES
ETANDARD QUALITY ASSURANCE PROCEDUZES
INTOXILYZER HODEL 5000+#
STANDARD CALIBRATION CEZCK ?EGCEDCEEH?k
Agency _TUCSOD Polics fepartmant Date éﬁﬂhﬂ/ﬁﬂﬁ Time ffﬁjgé?
Intoxilyzer Serials (=00 25857 #Hjocation AL
QA Specialist T4 CHE DOrds (4 23/
(Print Nade)
iw?%? 1. Pour a standard alcohal solution of Kaown value into a
claan dry simulator jar and assemble the simulator
fnsure that a tight ssal has been zads
gtandard value; B X
Ldﬁrﬂ 5 Turn an the simulator and allow the ceoperacure to
remch SATEEIIC
[ y 3. Sst Intoxilyzer mode selection in the ACA mode by
£43 switching mode selaction switch £9 on or salecting "C"
on kxeybeoard mant
{S) 4. Attach cimulator to the simulator antrance port on che
Intaxilyzer
7 G—ﬁ S Intaxwilyzer 5000 display rsads rgmAanY B0 START' of
npUsH BULTON!
<5 —) 6. Push Start Test bution o DI=SS entar on kKeyboard.
(2 ) 7. Insert card in Iesuonsa wo display.
< f4s) 8. Air bplank complated
EJé;Lﬂ%‘; g Calibration check complsted
Tes= rasults 0.0 FAY00F3 ac
k) 10 Air blank :smplntadh
=l 11. Woen display reads Test Complete resmove evidence cazd.
Attach the card to the cemn___ad checklist:
t4£&L 12 . Return mode selection switch #3 to aff pasition aIter
all ca-1nfat1on checks ara complete or type Q and enter
L-al.r-‘:.r_; '
STGNATURE Lo f(k{.%m__
R
*WITHE OR WITEQUT VAPQR RECIRCULATION AND WITE O3 WITEQOT KEY30ARD
DES/DSLS/Form Cl18 (Rev.7-93)
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NTOXILYZER SERIAL #{4 -0 S (] LOCATION. ODMNM

i2ma)

DATE Jdudu 9 g Ppey. TIHE. 8919

i =
v Diswnlay msads NHEXDY T0 5TEIT" or "PLSH JFECTOY IO STanT
TESTL !
DIAGHQSTTC TESTS
W Maed™ =harske it et Ho Carsoon { == =
DVH Tast chHeck. 'Satting should be betveen .200 and
.A30. HMode salactian swl_gﬁ 52 ary,. 51 anpd: 51..0FC of
j/z keyhozrd menu selaction "H'". Reai;:; is 2
Display Test check. Mode selaction swicch SL on and =
angd 3 off or keyvhoard menu selection "W
Vet Drintern Pest check. Hode sslsascition switch 5% 57 53
aLf or kevhoard meni sslectionn N2
/ Clock tin= check. Mode sslection switch 810 on oc
Keybosrd menu salsaction "2V,
|/_ _ Daxe chsck. Haodes saliéction switcén 511 on of kKevbazzd
sehu selgccion “EY.

QEZRATIONAT,. TESTS
i Alcohel free subject Test result g.00C
Error Tecognition lagie system functioning

Tnvalid test printed

vﬁ/ Propsr sampls rscogniticn systenm
Invalid sample printed -
Deficient szampls printedff

N/ A Completeness of sample purge th cellectian

E Calibration standard 0. 0%D JLI::
Results: 0.0K0% 0.085AC /
Instrument cperzating proparly and accuratesly. YESY HO

COMHENTS

i K =
SIGNATURE MW ,El/ (MS:

Q.ﬁ1ﬁ' alcghol Qanentraticn standard collected for subseguent
=

nalysis. =

*WITHE OR WITEOQOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD

*4THTS HTHP IS5 ONLY -HEQUIRED IF¥ THIES DEYVICE IE BEIMG USER FOR

SAMPLE CARDPTURE.

DHS/DSLS/Form €117 {Rev.7—-33)
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EXHIBIT P

TEIE REPORT PREPARED PURBUANT TO DUTY IHPGQSED BY
ACA.C. BI9=-14—-404 (2]

ARITZONA DEPAATHENT OF HEATTH HPRVICESR

ETANDARD QUALITY ASSURAMNCE PROCEDCGRES
INTOIILYZER MODEL S000w

ETANDARD CALIBRATION CHECK ?RGCEDUEE&'

agency _Tucson Polics Oeoartment Dats 'T/Q/GH Time C}Eﬁz
Intoxilyzer Serial# GY-0025DS(#/)) Location DN
Qa specialist _ \gnntder Croomhs Yo /d
(Print Hame)
{ u’a ¢! nto a

1. Poudr a standard alcohol solution of known walue
clean dry simulator jar and assemble 1

Insure that a tight seal has been ma

Standard wvalue: 0.0BOD ac

Turn on the simulator and allow the temperature to

reach 34°%C+. 2°C.

(]

{ 3. Sel Intaxilyzer made selecticn in the ACA mode hy
switching mode selection switch #3 on or sslecting “co
on. kevhoard menmu,

4. Attach simulator to the simulator sntrance port on the
Intoxilyzer.
. Intoxilyzer 5000 display reads "READY TQ START" ox

YPISH BUTTAN:

6. Push Start Test button or press entsr on keyvboard
7. Ins=art card in respaonse to display.
3 2ir plank completed.
L Calibration check completed
Test results 0.080% 0.035 ac
=

SHAS S
A S8

10. Alr blank completad.
1. When display reads Test Complete rsmgve evidence card.
Attach the card to the completed checklist.

: Return mode selection switch #9 to off positiecn aftexr
all calibration checks arese complete or typs Q and enter

—
[l
bt

SIGNATUHRE

*RITH OR WITELUT QQLGR RECIRCULATION AND KITE COR WITEQUT KEYEBOARD

DHS/DSLS/Form Cllis (Ray.7-33)



