TUCSON POLICE DEPARTMENT
CRIME LABORATORY A\
The undersigned Quality Assurance Specialist, having been qualified
by the Arizona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
# . Serial # 6f - 0O R505 |, certifies by her signature:

on ggfé_lgefﬂbf .witharesultof 0.0 F¥ AC, 0.0 7% AC.

and on J2/20/6'f . with aresult ofe .0 73 AC. 0.073AC.

this instrument was tested with a known alcohol reference standard,
and always produced results within the acceptable accuracy limits

(from _0.070 AC, to _0.090 AC), as defined by R9-14-404.A.3,

No problems were reported concerning this instrument between these

Mrere or

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)

SUBSCRIBED AND SWORN to betfore me

this_2| . day oflecember . 200% .

Notary Public Q\

e
= OFEICIAL SEAL
@5 KATHY A. KINNEY

B\ NOTARY PUBLIC-ARIZONA

PIMA COUNTY




LT PREPARED BORSUANT TO DOUTY IMPOSED BY
A_A_C. BI-14-40C4(A)
ARTIONA DREDPARTMENT OF EBEEALTE B8Z3WICIS
STAHNDARD QUALITY ASSUAANCE DROCEDURES /%\
INTOZILYZER HODEL 5000+ |
LQ (‘
SFeir TUCSoRn Poli it . 3
aomvcy Tusson Polics  qa sercranrst o lenaes (BOMES Ylolp0)
(Print NHamea)
TNTOXILYZER SERIAL # 44— ﬁG‘Z:ET/:fHJ rocatToN  ODM
naTz_ Novemlber~ Jle & 764 TIME R (p
v Display reads "HMEADY TO START" or "2USH BUTTON TO START
FESEIY
DIAGNOSTIC TESTS
e DV Test check. 5&__,.nq should b= betwesn 200 and
LE00. HMode selection switch S22 on, 81 and 8§31 off ar
/ xeyboard menu selection "“H". Reading is _..307 ;
Display Tast check. Mode selection switch 51 on and 52
and S§31 off or keyboard menu selaction "“V'.
\/ Printer Test check. Mode selection switech S1, S22, s3
off or kayboard menu selactign "B,
il Clock time check. HMode selection switch 510 on aor
. keyboard menu sslectian "E!.
Date check: Mode selsction switceh 511 en or kKeyboard
manu salection "“EY
QR ETRATTONAL, ' TESTS
) Aleanol free suhject Test result 0. 000 ac
W Errar recognition logic system functioning
Invalid test printed .
v Proper sample recognition system
Invalid sample pri inted
Daficiant szmple p‘r‘ln..ﬁdvf. d
N/A Completeness of sample purge with collectieon tubs**
calibration standard 0. aC
Results: 0. 07% QOG?‘H
Instrument operating proparly and accurately. YESY HO
COMMENTS
STGNATURE _/YW me/ W{U\Jﬁﬁ

A "J,f& ::c:n-::}ﬂ COHQ’I\.ZELLGH standard collscted for subssguent

analysis.**

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT RKEYBQARD
EING TUSED FOR

*&THTH STEF I8 OMLY REQUIRED IP THIS DEVICE
SAMPLE CAFPITURE.

IE

DHS/DSLS/Form Cli7(Rav.7-93)
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY /_,m;
A.A.C. RI-14-404 (A) !/'

ARIZOHA DEPARTMENT OF HEALTH BERVICES

ETANDARD QUALITY ASSURRMNCE PROCEDURES
INTOXILYZER MHODEL 5000+

ETANDAILD CALTBERATION CHECEK PROCEDOEHE éﬂh

Agaency _Tucson Polige fOepartmept Date _H/E&JEQ Tims ﬂquF
Intoxilyzer Serial#f -00Z2 #l)Location ohM
QA Specialist 2\ it Hlallal
(Print Mame)
( M/] 1. Pour a standard alcohol solution of known value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been madse.

Standard value: G. Qﬁfg AC

{ 2. ‘Turn on the simulator and allow the temperacure g
reach 34°C+.2°C.

{ 3. Set Intoxilyzer mode selection in tha ACA mode by

switching mode selection switch #9 on or selecting "C"
on keyboard menu.

Attach simulator to the simulator entrance pert en the
Ihtoxilyzer.

S

\__,\

5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTOM™.

§&. Push Start Test button gr press enter on keyboard.

7. 1Insert card in response to display.

8. Air blank completed.

]

. Calibration check completed.

Test results 0O7YACEL0 Ac
10. Air blank completed. ]
11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist. )

12 . Beturn mode selection switch #3 to off position after
all libration checks are complete or type Q and enter
on xgyvboar

seoes - Aty 2 (s

*WITE OR WITEAET R RECIRCULATION AND WITHE OR WITHOUT XEYBOARD

A

\
HARSRER A S

5 A

DHS/DSLS/Form C116 (Rev.7-93)
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QDCSRATTONAL: TESTS
i *lconol fr=s subject Test rasult 4.400 AC
- Errar recagnition logic systam functioning
Invalid test printed
il Proper sample recognitlan systaz
Tavalid sample pringadZ—
Deficisnt samols printed W _ _
M/ A Complatanss= of sample purgs with collection Tuba*=
2 czalibration standard 0.0 2C
nesults: 0. OF3ALC -t 0. OF 3T
Tns=rument operating properly and accuratcaly. ¥ WO
COMMENTS (ALY~ [RB
] n|
SIGMATURE {/LU}-VZ/* W
el o= 2
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analysis. *=
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THIS REPORT PREPAREZD PURSUANT TO DOTY I
A
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AT, RI-L4—404(R)
ADTIZONA DEPARTMENT OF HEALTH SEAVICES

STANDARD QUALITY ASSTURANCE PROCEDURES

INTOXILYZER HODEL 5000+ Fﬁm
3'\

BTANDARD CALISRATION CHZCX PROCZDUR

(i)

{ o) 3-
() *-
<]l 3
() 5.
ol ) 7-
ol
il
Aoz ) 10.
FLetettr) 11-
(~fer) 12.
SIGNATURE

{Frint NHame)

yecson Sglice [egartmsne Date f;:;‘f;ﬁjjﬂy Tize {d?'}jo
vzer Serial#éﬁ:gﬂi?nifﬁﬂ] Locatlion CLoAA
1iEx Trenc Uoran 33/

Pour a standard alcchol solution of known value into a
clean dry simulator jar and assembie the sizulator
Insure that a tight seal has been midsa.

Standazd walu=: 0. e&0 AC

Turn on the simulstor and allow the Texoperaturs to

redscty AN CHEIINE.

Set TIntoxilyzer mode selection in the ACA mode DY
switching mode selection switeh #3 on or selecti
on kevboard manud.
Attach simulator <o
Intoxilyzer.
Intoxilyzer 5000 display r
TEUSH BUTTOMY.

push Start Test button or press entsr on Keyboard.
Inser: card in responss to display.

Zir blank completed.

Calibratiaon check completed.

Test results 0.0F3+0.0+3 AC

Air blank completed.
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When display reads Test Completes remove evidence card.

Attach tha card to the complsted chacklist.

Return mode selection switch #9 to off position arter
all calibration checks are complete or type Q and enter

on Xeyhoard. E
O’L,Z/}_/Lh____‘_
s

*WITE OR WITEHOUT VAFPOR RECIRCULATION AN¥D WITE QR WITHOUT XEYEOQRRD

DHS/DSLS/Form Cll& (Rev. 7-53)



